
VOLATILE  CONTINUING CALIBRATION CHECK

Lab Name: Contract:

Lab Code: Case No.: SAS No.: SDG No.:

Instrument ID: Calibration Date/Time:

Lab File ID:

GC Column:

Init. Calib. Date(s):

Init. Calib. Time(s):

ID:

COMPOUND RRF RRF050
MIN

RRF
%D MAX%D

CHEMTECH

CHEM Q1215 Q1215

MSVOA_Y

VY021023.D

RXI-624 0.25 (mm)

02/03/2025 11:43

02/03/2025 02/03/2025

10:35 12:44

RUTW01

Heated Purge: (Y/N) Y

Q1215

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

Dichlorodifluoromethane -0.220.4450.446

Chloromethane -4.320.4210.440

Vinyl Chloride -4.290.4240.443

Bromomethane -5.840.2580.274

Chloroethane -3.040.2550.263

Trichlorofluoromethane -2.110.7890.806

1,1,2-Trichlorotrifluoroethane -2.370.4940.506

Tert butyl alcohol -8.570.0320.035

1,1-Dichloroethene -1.680.4690.477

Acetone -3.750.0770.080

Carbon Disulfide -1.341.4751.495

Methyl tert-butyl Ether 0.911.2161.205

Methyl Acetate 2.50.2870.280

Methylene Chloride -2.410.4850.497

trans-1,2-Dichloroethene -0.570.5220.525

1,1-Dichloroethane -2.370.9470.970

Cyclohexane -5.380.8270.874

2-Butanone 3.050.1350.131

Carbon Tetrachloride -1.440.5470.555

cis-1,2-Dichloroethene -0.830.5990.604

Bromochloromethane 7.550.4130.384

Chloroform -1.50.9820.997

1,1,1-Trichloroethane -1.620.9120.927

Methylcyclohexane 1.210.5880.581

Benzene -1.081.3781.393

1,2-Dichloroethane -1.810.3790.386

Trichloroethene -3.060.3490.360

1,2-Dichloropropane -1.210.3270.331

Bromodichloromethane -1.830.4820.491

4-Methyl-2-Pentanone 3.850.2160.208

Toluene 0.110.8760.875

t-1,3-Dichloropropene 1.810.4490.441

cis-1,3-Dichloropropene 0.570.5250.522

1,1,2-Trichloroethane -0.840.2350.237

2-Hexanone 7.460.1440.134

Dibromochloromethane -1.20.3290.333

1,2-Dibromoethane 1.350.2250.222

Tetrachloroethene -2.690.3610.371

All other compounds must meet a minimum RRF of 0.010.

RRF of 1,4-Dioxane = Value should be divide by 1000.
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Chlorobenzene -2.961.0801.113

Ethyl Benzene -1.321.9431.969

m/p-Xylenes -0.540.7330.737

o-Xylene -0.870.6810.687

Styrene 0.961.1561.145

Bromoform -1.820.2160.220

Isopropylbenzene -2.483.8093.906

1,1,2,2-Tetrachloroethane -2.770.6320.650

1,3-Dichlorobenzene -3.281.6831.740

1,4-Dichlorobenzene -2.861.6651.714

1,2-Dichlorobenzene -3.311.4601.510

1,2-Dibromo-3-Chloropropane 00.0970.097

1,2,4-Trichlorobenzene 4.040.8750.841

1,2,3-Trichlorobenzene 4.710.7330.700

1,2-Dichloroethane-d4 -1.760.5030.512

Dibromofluoromethane -2.190.3130.320

Toluene-d8 -1.481.2021.220

4-Bromofluorobenzene 10.4030.399

All other compounds must meet a minimum RRF of 0.010.

RRF of 1,4-Dioxane = Value should be divide by 1000.


