
Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 1/15/2025 9:31:51 AM

VP132529

VP132530,VP132531,VP132532,VP132533,VP132534,VP132535

MSVOA_N

VP132544

82N011425W.MVN011425

MSVOA_N

Daily Analysis Runlog For Sequence/QCBatch ID # VN011425

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 1/15/2025 12:55:51 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VN085437.D OkBFB 14 Jan 2025  14:22 JC\MD

2 VSTDICC100 VN085438.D Ok,MVSTDICC100 14 Jan 2025  14:56 JC\MD

3 VSTDICCC050 VN085439.D Comp.#56 is on Linear 

Regression

Ok,MVSTDICCC050 14 Jan 2025  15:19 JC\MD

4 VSTDICC020 VN085440.D Comp.#86 is on Quadratic 

Regression

Ok,MVSTDICC020 14 Jan 2025  15:43 JC\MD

5 VSTDICC010 VN085441.D Ok,MVSTDICC010 14 Jan 2025  16:07 JC\MD

6 VSTDICC005 VN085442.D Ok,MVSTDICC005 14 Jan 2025  16:31 JC\MD

7 VSTDICC001 VN085443.D Ok,MVSTDICC001 14 Jan 2025  17:19 JC\MD

8 IBLK VN085444.D OkIBLK 14 Jan 2025  17:42 JC\MD

9 VSTDICV050 VN085445.D Ok,MICVVN011425 14 Jan 2025  18:06 JC\MD

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 2/4/2025 9:54:13 AM

VP132834

VP132835,VP132836

82N011425W.MVN020325

MSVOA_N

Daily Analysis Runlog For Sequence/QCBatch ID # VN020325

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 2/4/2025 3:46:08 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VN085616.D OkBFB 03 Feb 2025  12:23 JC\MD

2 VSTDCCC050 VN085617.D V13516 Ok,MVSTDCCC050 03 Feb 2025  12:56 JC\MD

3 VN0203WBL01 VN085618.D OkVN0203WBL01 03 Feb 2025  13:34 JC\MD

4 VN0203WBS01 VN085619.D Ok,MVN0203WBS01 03 Feb 2025  13:58 JC\MD

5 VN0203WBSD01 VN085620.D Ok,MVN0203WBSD01 03 Feb 2025  14:22 JC\MD

6 PB166424TB VN085621.D OkPB166424TB 03 Feb 2025  14:48 JC\MD

7 PB166424ZHE#01 VN085622.D OkPB166424ZHE#01 03 Feb 2025  15:12 JC\MD

8 PB166424ZHE#02 VN085623.D OkPB166424ZHE#02 03 Feb 2025  15:36 JC\MD

9 PB166424ZHE#03 VN085624.D OkPB166424ZHE#03 03 Feb 2025  16:00 JC\MD

10 PB166424ZHE#04 VN085625.D OkPB166424ZHE#04 03 Feb 2025  16:24 JC\MD

11 PB166424ZHE#05 VN085626.D OkPB166424ZHE#05 03 Feb 2025  16:49 JC\MD

12 PB166424ZHE#06 VN085627.D OkPB166424ZHE#06 03 Feb 2025  17:13 JC\MD

13 PB166424ZHE#07 VN085628.D OkPB166424ZHE#07 03 Feb 2025  17:37 JC\MD

14 PB166424ZHE#08 VN085629.D OkPB166424ZHE#08 03 Feb 2025  18:01 JC\MD

15 PB166424ZHE#09 VN085630.D OkPB166424ZHE#09 03 Feb 2025  18:25 JC\MD

16 PB166424ZHE#10 VN085631.D OkPB166424ZHE#10 03 Feb 2025  18:49 JC\MD

17 Q1221-02 VN085632.D Surrogate Fail;Already analyzed Not OkCHESTNUT-CONCRETE 03 Feb 2025  19:13 JC\MD

18 Q1232-02 VN085633.D vial A pH#5.0 OkJPP-46.2-012925 03 Feb 2025  19:37 JC\MD



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 2/4/2025 9:54:13 AM

VP132834

VP132835,VP132836

82N011425W.MVN020325

MSVOA_N

Daily Analysis Runlog For Sequence/QCBatch ID # VN020325

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 2/4/2025 3:46:08 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

19 Q1241-02 VN085634.D RT shifted Not OkJPP-3.5-013025 03 Feb 2025  20:02 JC\MD

20 Q1216-18 VN085635.D vial A pH#5.0 OkJPP-26.2-012825 03 Feb 2025  20:25 JC\MD

21 Q1241-06 VN085636.D vial A pH#5.0 OkJPP-5.3-013025 03 Feb 2025  20:49 JC\MD

22 Q1241-10 VN085637.D vial A pH#5.0 OkJPP-5.2-013025 03 Feb 2025  21:13 JC\MD

23 Q1241-14 VN085638.D vial A pH#5.0 OkJPP-5.4-013025 03 Feb 2025  21:37 JC\MD

24 Q1241-18 VN085639.D vial A pH#5.0 OkJPP-51.4-013025 03 Feb 2025  22:01 JC\MD

25 Q1242-02 VN085640.D vial A pH#5.0 OkJPP-6.2-013025 03 Feb 2025  22:25 JC\MD

26 Q1219-02 VN085641.D vial A pH#5.0 OkLAW-25-0015 03 Feb 2025  22:49 JC\MD

27 Q1232-10 VN085642.D vial A pH#5.0 OkJPP-42.1-012925 03 Feb 2025  23:14 JC\MD

28 VSTDCCC050 VN085643.D Ok,MVSTDCCC050EC 03 Feb 2025  23:37 JC\MD

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 2/5/2025 9:55:08 AM

VP132858

VP132859,VP132860

82N011425W.MVN020425

MSVOA_N

Daily Analysis Runlog For Sequence/QCBatch ID # VN020425

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 2/6/2025 11:05:00 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VN085644.D OkBFB 04 Feb 2025  09:55 JC\MD

2 VSTDCCC050 VN085645.D CCAL failed high for comp. 

#68,69 and low for comp.#13

Ok,MVSTDCCC050 04 Feb 2025  11:05 JC\MD

3 VN0204MBL01 VN085646.D OkVN0204MBL01 04 Feb 2025  12:07 JC\MD

4 VN0204WBL01 VN085647.D OkVN0204WBL01 04 Feb 2025  12:31 JC\MD

5 VN0204WBS01 VN085648.D Surrogate Fail Not OkVN0204WBS01 04 Feb 2025  13:38 JC\MD

6 Q1234-06 VN085649.D vial A pH<2 Ok50605 04 Feb 2025  14:02 JC\MD

7 Q1241-02 VN085650.D vial A pH#5.0 OkJPP-3.5-013025 04 Feb 2025  14:27 JC\MD

8 VN0204WBS02 VN085651.D BS failed low for comp. #58 Ok,MVN0204WBS02 04 Feb 2025  14:51 JC\MD

9 VN0204MBS01 VN085652.D BS failed low for comp. #28 Ok,MVN0204MBS01 04 Feb 2025  15:24 JC\MD

10 Q1218-01ME VN085653.D Already analyzed Not OkBELL-25-002ME 04 Feb 2025  15:49 JC\MD

11 Q1219-01 VN085654.D Ok,MLAW-25-0015 04 Feb 2025  16:13 JC\MD

12 VN0204WBSD02 VN085655.D BSD failed low for comp. #58 Ok,MVN0204WBSD02 04 Feb 2025  16:37 JC\MD

13 IBLK VN085656.D OkIBLK 04 Feb 2025  17:01 JC\MD

14 Q1268-01 VN085657.D vial A pH<2 ReRunStorage-Blank-SOIL-REF-6 04 Feb 2025  17:25 JC\MD

15 Q1268-02 VN085658.D vial A pH<2 ReRunStorage-Blank-WATER-REF-5 04 Feb 2025  17:50 JC\MD

16 Q1268-03 VN085659.D vial A pH<2 ReRunStorage-Blank-WATER-REF-4 04 Feb 2025  18:14 JC\MD

17 Q1268-04 VN085660.D vial A pH<2 ReRunStorage-Blank-SAMPLE-MANAGEMENT 04 Feb 2025  18:38 JC\MD



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 2/5/2025 9:55:08 AM

VP132858

VP132859,VP132860

82N011425W.MVN020425

MSVOA_N

Daily Analysis Runlog For Sequence/QCBatch ID # VN020425

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 2/6/2025 11:05:00 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

18 Q1249-01 VN085661.D vial A pH<2 OkBP-VPB-192-GW-460-462 04 Feb 2025  19:02 JC\MD

19 IBLK VN085662.D OkIBLK 04 Feb 2025  19:27 JC\MD

20 Q1282-01 VN085663.D vial A pH<2 OkSW-WTS-02 04 Feb 2025  19:51 JC\MD

21 VSTDCCC050 VN085664.D Ok,MVSTDCCC050EC 04 Feb 2025  20:15 JC\MD

M : Manual Integration


