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STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 2/11/2025 2:05:25 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VX044867.D OkBFB 10 Feb 2025  09:35 JC/MD

2 VSTDICC001 VX044868.D Ok,MVSTDICC001 10 Feb 2025  10:25 JC/MD

3 VSTDICC005 VX044869.D Ok,MVSTDICC005 10 Feb 2025  10:48 JC/MD

4 VSTDICC020 VX044870.D Ok,MVSTDICC020 10 Feb 2025  11:11 JC/MD

5 VSTDICCC050 VX044871.D Ok,MVSTDICCC050 10 Feb 2025  11:34 JC/MD

6 VSTDICC100 VX044872.D Ok,MVSTDICC100 10 Feb 2025  12:05 JC/MD

7 VSTDICC150 VX044873.D Ok,MVSTDICC150 10 Feb 2025  12:28 JC/MD

8 IBLK VX044874.D OkIBLK 10 Feb 2025  12:51 JC/MD

9 VSTDICV050 VX044875.D Ok,MICVVX021025 10 Feb 2025  13:15 JC/MD

10 VX0210MBL01 VX044876.D OkVX0210MBL01 10 Feb 2025  13:43 JC/MD

11 VX0210WBL01 VX044877.D OkVX0210WBL01 10 Feb 2025  14:06 JC/MD

12 VX0210WBS01 VX044878.D Ok,MVX0210WBS01 10 Feb 2025  14:29 JC/MD

13 VX0210WBSD01 VX044879.D Ok,MVX0210WBSD01 10 Feb 2025  14:55 JC/MD

14 Q1250-02 VX044880.D vial B pH<2 OkBP-VPB-192-GW-420-422 10 Feb 2025  15:18 JC/MD

15 Q1250-01 VX044881.D vial B pH<2   TB OkBP-VPB-192-TB-20250127 10 Feb 2025  15:41 JC/MD

16 Q1250-03 VX044882.D vial B pH<2 OkBP-VPB-192-GW-300-302 10 Feb 2025  16:04 JC/MD

17 Q1250-04 VX044883.D vial B pH<2 OkBP-VPB-192-GW-320-322 10 Feb 2025  16:27 JC/MD

18 Q1250-05 VX044884.D vial B pH<2 OkBP-VPB-192-GW-340-342 10 Feb 2025  16:51 JC/MD
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19 Q1250-10 VX044885.D vial B pH<2 OkBP-VPB-192-GW-380-382 10 Feb 2025  17:14 JC/MD

20 Q1250-11 VX044886.D vial B pH<2 OkBP-VPB-192-GW-400-402 10 Feb 2025  17:37 JC/MD

21 Q1250-12 VX044887.D vial B pH<2 OkBP-VPB-192-GW-440-442 10 Feb 2025  18:00 JC/MD

22 Q1250-06 VX044888.D vial B pH<2 OkBP-VPB-192-GW-360-362 10 Feb 2025  18:23 JC/MD

23 Q1250-07MS VX044889.D vial B pH<2 Ok,MBP-VPB-192-GW-360-362MS 10 Feb 2025  18:46 JC/MD

24 Q1250-08MSD VX044890.D vial B pH<2 Ok,MBP-VPB-192-GW-360-362MSD 10 Feb 2025  19:09 JC/MD

25 VSTDCCC050 VX044891.D Ok,MVSTDCCC050EC 10 Feb 2025  19:32 JC/MD

M : Manual Integration


