
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\voasrv\HPCHEM1\MSVOA_L\Data\VL020325\
  Data File : VL041964.D                                          
  Acq On    : 03 Feb 2025  14:59
  Operator  : SY/MD
  Sample    : Q1256‐01 4X
  Misc      : 400mL/MSVOA_L
  ALS Vial  : 6   Sample Multiplier: 1
 
  Quant Time: Feb 04 02:37:12 2025
  Quant Method : Z:\voasrv\HPCHEM1\MSVOA_L\methods\VL011425AIR.M
  Quant Title  : AIR ANALYSIS BY METHOD TO‐15   Instrument: MSVOA_LFri Aug 26 06:05:16 2022
  QLast Update : Tue Jan 14 23:15:42 2025
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
   Internal Standards
     1) Bromochloromethane          2.793   49   156873    10.000 ppbv     0.00
    33) 1,4‐Difluorobenzene         3.965  114   427312    10.000 ppbv     0.00
    55) Chlorobenzene‐d5            8.888  117   382639    10.000 ppbv     0.00
 
   System Monitoring Compounds                                        
    68) 1‐Bromo‐4‐Fluorobenzene    10.383   95   307295    10.196 ppbv    0.00  
     Spiked Amount     10.000   Range  65 ‐ 135    Recovery   =  102.000% 
 
   Target Compounds                                                   Qvalue
     2) Dichlorodifluoromethane     1.499   85     2701     0.126 ppbv      94
     9) Propene                     1.486   41     8818     0.956 ppbv      97
    10) Heptane                     4.988   43     3564m    0.145 ppbv        
    13) Ethanol                     1.725   45     1715m    2.539 ppbv        
    15) Acetone                     1.839   43    34978     1.856 ppbv #    41
    20) Methylene Chloride          2.065   84     2023     0.272 ppbv      86
    26) Hexane                      2.832   57    15618     0.777 ppbv #    35
    29) Chloroform                  2.852   83    12571     0.396 ppbv      92
    34) 2‐Butanone                  2.564   43   173530     6.386 ppbv      99
    51) 2‐Hexanone                  7.457   43    20641m    0.724 ppbv        
    53) Toluene                     6.946   91    10474     0.245 ppbv      95
    58) Ethyl Benzene               9.364   91     6571m    0.110 ppbv        
    59) m/p‐Xylene                  9.539   91    13152m    0.274 ppbv        
    60) o‐Xylene                    9.969   91     7401     0.156 ppbv      97
    62) Isopropylbenzene           10.545  105    14479     0.197 ppbv      97
    74) 1,2,4‐Trimethylbenzene     11.539  105     9577     0.176 ppbv #    48
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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#1
Bromochloromethane
Concen:   10.000 ppbv  
RT:   2.793 min  Scan# 836
Delta R.T.  ‐0.004 min
Lab File:   VL041964.D
Acq: 03 Feb 2025  14:59    

Tgt Ion: 49 Resp:  156873
Ion  Ratio  Lower  Upper
 49  100
128   47.1   24.3   73.0 
130   59.9   31.1   93.2 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 837 (2.797 min): VL041889.D\data.ms (-82
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93.0

239.7270.5
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Abundance Scan 836 (2.793 min): VL041964.D\data.ms
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Abundance Scan 836 (2.793 min): VL041964.D\data.ms (-68
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Abundance
 2.793

#2
Dichlorodifluoromethane
Concen:    0.126 ppbv  
RT:   1.499 min  Scan# 436
Delta R.T.  ‐0.003 min
Lab File:   VL041964.D
Acq: 03 Feb 2025  14:59    

Tgt Ion: 85 Resp:    2701
Ion  Ratio  Lower  Upper
 85  100
 87   34.6   24.9   37.3 

Ref

Raw

Sub
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Abundance Scan 437 (1.502 min): VL041889.D\data.ms (-43
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Abundance Scan 436 (1.499 min): VL041964.D\data.ms
85.0

44.0

225.3158.4
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Abundance Scan 436 (1.499 min): VL041964.D\data.ms (-28
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Abundance
 1.499
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#9
Propene
Concen:    0.956 ppbv  
RT:   1.486 min  Scan# 432
Delta R.T.  0.000 min
Lab File:   VL041964.D
Acq: 03 Feb 2025  14:59    

Tgt Ion: 41 Resp:    8818
Ion  Ratio  Lower  Upper
 41  100
 42   67.2   52.0   78.0 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 432 (1.486 min): VL041889.D\data.ms (-42
41.1

116.1 212.879.0
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Abundance Scan 432 (1.486 min): VL041964.D\data.ms
41.1
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Abundance Scan 432 (1.486 min): VL041964.D\data.ms (-27
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Abundance
 1.486

#10
Heptane
Concen:    0.145 ppbv m
RT:   4.988 min  Scan# 1514
Delta R.T.  ‐0.013 min
Lab File:   VL041964.D
Acq: 03 Feb 2025  14:59    

Tgt Ion: 43 Resp:    3564
Ion  Ratio  Lower  Upper
 43  100
 57   54.5   41.0   61.4 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1518 (5.001 min): VL041889.D\data.ms (-1
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100.2
289.4206.8141.8
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Abundance Scan 1514 (4.988 min): VL041964.D\data.ms
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Abundance Scan 1514 (4.988 min): VL041964.D\data.ms (-1
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 4.988
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#13
Ethanol
Concen:    2.539 ppbv m
RT:   1.725 min  Scan# 506
Delta R.T.  0.000 min
Lab File:   VL041964.D
Acq: 03 Feb 2025  14:59    

Tgt Ion: 45 Resp:    1715
Ion  Ratio  Lower  Upper
 45  100
 46    0.0   18.1   72.5#

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 506 (1.725 min): VL041889.D\data.ms (-50
45.1

78.1 137.5

50 100 150 200 250
0

50

m/z-->

Abundance Scan 506 (1.725 min): VL041964.D\data.ms
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Abundance Scan 506 (1.725 min): VL041964.D\data.ms (-35
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Abundance
 1.725

#15
Acetone
Concen:    1.856 ppbv  
RT:   1.839 min  Scan# 541
Delta R.T.  ‐0.003 min
Lab File:   VL041964.D
Acq: 03 Feb 2025  14:59    

Tgt Ion: 43 Resp:   34978
Ion  Ratio  Lower  Upper
 43  100
 58   58.3   21.9   32.9#

Ref
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Sub
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Abundance Scan 542 (1.842 min): VL041889.D\data.ms (-53
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 1.839
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#20
Methylene Chloride
Concen:    0.272 ppbv  
RT:   2.065 min  Scan# 611
Delta R.T.  ‐0.003 min
Lab File:   VL041964.D
Acq: 03 Feb 2025  14:59    

Tgt Ion: 84 Resp:    2023
Ion  Ratio  Lower  Upper
 84  100
 49  123.2  123.1  184.7 
 51   44.0   35.8   53.8 
 86   66.8   53.7   80.5 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 612 (2.068 min): VL041889.D\data.ms (-60
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Abundance Scan 611 (2.065 min): VL041964.D\data.ms
44.0

84.0
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Abundance Scan 611 (2.065 min): VL041964.D\data.ms (-45
48.9
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Time-->

Abundance

 2.065

#26
Hexane
Concen:    0.777 ppbv  
RT:   2.832 min  Scan# 848
Delta R.T.  ‐0.003 min
Lab File:   VL041964.D
Acq: 03 Feb 2025  14:59    

Tgt Ion: 57 Resp:   15618
Ion  Ratio  Lower  Upper
 57  100
 41  101.7   73.8  110.8 
 43   76.4  197.3  295.9#
 56   58.2   42.7   64.1 

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 849 (2.835 min): VL041889.D\data.ms (-84
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38.0 120.1 167.5
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Abundance Scan 848 (2.832 min): VL041964.D\data.ms
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Abundance Scan 848 (2.832 min): VL041964.D\data.ms (-69
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 2.832
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#29
Chloroform
Concen:    0.396 ppbv  
RT:   2.852 min  Scan# 854
Delta R.T.  ‐0.006 min
Lab File:   VL041964.D
Acq: 03 Feb 2025  14:59    

Tgt Ion: 83 Resp:   12571
Ion  Ratio  Lower  Upper
 83  100
 85   68.7   50.1   75.1 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 856 (2.858 min): VL041889.D\data.ms (-84
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Abundance Scan 854 (2.852 min): VL041964.D\data.ms
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Abundance Scan 854 (2.852 min): VL041964.D\data.ms (-70
83.0
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Abundance
 2.852

#33
1,4‐Difluorobenzene
Concen:   10.000 ppbv  
RT:   3.965 min  Scan# 1198
Delta R.T.  ‐0.010 min
Lab File:   VL041964.D
Acq: 03 Feb 2025  14:59    

Tgt Ion:114 Resp:  427312
Ion  Ratio  Lower  Upper
114  100
 63   24.3   19.8   29.6 
 88   17.8   14.4   21.6 

Ref

Raw

Sub
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0

50

m/z-->

Abundance Scan 1201 (3.975 min): VL041889.D\data.ms (-1
114.1
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207.9
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Abundance Scan 1198 (3.965 min): VL041964.D\data.ms
114.1
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278.8190.3
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Abundance Scan 1198 (3.965 min): VL041964.D\data.ms (-1
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278.8190.3
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Abundance
 3.965
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#34
2‐Butanone
Concen:    6.386 ppbv  
RT:   2.564 min  Scan# 765
Delta R.T.  ‐0.003 min
Lab File:   VL041964.D
Acq: 03 Feb 2025  14:59    

Tgt Ion: 43 Resp:  173530
Ion  Ratio  Lower  Upper
 43  100
 72   23.0   18.6   28.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 766 (2.567 min): VL041889.D\data.ms (-76
43.1
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162.5
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Abundance Scan 765 (2.564 min): VL041964.D\data.ms
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209.3156.4 182.9
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50
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Abundance Scan 765 (2.564 min): VL041964.D\data.ms (-61
43.1

72.1

156.4 182.9 209.3
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50000

100000

150000

Time-->

Abundance
 2.564

#51
2‐Hexanone
Concen:    0.724 ppbv m
RT:   7.457 min  Scan# 2277
Delta R.T.  0.003 min
Lab File:   VL041964.D
Acq: 03 Feb 2025  14:59    

Tgt Ion: 43 Resp:   20641
Ion  Ratio  Lower  Upper
 43  100
 58    0.0   40.4   60.6#
 98    0.0    0.2    0.2#

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2276 (7.454 min): VL041889.D\data.ms (-2
43.1

100.1
142.8

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2277 (7.457 min): VL041964.D\data.ms
43.1

85.2
216.9 260.7156.2
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Abundance Scan 2277 (7.457 min): VL041964.D\data.ms (-2
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Abundance
 7.457
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#53
Toluene
Concen:    0.245 ppbv  
RT:   6.946 min  Scan# 2119
Delta R.T.  ‐0.006 min
Lab File:   VL041964.D
Acq: 03 Feb 2025  14:59    

Tgt Ion: 91 Resp:   10474
Ion  Ratio  Lower  Upper
 91  100
 92   63.3   47.4   71.0 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2121 (6.952 min): VL041889.D\data.ms (-2
91.1

39.0
162.6 248.9

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2119 (6.946 min): VL041964.D\data.ms
91.1

39.9

155.2 193.2

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2119 (6.946 min): VL041964.D\data.ms (-1
91.1

51.0
155.2 193.2
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Time-->

Abundance
 6.946

#55
Chlorobenzene‐d5
Concen:   10.000 ppbv  
RT:   8.888 min  Scan# 2719
Delta R.T.  ‐0.006 min
Lab File:   VL041964.D
Acq: 03 Feb 2025  14:59    

Tgt Ion:117 Resp:  382639
Ion  Ratio  Lower  Upper
117  100
 82   63.7   54.2   81.4 
119   31.9   25.0   37.6 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2721 (8.894 min): VL041889.D\data.ms (-2
117.1

82.1

54.1

152.3

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2719 (8.888 min): VL041964.D\data.ms
117.1

82.1

54.1

183.0 247.7

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2719 (8.888 min): VL041964.D\data.ms (-2
117.1

82.0

54.1

183.0 247.7
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50000
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Time-->

Abundance
 8.888
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#58
Ethyl Benzene
Concen:    0.110 ppbv m
RT:   9.364 min  Scan# 2866
Delta R.T.  ‐0.003 min
Lab File:   VL041964.D
Acq: 03 Feb 2025  14:59    

Tgt Ion: 91 Resp:    6571
Ion  Ratio  Lower  Upper
 91  100
106   23.5   23.1   34.7 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2867 (9.367 min): VL041889.D\data.ms (-2
91.1

51.1
156.7

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2866 (9.364 min): VL041964.D\data.ms
91.155.1

126.0 295.5

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2866 (9.364 min): VL041964.D\data.ms (-2
91.1

46.6 126.0 295.5

9.30 9.35 9.40

0

1000

2000

3000

4000

Time-->

Abundance
 9.364

#59
m/p‐Xylene
Concen:    0.274 ppbv m
RT:   9.539 min  Scan# 2920
Delta R.T.  ‐0.026 min
Lab File:   VL041964.D
Acq: 03 Feb 2025  14:59    

Tgt Ion: 91 Resp:   13152
Ion  Ratio  Lower  Upper
 91  100
106    0.0   36.0   54.0#

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2928 (9.564 min): VL041889.D\data.ms (-2
91.0

51.1
139.6 205.0

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2920 (9.539 min): VL041964.D\data.ms
91.1

39.1

126.1 178.3207.4 238.8

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2920 (9.539 min): VL041964.D\data.ms (-2
91.1

39.0

126.1 178.3207.4 238.8
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Time-->

Abundance
 9.539
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#60
o‐Xylene
Concen:    0.156 ppbv  
RT:   9.969 min  Scan# 3053
Delta R.T.  ‐0.010 min
Lab File:   VL041964.D
Acq: 03 Feb 2025  14:59    

Tgt Ion: 91 Resp:    7401
Ion  Ratio  Lower  Upper
 91  100
106   40.5   21.3   63.9 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance Scan 3056 (9.979 min): VL041889.D\data.ms (-3
91.1

51.0 131.0 168.0 234.0

40 60 80 100 120 140 160 180 200 220
0

50
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Abundance Scan 3053 (9.969 min): VL041964.D\data.ms
91.1

55.1

126.1
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Abundance Scan 3053 (9.969 min): VL041964.D\data.ms (-2
91.0
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Time-->

Abundance
 9.969

#62
Isopropylbenzene
Concen:    0.197 ppbv  
RT:  10.545 min  Scan# 3231
Delta R.T.  ‐0.006 min
Lab File:   VL041964.D
Acq: 03 Feb 2025  14:59    

Tgt Ion:105 Resp:   14479
Ion  Ratio  Lower  Upper
105  100
120   27.0   20.3   30.5 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance Scan 3233 (10.552 min): VL041889.D\data.ms (-
105.1

77.1
51.1

40 60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance Scan 3231 (10.545 min): VL041964.D\data.ms
105.2

77.051.0
134.1 208.9

40 60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance Scan 3231 (10.545 min): VL041964.D\data.ms (-
105.2

77.051.0
134.1 208.9

10.50 10.55

0

5000

10000

Time-->

Abundance
10.545
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#68
1‐Bromo‐4‐Fluorobenzene
Concen:   10.196 ppbv  
RT:  10.383 min  Scan# 3181
Delta R.T.  ‐0.006 min
Lab File:   VL041964.D
Acq: 03 Feb 2025  14:59    

Tgt Ion: 95 Resp:  307295
Ion  Ratio  Lower  Upper
 95  100
174   60.5   49.0   73.4 
175    4.8    3.8    5.8 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 3183 (10.390 min): VL041889.D\data.ms (-
95.1

174.1

50.1

141.0 286.0

50 100 150 200 250
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50
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Abundance Scan 3181 (10.383 min): VL041964.D\data.ms
95.1

174.0

50.1

130.0 281.8

50 100 150 200 250
0

50
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Abundance Scan 3181 (10.383 min): VL041964.D\data.ms (-
95.0

174.0

50.0

130.0 281.8

10.35 10.40
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50000

100000

150000

200000

250000

Time-->

Abundance
10.383

#74
1,2,4‐Trimethylbenzene
Concen:    0.176 ppbv  
RT:  11.539 min  Scan# 3538
Delta R.T.  ‐0.010 min
Lab File:   VL041964.D
Acq: 03 Feb 2025  14:59    

Tgt Ion:105 Resp:    9577
Ion  Ratio  Lower  Upper
105  100
120   37.0   41.4   62.2#
 91    9.2   60.2   90.2#
 77    7.1   22.0   33.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance Scan 3541 (11.549 min): VL041889.D\data.ms (-
105.1

77.1
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221.9172.0
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Abundance Scan 3538 (11.539 min): VL041964.D\data.ms
105.1

41.1

69.1
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Abundance Scan 3538 (11.539 min): VL041964.D\data.ms (-
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Abundance
11.539
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