
Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnAbdul 1/22/2025 8:17:54 AM

PP23793,PP24095

PP23673,PP23674,PP23675,PP23676,PP23677,PP23678,PP23679,PP23680,PP23681,PP23682,PP23683

PP23686,PP23690,PP23695

PP23687,PP23693,PP23698

pl012125 8081PL012125

ECD_L

Daily Analysis Runlog For Sequence/QCBatch ID # PL012125

STD. NAME STD REF.#

Supervise By Supervise OnAnkita 1/22/2025 8:30:39 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 HEXANE PL093724.D OkHEXANE 21 Jan 2025  10:03 AR\AJ

2 I.BLK PL093725.D OkI.BLK 21 Jan 2025  10:16 AR\AJ

3 PEM PL093726.D Ok,MPEM 21 Jan 2025  10:30 AR\AJ

4 RESCHK PL093727.D OkRESCHK 21 Jan 2025  10:43 AR\AJ

5 PSTDICC100 PL093728.D OkPSTDICC100 21 Jan 2025  10:57 AR\AJ

6 PSTDICC075 PL093729.D OkPSTDICC075 21 Jan 2025  11:10 AR\AJ

7 PSTDICC050 PL093730.D OkPSTDICC050 21 Jan 2025  11:24 AR\AJ

8 PSTDICC025 PL093731.D OkPSTDICC025 21 Jan 2025  11:38 AR\AJ

9 PSTDICC005 PL093732.D OkPSTDICC005 21 Jan 2025  11:51 AR\AJ

10 PCHLORICC1000 PL093733.D OkPCHLORICC1000 21 Jan 2025  12:05 AR\AJ

11 PCHLORICC750 PL093734.D OkPCHLORICC750 21 Jan 2025  12:18 AR\AJ

12 PCHLORICC500 PL093735.D OkPCHLORICC500 21 Jan 2025  12:32 AR\AJ

13 PCHLORICC250 PL093736.D OkPCHLORICC250 21 Jan 2025  12:45 AR\AJ

14 PCHLORICC050 PL093737.D OkPCHLORICC050 21 Jan 2025  12:59 AR\AJ

15 PTOXICC1000 PL093738.D OkPTOXICC1000 21 Jan 2025  13:12 AR\AJ

16 PTOXICC750 PL093739.D OkPTOXICC750 21 Jan 2025  13:26 AR\AJ

17 PTOXICC500 PL093740.D OkPTOXICC500 21 Jan 2025  13:39 AR\AJ

18 PTOXICC250 PL093741.D OkPTOXICC250 21 Jan 2025  13:53 AR\AJ



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnAbdul 1/22/2025 8:17:54 AM

PP23793,PP24095

PP23673,PP23674,PP23675,PP23676,PP23677,PP23678,PP23679,PP23680,PP23681,PP23682,PP23683

PP23686,PP23690,PP23695

PP23687,PP23693,PP23698

pl012125 8081PL012125

ECD_L

Daily Analysis Runlog For Sequence/QCBatch ID # PL012125

STD. NAME STD REF.#

Supervise By Supervise OnAnkita 1/22/2025 8:30:39 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

19 PTOXICC100 PL093742.D OkPTOXICC100 21 Jan 2025  14:07 AR\AJ

20 PSTDICV050 PL093743.D OkICVPL012125 21 Jan 2025  14:20 AR\AJ

21 PCHLORICV500 PL093744.D Ok,MICVPL012125CHLOR 21 Jan 2025  14:47 AR\AJ

22 PTOXICV500 PL093745.D OkICVPL012125TOX 21 Jan 2025  15:14 AR\AJ

23 I.BLK PL093746.D OkI.BLK 21 Jan 2025  15:41 AR\AJ

24 PEM PL093747.D Ok,MPEM 21 Jan 2025  15:54 AR\AJ

25 PSTDCCC050 PL093748.D Ok,MPSTDCCC050 21 Jan 2025  16:07 AR\AJ

26 Q1093-01RE PL093749.D F Flag coming , DCB high in 2nd 

column

ConfirmsRT-3407RE 21 Jan 2025  16:21 AR\AJ

27 I.BLK PL093750.D OkI.BLK 21 Jan 2025  16:34 AR\AJ

28 PSTDCCC050 PL093751.D OkPSTDCCC050 21 Jan 2025  16:48 AR\AJ

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnAbdul 2/16/2025 12:41:55 PM

PP23793,PP24095

PP23673,PP23674,PP23675,PP23676,PP23677,PP23678,PP23679,PP23680,PP23681,PP23682,PP23683

PP23686,PP23690,PP23695

PP23687,PP23693,PP23698

pl012125 8081PL021425

ECD_L

Daily Analysis Runlog For Sequence/QCBatch ID # PL021425

STD. NAME STD REF.#

Supervise By Supervise OnAnkita 2/17/2025 10:43:50 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 HEXANE PL094187.D OkHEXANE 14 Feb 2025  10:14 AR\AJ

2 I.BLK PL094188.D OkI.BLK 14 Feb 2025  10:28 AR\AJ

3 PEM PL094189.D Ok,MPEM 14 Feb 2025  11:53 AR\AJ

4 PSTDCCC050 PL094190.D Ok,MPSTDCCC050 14 Feb 2025  13:05 AR\AJ

5 PB166712BL PL094191.D Not OkPB166712BL 14 Feb 2025  13:19 AR\AJ

6 PB166700TB PL094192.D OkPB166700TB 14 Feb 2025  13:32 AR\AJ

7 PB166702TB PL094193.D OkPB166702TB 14 Feb 2025  13:46 AR\AJ

8 Q1356-01 PL094194.D OkCARBON-SOLID 14 Feb 2025  14:13 AR\AJ

9 Q1356-03 PL094195.D OkSOIL-PILE 14 Feb 2025  14:26 AR\AJ

10 Q1356-04 PL094196.D OkCARBON-WATER 14 Feb 2025  14:40 AR\AJ

11 Q1356-04MS PL094197.D Ok,MCARBON-WATERMS 14 Feb 2025  14:53 AR\AJ

12 Q1356-04MSD PL094198.D Ok,MCARBON-WATERMSD 14 Feb 2025  15:07 AR\AJ

13 Q1356-05 PL094199.D OkCARBON-FB 14 Feb 2025  15:20 AR\AJ

14 Q1356-06 PL094200.D OkWATER-A 14 Feb 2025  15:34 AR\AJ

15 I.BLK PL094201.D OkI.BLK 14 Feb 2025  16:36 AR\AJ

16 PSTDCCC050 PL094202.D Ok,MPSTDCCC050 14 Feb 2025  16:49 AR\AJ

17 Q1356-07 PL094203.D OkWATER-B 14 Feb 2025  17:03 AR\AJ

18 Q1356-08 PL094204.D OkWATER-FB 14 Feb 2025  17:17 AR\AJ



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnAbdul 2/16/2025 12:41:55 PM

PP23793,PP24095

PP23673,PP23674,PP23675,PP23676,PP23677,PP23678,PP23679,PP23680,PP23681,PP23682,PP23683

PP23686,PP23690,PP23695

PP23687,PP23693,PP23698

pl012125 8081PL021425

ECD_L

Daily Analysis Runlog For Sequence/QCBatch ID # PL021425

STD. NAME STD REF.#

Supervise By Supervise OnAnkita 2/17/2025 10:43:50 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

19 Q1356-09 PL094205.D OkSOIL-FB 14 Feb 2025  17:30 AR\AJ

20 PB166724BL PL094206.D OkPB166724BL 14 Feb 2025  17:44 AR\AJ

21 PB166724BS PL094207.D Comp#2,3 recovery fail Not OkPB166724BS 14 Feb 2025  17:57 AR\AJ

22 Q1366-01 PL094208.D Ok,MHD-01-2132025 14 Feb 2025  18:11 AR\AJ

23 Q1366-01MS PL094209.D Comp#20 recovery fail Ok,MHD-01-2132025MS 14 Feb 2025  18:24 AR\AJ

24 Q1366-01MSD PL094210.D Ok,MHD-01-2132025MSD 14 Feb 2025  18:38 AR\AJ

25 I.BLK PL094211.D OkI.BLK 14 Feb 2025  18:51 AR\AJ

26 PSTDCCC050 PL094212.D Ok,MPSTDCCC050 14 Feb 2025  19:05 AR\AJ

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnAbdul 2/18/2025 8:23:57 AM

PP23793,PP24095

PP23673,PP23674,PP23675,PP23676,PP23677,PP23678,PP23679,PP23680,PP23681,PP23682,PP23683

PP23686,PP23690,PP23695

PP23687,PP23693,PP23698

pl012125 8081PL021725

ECD_L

Daily Analysis Runlog For Sequence/QCBatch ID # PL021725

STD. NAME STD REF.#

Supervise By Supervise OnAnkita 2/20/2025 12:25:25 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 HEXANE PL094214.D OkHEXANE 17 Feb 2025  08:22 AR\AJ

2 I.BLK PL094215.D OkI.BLK 17 Feb 2025  08:50 AR\AJ

3 PEM PL094216.D Ok,MPEM 17 Feb 2025  09:18 AR\AJ

4 PSTDCCC050 PL094217.D OkPSTDCCC050 17 Feb 2025  09:43 AR\AJ

5 PCHLORCCC500 PL094218.D Ok,MPCHLORCCC500 17 Feb 2025  09:56 AR\AJ

6 PTOXCCC500 PL094219.D OkPTOXCCC500 17 Feb 2025  10:09 AR\AJ

7 PB166712BL PL094220.D OkPB166712BL 17 Feb 2025  10:31 AR\AJ

8 PB166712BS PL094221.D OkPB166712BS 17 Feb 2025  10:44 AR\AJ

9 PB166712BS PL094222.D Ok,MPB166712BS 17 Feb 2025  10:59 AR\AJ

10 PB166712BS PL094223.D F Flag coming Not OkPB166712BS 17 Feb 2025  11:28 AR\AJ

11 Q1352-02 PL094224.D Ok,MTAP-IDW-SOIL-021025 17 Feb 2025  11:41 AR\AJ

12 PB166724BS PL094225.D Ok,MPB166724BS 17 Feb 2025  11:55 AR\AJ

13 I.BLK PL094226.D OkI.BLK 17 Feb 2025  12:27 AR\AJ

14 PSTDCCC050 PL094227.D Ok,MPSTDCCC050 17 Feb 2025  12:40 AR\AJ

15 PCHLORCCC500 PL094228.D Ok,MPCHLORCCC500 17 Feb 2025  12:54 AR\AJ

16 PTOXCCC500 PL094229.D Ok,MPTOXCCC500 17 Feb 2025  13:07 AR\AJ

17 PB166740BL PL094230.D OkPB166740BL 17 Feb 2025  13:43 AR\AJ

18 PB166740BS PL094231.D Ok,MPB166740BS 17 Feb 2025  13:58 AR\AJ



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnAbdul 2/18/2025 8:23:57 AM

PP23793,PP24095

PP23673,PP23674,PP23675,PP23676,PP23677,PP23678,PP23679,PP23680,PP23681,PP23682,PP23683

PP23686,PP23690,PP23695

PP23687,PP23693,PP23698

pl012125 8081PL021725

ECD_L

Daily Analysis Runlog For Sequence/QCBatch ID # PL021725

STD. NAME STD REF.#

Supervise By Supervise OnAnkita 2/20/2025 12:25:25 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

19 Q1374-01 PL094232.D Ok,MTR-05-02142025 17 Feb 2025  14:12 AR\AJ

20 Q1372-01 PL094233.D Ok,MAU-05-021425 17 Feb 2025  14:27 AR\AJ

21 Q1372-01MS PL094234.D Ok,MAU-05-021425MS 17 Feb 2025  14:41 AR\AJ

22 Q1372-01MSD PL094235.D Ok,MAU-05-021425MSD 17 Feb 2025  14:54 AR\AJ

23 I.BLK PL094236.D OkI.BLK 17 Feb 2025  15:21 AR\AJ

24 PSTDCCC050 PL094237.D Ok,MPSTDCCC050 17 Feb 2025  15:35 AR\AJ

M : Manual Integration


