
Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 2/11/2025 9:43:42 AM

VP132955

VP132960,VP132961,VP132962,VP132963,VP132964,VP132965

VP132956

VP132966

82X021025W.MVX021025

MSVOA_X

Daily Analysis Runlog For Sequence/QCBatch ID # VX021025

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 2/11/2025 2:05:25 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VX044867.D OkBFB 10 Feb 2025  09:35 JC/MD

2 VSTDICC001 VX044868.D Ok,MVSTDICC001 10 Feb 2025  10:25 JC/MD

3 VSTDICC005 VX044869.D Ok,MVSTDICC005 10 Feb 2025  10:48 JC/MD

4 VSTDICC020 VX044870.D Ok,MVSTDICC020 10 Feb 2025  11:11 JC/MD

5 VSTDICCC050 VX044871.D Ok,MVSTDICCC050 10 Feb 2025  11:34 JC/MD

6 VSTDICC100 VX044872.D Ok,MVSTDICC100 10 Feb 2025  12:05 JC/MD

7 VSTDICC150 VX044873.D Ok,MVSTDICC150 10 Feb 2025  12:28 JC/MD

8 IBLK VX044874.D OkIBLK 10 Feb 2025  12:51 JC/MD

9 VSTDICV050 VX044875.D Ok,MICVVX021025 10 Feb 2025  13:15 JC/MD

10 VX0210MBL01 VX044876.D OkVX0210MBL01 10 Feb 2025  13:43 JC/MD

11 VX0210WBL01 VX044877.D OkVX0210WBL01 10 Feb 2025  14:06 JC/MD

12 VX0210WBS01 VX044878.D Ok,MVX0210WBS01 10 Feb 2025  14:29 JC/MD

13 VX0210WBSD01 VX044879.D Ok,MVX0210WBSD01 10 Feb 2025  14:55 JC/MD

14 Q1250-02 VX044880.D vial B pH<2 OkBP-VPB-192-GW-420-422 10 Feb 2025  15:18 JC/MD

15 Q1250-01 VX044881.D vial B pH<2   TB OkBP-VPB-192-TB-20250127 10 Feb 2025  15:41 JC/MD

16 Q1250-03 VX044882.D vial B pH<2 OkBP-VPB-192-GW-300-302 10 Feb 2025  16:04 JC/MD

17 Q1250-04 VX044883.D vial B pH<2 OkBP-VPB-192-GW-320-322 10 Feb 2025  16:27 JC/MD

18 Q1250-05 VX044884.D vial B pH<2 OkBP-VPB-192-GW-340-342 10 Feb 2025  16:51 JC/MD
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Daily Analysis Runlog For Sequence/QCBatch ID # VX021025

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 2/11/2025 2:05:25 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

19 Q1250-10 VX044885.D vial B pH<2 OkBP-VPB-192-GW-380-382 10 Feb 2025  17:14 JC/MD

20 Q1250-11 VX044886.D vial B pH<2 OkBP-VPB-192-GW-400-402 10 Feb 2025  17:37 JC/MD

21 Q1250-12 VX044887.D vial B pH<2 OkBP-VPB-192-GW-440-442 10 Feb 2025  18:00 JC/MD

22 Q1250-06 VX044888.D vial B pH<2 OkBP-VPB-192-GW-360-362 10 Feb 2025  18:23 JC/MD

23 Q1250-07MS VX044889.D vial B pH<2 Ok,MBP-VPB-192-GW-360-362MS 10 Feb 2025  18:46 JC/MD

24 Q1250-08MSD VX044890.D vial B pH<2 Ok,MBP-VPB-192-GW-360-362MSD 10 Feb 2025  19:09 JC/MD

25 VSTDCCC050 VX044891.D Ok,MVSTDCCC050EC 10 Feb 2025  19:32 JC/MD

M : Manual Integration



Instrument ID:
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Internal Standard/PEM
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Daily Analysis Runlog For Sequence/QCBatch ID # VX021425

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 2/21/2025 1:42:38 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VX044947.D OkBFB 14 Feb 2025  09:35 JC/MD

2 VSTDCCC050 VX044948.D V13516 Ok,MVSTDCCC050 14 Feb 2025  10:04 JC/MD

3 VX0214MBL01 VX044949.D OkVX0214MBL01 14 Feb 2025  10:28 JC/MD

4 VX0214WBL01 VX044950.D OkVX0214WBL01 14 Feb 2025  10:51 JC/MD

5 VX0214WBS01 VX044951.D Ok,MVX0214WBS01 14 Feb 2025  11:14 JC/MD

6 VX0214WBSD01 VX044952.D Ok,MVX0214WBSD01 14 Feb 2025  11:40 JC/MD

7 IBLK VX044953.D OkIBLK 14 Feb 2025  12:02 JC/MD

8 Q1347-01 VX044954.D vial B  EB;Hit Confirmed Not OkBP-VPB-192-EB-20250207 14 Feb 2025  12:26 JC/MD

9 Q1168-09 0.2PPB VX044955.D Ok,MMDL-WATER-03-QT1-2025 14 Feb 2025  12:48 JC/MD

10 Q1168-09 0.5PPB VX044956.D Ok,MMDL-WATER-03-QT1-2025 14 Feb 2025  13:11 JC/MD

11 Q1168-09 0.75PPB VX044957.D Ok,MMDL-WATER-03-QT1-2025 14 Feb 2025  13:34 JC/MD

12 Q1168-09 2.5PPB VX044958.D Ok,MMDL-WATER-03-QT1-2025 14 Feb 2025  13:57 JC/MD

13 PB166701TB VX044959.D OkPB166701TB 14 Feb 2025  14:20 JC/MD

14 Q1352-02 VX044960.D vial A pH#5.0 Ok,MTAP-IDW-SOIL-021025 14 Feb 2025  14:43 JC/MD

15 Q1353-02 VX044961.D vial A pH#5.0 Ok346 14 Feb 2025  15:06 JC/MD

16 Q1356-11 VX044962.D vial A pH#5.0 OkCARBON-SOLID 14 Feb 2025  15:29 JC/MD

17 Q1356-02 VX044963.D vial A pH#5.0 OkSOIL-PILE 14 Feb 2025  15:52 JC/MD

18 Q1363-01 VX044964.D vial A pH<2 OkMW-30D-021125 14 Feb 2025  16:15 JC/MD
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STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 2/21/2025 1:42:38 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

19 Q1363-02 VX044965.D vial A pH<2   EB;Hit of comp.#16 ReRunEB-01-021125 14 Feb 2025  16:38 JC/MD

20 Q1363-03 VX044966.D vial A pH<2  TB OkTB-01-021125 14 Feb 2025  17:01 JC/MD

21 Q1363-07 VX044967.D vial A pH<2 OkVFCC-2-021225 14 Feb 2025  17:25 JC/MD

22 Q1363-08 VX044968.D vial A pH<2 OkVFCC-3-021225 14 Feb 2025  17:48 JC/MD

23 Q1363-09 VX044969.D vial A pH<2 OkMW-33S-021225 14 Feb 2025  18:11 JC/MD

24 Q1363-10 VX044970.D vial A pH<2 OkMW-33S-FD-021225 14 Feb 2025  18:34 JC/MD

25 Q1363-04 VX044971.D vial A pH<2 OkMW-33D-021225 14 Feb 2025  18:57 JC/MD

26 Q1363-05MS VX044972.D vial A pH<2 Ok,MMW-33D-021225MS 14 Feb 2025  19:20 JC/MD

27 Q1363-06MSD VX044973.D vial A pH<2 Ok,MMW-33D-021225MSD 14 Feb 2025  19:43 JC/MD

28 VSTDCCC050 VX044974.D Failed for comp.#06 Ok,MVSTDCCC050EC 14 Feb 2025  20:06 JC/MD

M : Manual Integration


