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Review OnJagrut 2/7/2025 3:49:55 PM
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SP6725
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SP6686
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Daily Analysis Runlog For Sequence/QCBatch ID # BF020625

STD. NAME STD REF.#

Supervise By Supervise Onmohammad 2/7/2025 10:09:12 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 DFTPP BF141471.D OkDFTPP 06 Feb 2025  10:41 RC/JU

2 SSTDICC2.5 BF141472.D OkSSTDICC2.5 06 Feb 2025  11:07 RC/JU

3 SSTDICC005 BF141473.D Compound #32,41,54 and #65 

removed from 5PPM

OkSSTDICC005 06 Feb 2025  11:34 RC/JU

4 SSTDICC010 BF141474.D Ok,MSSTDICC010 06 Feb 2025  12:00 RC/JU

5 SSTDICC020 BF141475.D Ok,MSSTDICC020 06 Feb 2025  12:26 RC/JU

6 SSTDICCC040 BF141476.D The Calibration is Good For 

8270 DOD and good for 625.1 

Method

OkSSTDICCC040 06 Feb 2025  12:55 RC/JU

7 SSTDICC050 BF141477.D OkSSTDICC050 06 Feb 2025  13:21 RC/JU

8 SSTDICC060 BF141478.D OkSSTDICC060 06 Feb 2025  13:47 RC/JU

9 SSTDICC080 BF141479.D Compound #9 removed from 

80ppm

OkSSTDICC080 06 Feb 2025  14:14 RC/JU

10 SSTDICV040 BF141480.D OkICVBF020625 06 Feb 2025  15:03 RC/JU

11 PB166563BL BF141481.D OkPB166563BL 06 Feb 2025  15:43 RC/JU

12 PB166468BS BF141482.D Ok,MPB166468BS 06 Feb 2025  16:09 RC/JU

13 PB166468BSD BF141483.D Ok,MPB166468BSD 06 Feb 2025  16:36 RC/JU

14 PB166468BL BF141484.D OkPB166468BL 06 Feb 2025  17:02 RC/JU

15 Q1214-01RE BF141485.D Surrogate Fail ConfirmsPARAMUS-CONDENSATERE 06 Feb 2025  17:34 RC/JU

16 Q1309-01 BF141486.D OkWC-2 06 Feb 2025  18:00 RC/JU

17 Q1309-05 BF141487.D OkWC-3 06 Feb 2025  18:27 RC/JU
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284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

18 Q1309-09 BF141488.D OkWC-4 06 Feb 2025  18:53 RC/JU

19 Q1309-13 BF141489.D OkWC-5 06 Feb 2025  19:19 RC/JU

20 Q1309-13MS BF141490.D Ok,MWC-5MS 06 Feb 2025  19:45 RC/JU

21 Q1309-13MSD BF141491.D Ok,MWC-5MSD 06 Feb 2025  20:11 RC/JU

22 Q1309-17 BF141492.D OkWC-6 06 Feb 2025  20:37 RC/JU

23 Q1309-21 BF141493.D OkWC-8 06 Feb 2025  21:03 RC/JU

24 Q1216-04 BF141494.D OkJPP-18.1-012825 06 Feb 2025  21:30 RC/JU

M : Manual Integration



Instrument ID:

ICV/I.BLK
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Daily Analysis Runlog For Sequence/QCBatch ID # BF021925

STD. NAME STD REF.#

Supervise By Supervise OnJagrut 2/20/2025 2:42:14 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 DFTPP BF141670.D OkDFTPP 19 Feb 2025  12:18 RC/JU

2 SSTDCCC040 BF141671.D OkSSTDCCC040 19 Feb 2025  12:47 RC/JU

3 PB166772BL BF141672.D USE For Only Q1382 (DOD) OkPB166772BL 19 Feb 2025  13:43 RC/JU

4 PB166772BS BF141673.D USE For Only Q1382(DOD) Ok,MPB166772BS 19 Feb 2025  14:12 RC/JU

5 Q1382-01 BF141674.D OkOU4-PCS-TC-01-021725 19 Feb 2025  14:46 RC/JU

6 Q1382-03 BF141675.D OkOU4-PCS-TC-02-021725 19 Feb 2025  15:16 RC/JU

7 Q1382-05 BF141676.D OkOU4-PCS-TC-03-021725 19 Feb 2025  15:45 RC/JU

8 Q1382-05MS BF141677.D Ok,MOU4-PCS-TC-03-021725MS 19 Feb 2025  16:15 RC/JU

9 Q1382-05MSD BF141678.D Ok,MOU4-PCS-TC-03-021725MSD 19 Feb 2025  16:44 RC/JU

10 Q1382-07 BF141679.D OkOU4-PCS-TC-04-021725 19 Feb 2025  17:14 RC/JU

11 Q1382-09 BF141680.D OkOU4-PCS-TC-05-021725 19 Feb 2025  17:43 RC/JU

12 Q1382-11 BF141681.D OkOU4-PCS-TC-06-021725 19 Feb 2025  18:12 RC/JU

13 Q1382-13 BF141682.D OkOU4-PCS-TC-07-021725 19 Feb 2025  18:42 RC/JU

14 Q1382-15 BF141683.D OkOU4-PCS-TC-08-021725 19 Feb 2025  19:11 RC/JU

15 Q1382-17 BF141684.D OkOU4-PCS-TC-09-021725 19 Feb 2025  19:41 RC/JU

16 Q1382-19 BF141685.D OkOU4-PCS-TC-10-021725 19 Feb 2025  20:10 RC/JU

17 Q1383-01 BF141686.D OkOU4-PCS-TC-11-021725 19 Feb 2025  20:39 RC/JU

18 Q1383-03 BF141687.D OkOU4-PCS-TC-12-021725 19 Feb 2025  21:09 RC/JU
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Daily Analysis Runlog For Sequence/QCBatch ID # BF021925

STD. NAME STD REF.#

Supervise By Supervise OnJagrut 2/20/2025 2:42:14 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

19 Q1383-05 BF141688.D OkOU4-PCS-TC-13-021725 19 Feb 2025  21:38 RC/JU

20 Q1383-07 BF141689.D OkOU4-PCS-TC-14-021725 19 Feb 2025  22:07 RC/JU

21 Q1383-09 BF141690.D OkOU4-PCS-TC-15-021725 19 Feb 2025  22:37 RC/JU

22 Q1383-09MS BF141691.D Ok,MOU4-PCS-TC-15-021725MS 19 Feb 2025  23:06 RC/JU

23 Q1383-09MSD BF141692.D Ok,MOU4-PCS-TC-15-021725MSD 19 Feb 2025  23:36 RC/JU

24 SSTDCCC040 BF141693.D Ok,MSSTDCCC040EC 20 Feb 2025  00:05 RC/JU

M : Manual Integration


