
Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJagrut 2/7/2025 3:49:55 PM

SP6717

SP6722,SP6723,SP6724,SP6725,SP6726,SP6727,SP6728,SP6729

SP6725

S12650,10ul/1000ul sample

BNA_F

SP6686

bf020625BF020625

BNA_F

Daily Analysis Runlog For Sequence/QCBatch ID # BF020625

STD. NAME STD REF.#

Supervise By Supervise Onmohammad 2/7/2025 10:09:12 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 DFTPP BF141471.D OkDFTPP 06 Feb 2025  10:41 RC/JU

2 SSTDICC2.5 BF141472.D OkSSTDICC2.5 06 Feb 2025  11:07 RC/JU

3 SSTDICC005 BF141473.D Compound #32,41,54 and #65 

removed from 5PPM

OkSSTDICC005 06 Feb 2025  11:34 RC/JU

4 SSTDICC010 BF141474.D Ok,MSSTDICC010 06 Feb 2025  12:00 RC/JU

5 SSTDICC020 BF141475.D Ok,MSSTDICC020 06 Feb 2025  12:26 RC/JU

6 SSTDICCC040 BF141476.D The Calibration is Good For 

8270 DOD and good for 625.1 

Method

OkSSTDICCC040 06 Feb 2025  12:55 RC/JU

7 SSTDICC050 BF141477.D OkSSTDICC050 06 Feb 2025  13:21 RC/JU

8 SSTDICC060 BF141478.D OkSSTDICC060 06 Feb 2025  13:47 RC/JU

9 SSTDICC080 BF141479.D Compound #9 removed from 

80ppm

OkSSTDICC080 06 Feb 2025  14:14 RC/JU

10 SSTDICV040 BF141480.D OkICVBF020625 06 Feb 2025  15:03 RC/JU

11 PB166563BL BF141481.D OkPB166563BL 06 Feb 2025  15:43 RC/JU

12 PB166468BS BF141482.D Ok,MPB166468BS 06 Feb 2025  16:09 RC/JU

13 PB166468BSD BF141483.D Ok,MPB166468BSD 06 Feb 2025  16:36 RC/JU

14 PB166468BL BF141484.D OkPB166468BL 06 Feb 2025  17:02 RC/JU

15 Q1214-01RE BF141485.D Surrogate Fail ConfirmsPARAMUS-CONDENSATERE 06 Feb 2025  17:34 RC/JU

16 Q1309-01 BF141486.D OkWC-2 06 Feb 2025  18:00 RC/JU

17 Q1309-05 BF141487.D OkWC-3 06 Feb 2025  18:27 RC/JU



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJagrut 2/7/2025 3:49:55 PM

SP6717

SP6722,SP6723,SP6724,SP6725,SP6726,SP6727,SP6728,SP6729

SP6725

S12650,10ul/1000ul sample

BNA_F

SP6686

bf020625BF020625

BNA_F

Daily Analysis Runlog For Sequence/QCBatch ID # BF020625

STD. NAME STD REF.#

Supervise By Supervise Onmohammad 2/7/2025 10:09:12 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

18 Q1309-09 BF141488.D OkWC-4 06 Feb 2025  18:53 RC/JU

19 Q1309-13 BF141489.D OkWC-5 06 Feb 2025  19:19 RC/JU

20 Q1309-13MS BF141490.D Ok,MWC-5MS 06 Feb 2025  19:45 RC/JU

21 Q1309-13MSD BF141491.D Ok,MWC-5MSD 06 Feb 2025  20:11 RC/JU

22 Q1309-17 BF141492.D OkWC-6 06 Feb 2025  20:37 RC/JU

23 Q1309-21 BF141493.D OkWC-8 06 Feb 2025  21:03 RC/JU

24 Q1216-04 BF141494.D OkJPP-18.1-012825 06 Feb 2025  21:30 RC/JU

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review Onanahy 2/26/2025 11:15:06 AM

SP6717

SP6722,SP6723,SP6724,SP6725,SP6726,SP6727,SP6728,SP6729

SP6725

S12652,10ul/1000ul sample

BNA_F

SP6686

bf020625BF022525

BNA_F

Daily Analysis Runlog For Sequence/QCBatch ID # BF022525

STD. NAME STD REF.#

Supervise By Supervise Onmohammad 2/28/2025 7:32:59 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 DFTPP BF141754.D OkDFTPP 25 Feb 2025  09:06 RC/JU

2 SSTDCCC040 BF141755.D OkSSTDCCC040 25 Feb 2025  10:34 RC/JU

3 PB166840BL BF141756.D OkPB166840BL 25 Feb 2025  11:04 RC/JU

4 PB166840BS BF141757.D Ok,MPB166840BS 25 Feb 2025  11:33 RC/JU

5 PB166843BL BF141758.D OkPB166843BL 25 Feb 2025  12:03 RC/JU

6 PB166843BS BF141759.D Ok,MPB166843BS 25 Feb 2025  12:33 RC/JU

7 PB166824TB BF141760.D OkPB166824TB 25 Feb 2025  13:02 RC/JU

8 Q1421-01 BF141761.D OkP001-CLAY-CF01-01 25 Feb 2025  13:37 RC/JU

9 Q1421-02MS BF141762.D Ok,MP001-CLAY-CF01-01MS 25 Feb 2025  14:07 RC/JU

10 Q1421-03MSD BF141763.D Ok,MP001-CLAY-CF01-01MSD 25 Feb 2025  14:36 RC/JU

11 Q1421-07 BF141764.D OkP001-CLAY-CF01-02 25 Feb 2025  15:06 RC/JU

12 Q1421-09 BF141765.D OkP001-CLAY-CF02-01 25 Feb 2025  15:35 RC/JU

13 Q1415-04 BF141766.D OkB-172-SB02 25 Feb 2025  16:05 RC/JU

14 Q1415-03 BF141767.D OkB-163-SB02 25 Feb 2025  16:35 RC/JU

15 Q1415-02 BF141768.D OkB-172-SB01 25 Feb 2025  17:05 RC/JU

16 Q1415-01 BF141769.D OkB-163-SB01 25 Feb 2025  17:34 RC/JU

17 Q1420-01 BF141770.D OkTP-1-WC 25 Feb 2025  18:04 RC/JU

18 Q1420-05 BF141771.D Internal Standard Fail ReRunTP-2-WC 25 Feb 2025  18:34 RC/JU



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review Onanahy 2/26/2025 11:15:06 AM

SP6717

SP6722,SP6723,SP6724,SP6725,SP6726,SP6727,SP6728,SP6729

SP6725

S12652,10ul/1000ul sample

BNA_F

SP6686

bf020625BF022525

BNA_F

Daily Analysis Runlog For Sequence/QCBatch ID # BF022525

STD. NAME STD REF.#

Supervise By Supervise Onmohammad 2/28/2025 7:32:59 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

19 Q1416-01 BF141772.D OkOK-01-022425 25 Feb 2025  19:03 RC/JU

20 Q1418-01 BF141773.D Ok,MTR-06-02242025 25 Feb 2025  19:33 RC/JU

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review Onanahy 2/27/2025 10:16:58 AM

SP6717

SP6722,SP6723,SP6724,SP6725,SP6726,SP6727,SP6728,SP6729

SP6725

S12653,10ul/1000ul sample

BNA_F

SP6686

bf020625BF022625

BNA_F

Daily Analysis Runlog For Sequence/QCBatch ID # BF022625

STD. NAME STD REF.#

Supervise By Supervise OnJagrut 2/27/2025 12:20:32 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 DFTPP BF141774.D OkDFTPP 26 Feb 2025  10:16 RC/JU

2 SSTDCCC040 BF141775.D OkSSTDCCC040 26 Feb 2025  10:45 RC/JU

3 PB166853BL BF141776.D OkPB166853BL 26 Feb 2025  11:49 RC/JU

4 PB166853BS BF141777.D Ok,MPB166853BS 26 Feb 2025  12:19 RC/JU

5 PB166870BL BF141778.D OkPB166870BL 26 Feb 2025  12:56 RC/JU

6 PB166870BS BF141779.D Ok,MPB166870BS 26 Feb 2025  13:26 RC/JU

7 PB166875BL BF141780.D OkPB166875BL 26 Feb 2025  13:55 RC/JU

8 PB166875BS BF141781.D Ok,MPB166875BS 26 Feb 2025  14:24 RC/JU

9 PB166875BSD BF141782.D Ok,MPB166875BSD 26 Feb 2025  14:54 RC/JU

10 Q1422-01 BF141783.D OkB-154-SB01 26 Feb 2025  15:29 RC/JU

11 Q1422-01MS BF141784.D Ok,MB-154-SB01MS 26 Feb 2025  15:59 RC/JU

12 Q1422-01MSD BF141785.D Ok,MB-154-SB01MSD 26 Feb 2025  16:28 RC/JU

13 Q1422-02 BF141786.D OkB-154-SB02 26 Feb 2025  16:57 RC/JU

14 Q1415-06 BF141787.D OkB-173-GW01 26 Feb 2025  17:27 RC/JU

15 Q1415-05 BF141788.D OkFB02222025 26 Feb 2025  17:56 RC/JU

16 Q1427-01 BF141789.D Ok,MVNJ-227 26 Feb 2025  18:25 RC/JU

17 Q1420-05 BF141790.D OkTP-2-WC 26 Feb 2025  18:55 RC/JU

18 Q1428-01 BF141791.D Ok,MNB-07-022525 26 Feb 2025  19:25 RC/JU



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review Onanahy 2/27/2025 10:16:58 AM

SP6717

SP6722,SP6723,SP6724,SP6725,SP6726,SP6727,SP6728,SP6729

SP6725

S12653,10ul/1000ul sample

BNA_F

SP6686

bf020625BF022625

BNA_F

Daily Analysis Runlog For Sequence/QCBatch ID # BF022625

STD. NAME STD REF.#

Supervise By Supervise OnJagrut 2/27/2025 12:20:32 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

M : Manual Integration


