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AreaCount Conc. Response FactorRT_Min RT_Max AVGRF %DEV
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Aliphatic C9-C12 8795568.000 60.000 3.104 6.369 146592.800 141035.502 -3.940

Aliphatic C12-C16 5630378.000 40.000 6.370 9.754 140759.450 136654.515 -3.004

Aliphatic C16-C21 8123361.000 60.000 9.755 13.107 135389.350 131630.895 -2.855

Aliphatic C21-C28 10221769.000 80.000 13.108 16.761 127772.113 122691.322 -4.141

Aliphatic C28-C40 13145019.000 120.000 16.762 21.565 109541.825 102846.462 -6.510

Aliphatic EPH 45916095.000 360.000 3.104 21.565 127544.708 122175.127 -4.395


