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Aliphatic C9-C12 8509686.000 60.000 3.104 6.369 141828.100 141035.502 -0.562

Aliphatic C12-C16 5481187.000 40.000 6.370 9.754 137029.675 136654.515 -0.275

Aliphatic C16-C21 7916038.000 60.000 9.755 13.107 131933.967 131630.895 -0.230

Aliphatic C21-C28 9904656.000 80.000 13.108 16.761 123808.200 122691.322 -0.910

Aliphatic C28-C40 13174250.000 120.000 16.762 21.565 109785.417 102846.462 -6.747

Aliphatic EPH 44985817.000 360.000 3.104 21.565 124960.603 122175.127 -2.280


