
                                        DFTPP

  Data Path : Z:\svoasrv\HPCHEM1\BNA_M\Data\BM022825\
  Data File : BM049674.D                                          
  Acq On    : 28 Feb 2025  09:17
  Operator  : RC/JU
  Sample    : DFTPP
  Misc      :  
  ALS Vial  : 1   Sample Multiplier: 1

  Integration File: rteint.p

  Method    : Z:\svoasrv\HPCHEM1\BNA_M\Methods\8270‐BM020525.M
  Title     : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
  Last Update  : Thu Feb 06 04:55:28 2025
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Abundance TIC: BM049674.D\data.ms
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Abundance Average of 17.633 to 17.645 min.: BM049674.D\data.ms (-)
197.9

442.1255.0

77.1 127.0

51.0

224.0
296.0167.098.0 365.0323.0 403.0 503.1475.1343.9

AutoFind: Scans 2490, 2491, 2492; Background Corrected with Scan 2483

| Target | Rel. to | Lower  | Upper  |  Rel.  |    Raw   |   Result  |
|  Mass  |  Mass   | Limit% | Limit% |  Abn%  |    Abn   | Pass/Fail |
‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
|   51   |   198   |    10  |    80  |  32.0  |   168688 |   PASS    |
|   68   |    69   |  0.00  |     2  |   1.7  |     3318 |   PASS    |
|   69   |   198   |  0.00  |   100  |  37.4  |   196930 |   PASS    |
|   70   |    69   |  0.00  |     2  |   0.5  |      997 |   PASS    |
|  127   |   198   |    10  |    80  |  42.6  |   224235 |   PASS    |
|  197   |   198   |  0.00  |     2  |   0.4  |     2225 |   PASS    |
|  198   |   198   |   100  |   100  | 100.0  |   526805 |   PASS    |
|  199   |   198   |     5  |     9  |   6.9  |    36216 |   PASS    |
|  275   |   198   |    10  |    60  |  24.1  |   127184 |   PASS    |
|  365   |   198   |     1  |   100  |   3.3  |    17645 |   PASS    |
|  441   |   198   |  0.01  |   100  |  10.2  |    53744 |   PASS    |
|  442   |   442   |    50  |   100  | 100.0  |   330283 |   PASS    |
|  443   |   442   |    15  |    24  |  19.7  |    65032 |   PASS    |
‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
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DDT Breakdown

Date Instrument Name DFTPP Data File
2/28/2025 BNA_M BM049674.D

Compound Name Response Retention Time

DDT 1525583 20.668
DDD 20140 20.227
DDE 6448 19.721

SUM(DDD+DDE) SUM(DDT+DDD+DDE) % Breakdown Of DDT

26588 1552171 1.71
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                                        Quantitation Report (Qedit)

  Data Path : Z:\svoasrv\HPCHEM1\BNA_M\Data\BM022825\
  Data File : BM049674.D                                          
  Acq On    : 28 Feb 2025  09:17
  Operator  : RC/JU
  Sample    : DFTPP
  Misc      :  
  ALS Vial  : 1   Sample Multiplier: 1

  Quant Time: Feb 28 18:13:43 2025
  Quant Method : Z:\svoasrv\HPCHEM1\BNA_M\Methods\8270‐BM020525.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
  QLast Update : Thu Feb 06 04:55:28 2025
  Response via : Initial Calibration
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Abundance Ion 265.70 (265.40 to 266.40): BM049674.D\data.ms
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Ion 268.00 (267.70 to 268.70): BM049674.D\data.ms
Ion 264.00 (263.70 to 264.70): BM049674.D\data.ms

40 60 80 100 120 140 160 180 200 220 240 260 280 300 320 340 360 380 400

200000

m/z-->

Abundance Scan 2355 (16.839 min): BM049674.D\data.ms
265.8

164.9

201.995.0 129.9 229.960.0
36.0 114.9 144.979.0 180.9 281.0 355.0248.9 327.0 400.9
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m/z-->

Abundance Scan 2357 (16.851 min): BM049568.D\data.ms (-2350) (-)
265.8

164.9

95.0 201.9129.9 229.860.0
36.0 114.9 144.979.0 331.7180.9 281.1248.8

TIC: BM049674.D\data.ms

  0.00        0.00     0.00   

264.00       62.50    63.84   

268.00       63.50    64.87   

265.70      100.00   100.00

  Ion         Exp%     Act%

response     486633       

16.839min (-0.012)  32194.44 ng   

(70)  Pentachlorophenol (C)
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                                        Quantitation Report (Qedit)

  Data Path : Z:\svoasrv\HPCHEM1\BNA_M\Data\BM022825\
  Data File : BM049674.D                                          
  Acq On    : 28 Feb 2025  09:17
  Operator  : RC/JU
  Sample    : DFTPP
  Misc      :  
  ALS Vial  : 1   Sample Multiplier: 1

  Quant Time: Feb 28 18:13:43 2025
  Quant Method : Z:\svoasrv\HPCHEM1\BNA_M\Methods\8270‐BM020525.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
  QLast Update : Thu Feb 06 04:55:28 2025
  Response via : Initial Calibration
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Abundance Ion 184.00 (183.70 to 184.70): BM049674.D\data.ms
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Ion 185.00 (184.70 to 185.70): BM049674.D\data.ms
Ion 183.00 (182.70 to 183.70): BM049674.D\data.ms
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Abundance Scan 2795 (19.427 min): BM049674.D\data.ms
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Abundance Scan 2797 (19.439 min): BM049568.D\data.ms (-2790) (-)
184.1

92.0 156.1130.065.039.0 114.0 207.0 281.0252.1 310.1

TIC: BM049674.D\data.ms

  0.00        0.00     0.00   

183.00       11.10    11.11   

185.00       14.50    14.11   

184.00      100.00   100.00

  Ion         Exp%     Act%

response    2304454       

19.427min (-0.012)  109569.14 ng   

(77)  Benzidine
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