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MS/MSD Standard

Surrogate Standard
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284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 DFTPP617 BP024143.D OkDFTPP617 04 Mar 2025  08:57 RC/JU

2 SSTD00585 BP024144.D Ok,MSSTD005623 04 Mar 2025  09:37 RC/JU

3 SSTD01086 BP024145.D Ok,MSSTD010624 04 Mar 2025  10:18 RC/JU

4 SSTD02087 BP024146.D Ok,MSSTD020625 04 Mar 2025  10:59 RC/JU

5 SSTD04088 BP024147.D Ok,MSSTD040626 04 Mar 2025  11:39 RC/JU

6 SSTD08089 BP024148.D Ok,MSSTD080627 04 Mar 2025  12:20 RC/JU

7 SSTD16090 BP024149.D Ok,MSSTD160628 04 Mar 2025  13:01 RC/JU

8 SSTDICV020 BP024150.D Ok,MSICV629 04 Mar 2025  15:04 RC/JU

9 PB166554BL BP024151.D OkSBLK554 04 Mar 2025  16:55 RC/JU

10 Q1469-10 BP024152.D OkSVOC-GPC2-BLANK 04 Mar 2025  17:35 RC/JU

11 SSTDCCC020EC BP024153.D OkSSTD020664 04 Mar 2025  18:16 RC/JU

M : Manual Integration


