
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\voasrv\HPCHEM1\MSVOA_L\Data\VL030525\
  Data File : VL042100.D                                          
  Acq On    : 05 Mar 2025  12:45
  Operator  : SY/MD
  Sample    : Q1483‐02
  Misc      : 400mL/MSVOA_L
  ALS Vial  : 1   Sample Multiplier: 1
 
  Quant Time: Mar 06 01:06:23 2025
  Quant Method : Z:\voasrv\HPCHEM1\MSVOA_L\methods\VL022525AIR.M
  Quant Title  : AIR ANALYSIS BY METHOD TO‐15   Instrument: MSVOA_LFri Aug 26 06:05:16 2022
  QLast Update : Wed Feb 26 01:08:36 2025
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
   Internal Standards
     1) Bromochloromethane          2.806   49   164636    10.000 ppbv     0.00
    33) 1,4‐Difluorobenzene         3.984  114   383796    10.000 ppbv     0.00
    55) Chlorobenzene‐d5            8.907  117   323657    10.000 ppbv     0.00
 
   System Monitoring Compounds                                        
    68) 1‐Bromo‐4‐Fluorobenzene    10.399   95   236227     9.487 ppbv    0.00  
     Spiked Amount     10.000   Range  65 ‐ 135    Recovery   =   94.900% 
 
   Target Compounds                                                   Qvalue
     2) Dichlorodifluoromethane     1.505   85    10074     0.588 ppbv      99
     3) Chlorodifluoromethane       1.482   51   117117     4.895 ppbv      94
     4) Chloromethane               1.541   50     4722     0.746 ppbv #    88
     7) Chloroethane                1.712   64     1286     0.529 ppbv #    78
     9) Propene                     1.495   41    62252m    6.386 ppbv        
    10) Heptane                     5.017   43     6441m    0.212 ppbv        
    11) Trichlorofluoromethane      1.887  101    11993     0.699 ppbv      93
    13) Ethanol                     1.735   45  1322710  2137.524 ppbv      98
    15) Acetone                     1.845   43  1668409   114.753 ppbv #    84
    19) Isopropyl Alcohol           1.916   45  5585741   668.826 ppbv #    34
    20) Methylene Chloride          2.075   84   109826    19.970 ppbv      93
    25) Ethyl Acetate               2.858   43   109349     1.879 ppbv #    88
    27) Carbon Disulfide            2.162   76     1935     0.121 ppbv #    60
    29) Chloroform                  2.868   83    24361     0.769 ppbv #    83
    31) cis‐1,2‐Dichloroethene      2.742   61    13521     0.607 ppbv      94
    34) 2‐Butanone                  2.576   43    36674     1.227 ppbv      99
    35) Carbon Tetrachloride        3.784  117     2378m    0.090 ppbv        
    36) Benzene                     3.680   78     9735     0.242 ppbv #    82
    38) Trichloroethene             4.580  130    15072m    0.919 ppbv        
    41) Tetrahydrofuran             3.088   42    15212m    0.861 ppbv        
    43) Methyl Methacrylate         4.920   69    63798     4.066 ppbv      96
    49) Bromoform                   9.509  173     2024m    0.096 ppbv        
    52) Tetrachloroethene           8.254  164   542455    39.439 ppbv      96
    53) Toluene                     6.975   91    19809     0.441 ppbv      98
    59) m/p‐Xylene                  9.555   91     8116m    0.171 ppbv        
    74) 1,2,4‐Trimethylbenzene     11.555  105     5959     0.105 ppbv #    69
    76) 1,4‐Dichlorobenzene        11.694  146     6297     0.194 ppbv      91
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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1,
4-

D
ic

hl
or

ob
en

ze
ne

,T
1,

2,
4-

T
rim

et
hy

lb
en

ze
ne

,T

1-
B

ro
m

o-
4-

F
lu

or
ob

en
ze

ne
,S

m
/p

-X
yl

en
e,

T
B

ro
m

of
or

m
,T

C
hl

or
ob

en
ze

ne
-d

5,
I

T
et

ra
ch

lo
ro

et
he

ne
,T

T
ol

ue
ne

,T

H
ep

ta
ne

,TM
et

hy
l M

et
ha

cr
yl

at
e

T
ric

hl
or

oe
th

en
e,

T

1,
4-

D
ifl

uo
ro

be
nz

en
e,

I
C

ar
bo

n 
T

et
ra

ch
lo

rid
e,

T
B

en
ze

ne
,T

T
et

ra
hy

dr
of

ur
an

,T
C

hl
or

of
or

m
,T

E
th

yl
 A

ce
ta

te
,T

B
ro

m
oc

hl
or

om
et

ha
ne

,I
ci

s-
1,

2-
D

ic
hl

or
oe

th
en

e,
T

2-
B

ut
an

on
e,

T

C
ar

bo
n 

D
is

ul
fid

e,
T

M
et

hy
le

ne
 C

hl
or

id
e,

T
Is

op
ro

py
l A

lc
oh

ol
,T

T
ric

hl
or

of
lu

or
om

et
ha

ne
,T

A
ce

to
ne

,T
E

th
an

ol
C

hl
or

oe
th

an
e

C
hl

or
om

et
ha

ne
P

ro
pe

ne
,T

C
hl

or
od

ifl
uo

ro
m

et
ha

ne
D

ic
hl

or
od

ifl
uo

ro
m

et
ha

ne
,T

VL022525AIR.M Thu Mar 06 14:04:45 2025                                                      Page: 2

Instrument :
MSVOA_L
ClientSampleId :
IA2

Manual Integrations
APPROVED

Reviewed By :Semsettin Yesilyurt     03/06/2025
Supervised By :Mahesh Dadoda     03/06/2025



#1
Bromochloromethane
Concen:   10.000 ppbv  
RT:   2.806 min  Scan# 840
Delta R.T.  0.006 min
Lab File:   VL042100.D
Acq: 05 Mar 2025  12:45    

Tgt Ion: 49 Resp:  164636
Ion  Ratio  Lower  Upper
 49  100
128   42.4   21.6   64.8 
130   54.6   27.8   83.4 

Ref
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#2
Dichlorodifluoromethane
Concen:    0.588 ppbv  
RT:   1.505 min  Scan# 438
Delta R.T.  0.003 min
Lab File:   VL042100.D
Acq: 05 Mar 2025  12:45    

Tgt Ion: 85 Resp:   10074
Ion  Ratio  Lower  Upper
 85  100
 87   32.3   26.4   39.6 
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#3
Chlorodifluoromethane
Concen:    4.895 ppbv  
RT:   1.482 min  Scan# 431
Delta R.T.  0.003 min
Lab File:   VL042100.D
Acq: 05 Mar 2025  12:45    

Tgt Ion: 51 Resp:  117117
Ion  Ratio  Lower  Upper
 51  100
 67   14.6   13.7   20.5 

Ref
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Abundance
 1.483

#4
Chloromethane
Concen:    0.746 ppbv  
RT:   1.541 min  Scan# 449
Delta R.T.  0.003 min
Lab File:   VL042100.D
Acq: 05 Mar 2025  12:45    

Tgt Ion: 50 Resp:    4722
Ion  Ratio  Lower  Upper
 50  100
 52   38.3   25.4   38.0#
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#7
Chloroethane
Concen:    0.529 ppbv  
RT:   1.712 min  Scan# 502
Delta R.T.  0.003 min
Lab File:   VL042100.D
Acq: 05 Mar 2025  12:45    

Tgt Ion: 64 Resp:    1286
Ion  Ratio  Lower  Upper
 64  100
 66   22.5   28.4   42.6#
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#9
Propene
Concen:    6.386 ppbv m
RT:   1.495 min  Scan# 435
Delta R.T.  0.006 min
Lab File:   VL042100.D
Acq: 05 Mar 2025  12:45    

Tgt Ion: 41 Resp:   62252
Ion  Ratio  Lower  Upper
 41  100
 42   60.3   55.8   83.6 
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#10
Heptane
Concen:    0.212 ppbv m
RT:   5.017 min  Scan# 1523
Delta R.T.  0.009 min
Lab File:   VL042100.D
Acq: 05 Mar 2025  12:45    

Tgt Ion: 43 Resp:    6441
Ion  Ratio  Lower  Upper
 43  100
 57   37.2   39.4   59.0#

Ref
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#11
Trichlorofluoromethane
Concen:    0.699 ppbv  
RT:   1.887 min  Scan# 556
Delta R.T.  0.003 min
Lab File:   VL042100.D
Acq: 05 Mar 2025  12:45    

Tgt Ion:101 Resp:   11993
Ion  Ratio  Lower  Upper
101  100
103   68.6   50.6   75.8 
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#13
Ethanol
Concen: 2137.524 ppbv  
RT:   1.735 min  Scan# 509
Delta R.T.  0.006 min
Lab File:   VL042100.D
Acq: 05 Mar 2025  12:45    

Tgt Ion: 45 Resp: 1322710
Ion  Ratio  Lower  Upper
 45  100
 46   41.1   17.1   68.3 

Ref
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#15
Acetone
Concen:  114.753 ppbv  
RT:   1.845 min  Scan# 543
Delta R.T.  0.003 min
Lab File:   VL042100.D
Acq: 05 Mar 2025  12:45    

Tgt Ion: 43 Resp: 1668409
Ion  Ratio  Lower  Upper
 43  100
 58   33.9   20.7   31.1#
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 1.845
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#19
Isopropyl Alcohol
Concen:  668.826 ppbv  
RT:   1.916 min  Scan# 565
Delta R.T.  0.022 min
Lab File:   VL042100.D
Acq: 05 Mar 2025  12:45    

Tgt Ion: 45 Resp: 5585741
Ion  Ratio  Lower  Upper
 45  100
 58    1.4   35.3   52.9#

Ref
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Abundance Scan 558 (1.894 min): VL042041.D\data.ms (-55
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Abundance Scan 565 (1.916 min): VL042100.D\data.ms (-40
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Abundance
 1.916

#20
Methylene Chloride
Concen:   19.970 ppbv  
RT:   2.075 min  Scan# 614
Delta R.T.  0.006 min
Lab File:   VL042100.D
Acq: 05 Mar 2025  12:45    

Tgt Ion: 84 Resp:  109826
Ion  Ratio  Lower  Upper
 84  100
 49  148.7  130.0  195.0 
 51   45.6   37.4   56.0 
 86   60.4   48.6   72.8 

Ref

Raw

Sub
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Abundance Scan 612 (2.069 min): VL042041.D\data.ms (-60
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245.1 289.5196.4129.2163.5

50 100 150 200 250
0

50

m/z-->

Abundance Scan 614 (2.075 min): VL042100.D\data.ms (-45
49.0

84.0

129.2 176.1 245.1 285.6

2.04 2.06 2.08 2.10

0

50000

100000

150000

200000

Time-->

Abundance

 2.075
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#25
Ethyl Acetate
Concen:    1.879 ppbv  
RT:   2.858 min  Scan# 856
Delta R.T.  0.006 min
Lab File:   VL042100.D
Acq: 05 Mar 2025  12:45    

Tgt Ion: 43 Resp:  109349
Ion  Ratio  Lower  Upper
 43  100
 45   19.0    8.1   12.1#
 61   11.1    7.2   10.8#
 70    9.8    6.7   10.1 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 854 (2.852 min): VL042041.D\data.ms (-83
43.0

83.0

116.9 154.2 200.8 237.1

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 856 (2.858 min): VL042100.D\data.ms
43.0

70.1
109.0 178.3

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 856 (2.858 min): VL042100.D\data.ms (-70
43.0

70.1
109.0 178.3

2.80 2.85 2.90

0

20000

40000

60000

80000

Time-->

Abundance
 2.858

#27
Carbon Disulfide
Concen:    0.121 ppbv  
RT:   2.162 min  Scan# 641
Delta R.T.  0.003 min
Lab File:   VL042100.D
Acq: 05 Mar 2025  12:45    

Tgt Ion: 76 Resp:    1935
Ion  Ratio  Lower  Upper
 76  100
 44    0.0   16.2   24.2#
 78   24.3    9.4   14.0#

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 640 (2.159 min): VL042041.D\data.ms (-63
76.0

38.1 151.0112.8 298.0

50 100 150 200 250
0

50

m/z-->

Abundance Scan 641 (2.162 min): VL042100.D\data.ms
44.0

100.9 152.8 287.4203.0 243.9

50 100 150 200 250
0

50

m/z-->

Abundance Scan 641 (2.162 min): VL042100.D\data.ms (-48
44.0

77.9 152.8 287.4243.9202.9

2.14 2.16 2.18

0

2000

4000

6000

8000

Time-->

Abundance

 2.162
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#29
Chloroform
Concen:    0.769 ppbv  
RT:   2.868 min  Scan# 859
Delta R.T.  0.006 min
Lab File:   VL042100.D
Acq: 05 Mar 2025  12:45    

Tgt Ion: 83 Resp:   24361
Ion  Ratio  Lower  Upper
 83  100
 85   77.1   51.2   76.8#

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 857 (2.862 min): VL042041.D\data.ms (-84
83.0

47.0

118.9 245.4 291.1

50 100 150 200 250
0

50

m/z-->

Abundance Scan 859 (2.868 min): VL042100.D\data.ms
43.0

83.0

118.0 167.2 205.4 295.6

50 100 150 200 250
0

50

m/z-->

Abundance Scan 859 (2.868 min): VL042100.D\data.ms (-70
43.0

83.0

118.0 167.2 205.4 295.6

2.85 2.90

0

5000

10000

15000

20000

Time-->

Abundance
 2.868

#31
cis‐1,2‐Dichloroethene
Concen:    0.607 ppbv  
RT:   2.742 min  Scan# 820
Delta R.T.  0.009 min
Lab File:   VL042100.D
Acq: 05 Mar 2025  12:45    

Tgt Ion: 61 Resp:   13521
Ion  Ratio  Lower  Upper
 61  100
 96   62.4   51.5   77.3 
 98   46.6   32.0   48.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 817 (2.732 min): VL042041.D\data.ms (-80
61.0

96.0

130.8 180.8 232.7

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 820 (2.742 min): VL042100.D\data.ms
61.0

96.0

180.8133.0

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 820 (2.742 min): VL042100.D\data.ms (-66
61.0

96.0

201.2133.0

2.70 2.72 2.74 2.76

0

5000

10000

Time-->

Abundance
 2.742

VL042100.D  VL022525AIR.M      Thu Mar 06 14:04:53 2025       Page 10

Instrument :
MSVOA_L
ClientSampleId :
IA2

Manual Integrations
APPROVED

Reviewed By :Semsettin Yesilyurt     03/06/2025
Supervised By :Mahesh Dadoda     03/06/2025



#33
1,4‐Difluorobenzene
Concen:   10.000 ppbv  
RT:   3.984 min  Scan# 1204
Delta R.T.  0.006 min
Lab File:   VL042100.D
Acq: 05 Mar 2025  12:45    

Tgt Ion:114 Resp:  383796
Ion  Ratio  Lower  Upper
114  100
 63   25.7   20.1   30.1 
 88   17.7   14.3   21.5 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1202 (3.978 min): VL042041.D\data.ms (-1
114.1

63.0

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1204 (3.984 min): VL042100.D\data.ms
114.0

63.0

191.9 248.833.1

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1204 (3.984 min): VL042100.D\data.ms (-1
114.0

63.0

191.9 264.533.1

3.90 3.95 4.00 4.05

0

50000

100000

150000

200000

250000

Time-->

Abundance
 3.984

#34
2‐Butanone
Concen:    1.227 ppbv  
RT:   2.576 min  Scan# 769
Delta R.T.  0.006 min
Lab File:   VL042100.D
Acq: 05 Mar 2025  12:45    

Tgt Ion: 43 Resp:   36674
Ion  Ratio  Lower  Upper
 43  100
 72   22.5   18.5   27.7 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 767 (2.570 min): VL042041.D\data.ms (-76
43.0

72.1

110.1 173.7 223.3

50 100 150 200 250
0

50

m/z-->

Abundance Scan 769 (2.576 min): VL042100.D\data.ms
43.1

72.0

177.8 248.4113.5 143.4

50 100 150 200 250
0

50

m/z-->

Abundance Scan 769 (2.576 min): VL042100.D\data.ms (-61
43.0

72.0

177.8113.5 143.4 248.3

2.55 2.60

0

10000

20000

30000

Time-->

Abundance
 2.576
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#35
Carbon Tetrachloride
Concen:    0.090 ppbv m
RT:   3.784 min  Scan# 1142
Delta R.T.  0.003 min
Lab File:   VL042100.D
Acq: 05 Mar 2025  12:45    

Tgt Ion:117 Resp:    2378
Ion  Ratio  Lower  Upper
117  100
119   57.8   77.8  116.8#
121   16.9   23.4   35.0#

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1141 (3.781 min): VL042041.D\data.ms (-1
116.9

82.047.0

180.9

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1142 (3.784 min): VL042100.D\data.ms
116.9

44.0

83.8

225.5 279.5173.2

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1142 (3.784 min): VL042100.D\data.ms (-9
116.9

83.841.2

225.5 279.5173.2

3.75 3.80

0

500

1000

1500

Time-->

Abundance
 3.784

#36
Benzene
Concen:    0.242 ppbv  
RT:   3.680 min  Scan# 1110
Delta R.T.  0.006 min
Lab File:   VL042100.D
Acq: 05 Mar 2025  12:45    

Tgt Ion: 78 Resp:    9735
Ion  Ratio  Lower  Upper
 78  100
 77   22.2   17.7   26.5 
 50   35.6   13.9   20.9#

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1108 (3.674 min): VL042041.D\data.ms (-1
78.1

39.0
288.3

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1110 (3.680 min): VL042100.D\data.ms
78.0

39.0

137.5 181.1 259.9

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1110 (3.680 min): VL042100.D\data.ms (-9
78.0

39.0
137.5 259.9181.1

3.65 3.70

0

2000

4000

6000

Time-->

Abundance
 3.680
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#38
Trichloroethene
Concen:    0.919 ppbv m
RT:   4.580 min  Scan# 1388
Delta R.T.  0.010 min
Lab File:   VL042100.D
Acq: 05 Mar 2025  12:45    

Tgt Ion:130 Resp:   15072
Ion  Ratio  Lower  Upper
130  100
 95  110.2   89.5  134.3 
132   77.7   73.8  110.6 
 97   61.3   58.8   88.2 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1385 (4.570 min): VL042041.D\data.ms (-1
95.0 129.9

60.0

277.1180.8

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1388 (4.580 min): VL042100.D\data.ms
94.9 129.9

60.0

286.8187.4

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1388 (4.580 min): VL042100.D\data.ms (-1
94.9 129.9

60.0

286.8187.4

4.50 4.60

0

2000

4000

6000

8000

Time-->

Abundance

 4.580

#41
Tetrahydrofuran
Concen:    0.861 ppbv m
RT:   3.088 min  Scan# 927
Delta R.T.  0.016 min
Lab File:   VL042100.D
Acq: 05 Mar 2025  12:45    

Tgt Ion: 42 Resp:   15212
Ion  Ratio  Lower  Upper
 42  100
 72    0.0   30.2   45.2#
 71    0.0   28.2   42.4#

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 922 (3.072 min): VL042041.D\data.ms (-91
42.0

100.0 216.8 274.1

50 100 150 200 250
0

50

m/z-->

Abundance Scan 927 (3.088 min): VL042100.D\data.ms
42.1

277.679.4 194.9145.9 231.1

50 100 150 200 250
0

50

m/z-->

Abundance Scan 927 (3.088 min): VL042100.D\data.ms (-76
42.1

277.685.1 145.9 180.8 231.1

3.05 3.10 3.15

0

2000

4000

6000

8000

10000

Time-->

Abundance
 3.088
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#43
Methyl Methacrylate
Concen:    4.066 ppbv  
RT:   4.920 min  Scan# 1493
Delta R.T.  0.013 min
Lab File:   VL042100.D
Acq: 05 Mar 2025  12:45    

Tgt Ion: 69 Resp:   63798
Ion  Ratio  Lower  Upper
 69  100
 41  154.1  118.2  177.4 
100   33.5   27.0   40.4 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1489 (4.907 min): VL042041.D\data.ms (-1
41.1

100.1

154.5 237.6

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1493 (4.920 min): VL042100.D\data.ms
41.0

100.1

148.9 192.9 255.7 296.7

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1493 (4.920 min): VL042100.D\data.ms (-1
41.0

100.1

164.4 237.5 296.6

4.85 4.90 4.95

0

10000

20000

30000

40000

50000

Time-->

Abundance

 4.920

#49
Bromoform
Concen:    0.096 ppbv m
RT:   9.509 min  Scan# 2911
Delta R.T.  0.006 min
Lab File:   VL042100.D
Acq: 05 Mar 2025  12:45    

Tgt Ion:173 Resp:    2024
Ion  Ratio  Lower  Upper
173  100
175   44.5   38.3   57.5 
171   46.6   40.2   60.2 

Ref

Raw

Sub

50 100 150 200 250 300
0

50

m/z-->

Abundance Scan 2909 (9.503 min): VL042041.D\data.ms (-2
172.9

90.9

251.8
125.641.1

50 100 150 200 250 300
0

50

m/z-->

Abundance Scan 2911 (9.509 min): VL042100.D\data.ms
172.839.8

90.8
253.7

299.0

50 100 150 200 250 300
0

50

m/z-->

Abundance Scan 2911 (9.509 min): VL042100.D\data.ms (-2
172.8

90.8
253.756.3

299.0

9.45 9.50 9.55

0

500

1000
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Time-->

Abundance
 9.509
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#52
Tetrachloroethene
Concen:   39.439 ppbv  
RT:   8.254 min  Scan# 2523
Delta R.T.  0.009 min
Lab File:   VL042100.D
Acq: 05 Mar 2025  12:45    

Tgt Ion:164 Resp:  542455
Ion  Ratio  Lower  Upper
164  100
166  124.2   95.7  143.5 
129   99.5   77.1  115.7 
131   92.0   76.0  114.0 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2520 (8.244 min): VL042041.D\data.ms (-2
165.9

128.9

94.0

47.0

212.8

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2523 (8.254 min): VL042100.D\data.ms
165.9

128.9

93.9
47.0

276.0

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2523 (8.254 min): VL042100.D\data.ms (-2
165.9

128.9

93.9
47.0

248.5

8.20 8.25 8.30

0

100000

200000

300000

400000

Time-->

Abundance

 8.254

#53
Toluene
Concen:    0.441 ppbv  
RT:   6.975 min  Scan# 2128
Delta R.T.  0.016 min
Lab File:   VL042100.D
Acq: 05 Mar 2025  12:45    

Tgt Ion: 91 Resp:   19809
Ion  Ratio  Lower  Upper
 91  100
 92   59.9   49.0   73.6 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2123 (6.959 min): VL042041.D\data.ms (-2
91.1

39.0
130.9

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2128 (6.975 min): VL042100.D\data.ms
91.0

39.0

160.4 211.5 251.5

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2128 (6.975 min): VL042100.D\data.ms (-1
91.0

39.0

160.4 211.5 251.5

6.90 6.95 7.00

0

2000
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Abundance
 6.975
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#55
Chlorobenzene‐d5
Concen:   10.000 ppbv  
RT:   8.907 min  Scan# 2725
Delta R.T.  0.006 min
Lab File:   VL042100.D
Acq: 05 Mar 2025  12:45    

Tgt Ion:117 Resp:  323657
Ion  Ratio  Lower  Upper
117  100
 82   65.3   55.0   82.6 
119   31.4   25.9   38.9 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2723 (8.901 min): VL042041.D\data.ms (-2
117.1

82.1

40.0
181.1 236.0

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2725 (8.907 min): VL042100.D\data.ms
117.1

82.1

40.1
159.1 209.5 256.5 294.9

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2725 (8.907 min): VL042100.D\data.ms (-2
117.1

82.1

40.0
166.5 209.5 256.5 294.9

8.85 8.90 8.95

0

50000

100000

150000

200000

Time-->

Abundance
 8.907

#59
m/p‐Xylene
Concen:    0.171 ppbv m
RT:   9.555 min  Scan# 2925
Delta R.T.  0.003 min
Lab File:   VL042100.D
Acq: 05 Mar 2025  12:45    

Tgt Ion: 91 Resp:    8116
Ion  Ratio  Lower  Upper
 91  100
106   46.5    0.0    0.0#

Ref

Raw

Sub

50 100 150 200
0

50

m/z-->

Abundance Scan 2924 (9.552 min): VL042041.D\data.ms (-2
91.0

39.1
126.7 181.0 245.0

50 100 150 200
0

50

m/z-->

Abundance Scan 2925 (9.555 min): VL042100.D\data.ms
91.0

39.9

220.1130.7

50 100 150 200
0

50

m/z-->

Abundance Scan 2925 (9.555 min): VL042100.D\data.ms (-2
91.0

39.0
220.1130.7

9.55 9.60

0

2000

4000

Time-->

Abundance
 9.555
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#68
1‐Bromo‐4‐Fluorobenzene
Concen:    9.487 ppbv  
RT:  10.399 min  Scan# 3186
Delta R.T.  0.006 min
Lab File:   VL042100.D
Acq: 05 Mar 2025  12:45    

Tgt Ion: 95 Resp:  236227
Ion  Ratio  Lower  Upper
 95  100
174   63.2   51.8   77.6 
175    4.7    3.9    5.9 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 3184 (10.393 min): VL042041.D\data.ms (-
95.1

174.0

50.1

129.1 291.6

50 100 150 200 250
0

50

m/z-->

Abundance Scan 3186 (10.399 min): VL042100.D\data.ms
95.0

174.0

50.0

128.7 258.6

50 100 150 200 250
0

50

m/z-->

Abundance Scan 3186 (10.399 min): VL042100.D\data.ms (-
95.0

174.0

50.0

128.7 258.6

10.35 10.40

0

50000

100000

150000

200000

Time-->

Abundance
10.399

#74
1,2,4‐Trimethylbenzene
Concen:    0.105 ppbv  
RT:  11.555 min  Scan# 3543
Delta R.T.  0.003 min
Lab File:   VL042100.D
Acq: 05 Mar 2025  12:45    

Tgt Ion:105 Resp:    5959
Ion  Ratio  Lower  Upper
105  100
120   49.3   40.2   60.2 
 91   16.0   51.4   77.2#
 77   18.6   20.1   30.1#

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->
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#76
1,4‐Dichlorobenzene
Concen:    0.194 ppbv  
RT:  11.694 min  Scan# 3586
Delta R.T.  0.010 min
Lab File:   VL042100.D
Acq: 05 Mar 2025  12:45    

Tgt Ion:146 Resp:    6297
Ion  Ratio  Lower  Upper
146  100
111   56.9   21.5   64.5 
148   64.0   31.6   95.0 
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