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Aliphatic C9-C12 9237193.000 60.000 3.151 6.796 153953.217 155948.436 1.279

Aliphatic C12-C16 6047186.000 40.000 6.797 10.250 151179.650 152098.489 0.604

Aliphatic C16-C21 8666452.000 60.000 10.251 13.630 144440.867 146548.085 1.438

Aliphatic C21-C28 11193884.000 80.000 13.631 17.305 139923.550 142451.851 1.775

Aliphatic C28-C40 16605991.000 120.000 17.306 22.234 138383.258 127589.108 -8.460

Aliphatic EPH 51750706.000 360.000 3.151 22.234 143751.961 141501.588 -1.590


