
Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnAbdul 2/22/2025 8:32:12 PM

PP24064,PP24065,PP24066,PP24067,PP24068

PP24066

PP24069,PP24070

ps0221258151PS022125

ECD_S

Daily Analysis Runlog For Sequence/QCBatch ID # PS022125

STD. NAME STD REF.#

Supervise By Supervise OnAnkita 2/24/2025 3:48:02 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 HEXANE PS029232.D OkHEXANE 21 Feb 2025  19:08 AR\AJ

2 I.BLK PS029233.D OkI.BLK 21 Feb 2025  19:32 AR\AJ

3 HSTDICC200 PS029234.D OkHSTDICC200 21 Feb 2025  19:56 AR\AJ

4 HSTDICC500 PS029235.D OkHSTDICC500 21 Feb 2025  20:20 AR\AJ

5 HSTDICC750 PS029236.D Method fail for comp 10 OkHSTDICC750 21 Feb 2025  20:44 AR\AJ

6 HSTDICC1000 PS029237.D OkHSTDICC1000 21 Feb 2025  21:08 AR\AJ

7 HSTDICC1500 PS029238.D OkHSTDICC1500 21 Feb 2025  21:32 AR\AJ

8 HSTDICV750 PS029239.D OkICVPS022125 21 Feb 2025  21:56 AR\AJ

9 I.BLK PS029240.D OkI.BLK 21 Feb 2025  22:20 AR\AJ

10 HSTDCCC750 PS029241.D OkHSTDCCC750 21 Feb 2025  22:44 AR\AJ

11 Q1383-03 PS029242.D Ok,MOU4-PCS-TC-12-021725 21 Feb 2025  23:08 AR\AJ

12 Q1383-05 PS029243.D Ok,MOU4-PCS-TC-13-021725 21 Feb 2025  23:32 AR\AJ

13 Q1383-07 PS029244.D Ok,MOU4-PCS-TC-14-021725 21 Feb 2025  23:56 AR\AJ

14 Q1383-09 PS029245.D Ok,MOU4-PCS-TC-15-021725 22 Feb 2025  00:20 AR\AJ

15 Q1383-11 PS029246.D Ok,MOU4-PCS-TC-16-021725 22 Feb 2025  00:44 AR\AJ

16 Q1383-13 PS029247.D 2,4-DCAA high in 1st column ReRunOU4-PCS-TC-17-021725 22 Feb 2025  01:08 AR\AJ

17 Q1383-15 PS029248.D Ok,MOU4-PCS-TC-18-021725 22 Feb 2025  01:32 AR\AJ

18 Q1383-17 PS029249.D OkOU4-PCS-TC-19-021725 22 Feb 2025  01:56 AR\AJ



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnAbdul 2/22/2025 8:32:12 PM

PP24064,PP24065,PP24066,PP24067,PP24068

PP24066

PP24069,PP24070

ps0221258151PS022125

ECD_S

Daily Analysis Runlog For Sequence/QCBatch ID # PS022125

STD. NAME STD REF.#

Supervise By Supervise OnAnkita 2/24/2025 3:48:02 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

19 Q1383-19 PS029250.D OkOU4-PCS-TC-20-021725 22 Feb 2025  02:20 AR\AJ

20 I.BLK PS029251.D OkI.BLK 22 Feb 2025  02:44 AR\AJ

21 HSTDCCC750 PS029252.D OkHSTDCCC750 22 Feb 2025  03:08 AR\AJ

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnAbdul 3/20/2025 8:47:39 AM

PP24064,PP24065,PP24066,PP24067,PP24068

PP24066

PP24069,PP24070

ps022125 8151PS031925

ECD_S

Daily Analysis Runlog For Sequence/QCBatch ID # PS031925

STD. NAME STD REF.#

Supervise By Supervise Onmohammad 3/24/2025 3:02:19 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 HEXANE PS029451.D OkHEXANE 19 Mar 2025  08:50 AR\AJ

2 I.BLK PS029452.D Ok,MI.BLK 19 Mar 2025  09:14 AR\AJ

3 HSTDCCC750 PS029453.D Ok,MHSTDCCC750 19 Mar 2025  10:02 AR\AJ

4 PB167214BL PS029454.D OkPB167214BL 19 Mar 2025  17:58 AR\AJ

5 PB167214BS PS029455.D Ok,MPB167214BS 19 Mar 2025  18:21 AR\AJ

6 PB167133TB PS029456.D OkPB167133TB 19 Mar 2025  18:45 AR\AJ

7 PB167193TB PS029457.D Ok,MPB167193TB 19 Mar 2025  19:09 AR\AJ

8 I.BLK PS029458.D Ok,MI.BLK 19 Mar 2025  19:33 AR\AJ

9 HSTDCCC750 PS029459.D Ok,MHSTDCCC750 19 Mar 2025  19:57 AR\AJ

10 Q1569-02 PS029460.D Ok,MTAP-IDW-SOIL-031325-01 19 Mar 2025  21:10 AR\AJ

11 Q1569-02MS PS029461.D Comp#14 recovery fail Ok,MTAP-IDW-SOIL-031325-01MS 19 Mar 2025  21:34 AR\AJ

12 Q1569-02MSD PS029462.D Comp#14 recovery fail Ok,MTAP-IDW-SOIL-031325-01MSD 19 Mar 2025  21:57 AR\AJ

13 Q1569-05 PS029463.D Ok,MTAP-IDW-SOIL-031325-02 19 Mar 2025  22:21 AR\AJ

14 Q1597-02 PS029464.D Ok,M1-CONCRETE-SLAB 19 Mar 2025  22:45 AR\AJ

15 Q1597-04 PS029465.D Ok,M2-CONCRETE-SLAB 19 Mar 2025  23:09 AR\AJ

16 Q1597-06 PS029466.D Ok,M3-CONCRETE-SLAB 19 Mar 2025  23:33 AR\AJ

17 I.BLK PS029467.D Ok,MI.BLK 19 Mar 2025  23:57 AR\AJ

18 HSTDCCC750 PS029468.D Ok,MHSTDCCC750 20 Mar 2025  00:21 AR\AJ



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnAbdul 3/20/2025 8:47:39 AM

PP24064,PP24065,PP24066,PP24067,PP24068

PP24066

PP24069,PP24070

ps022125 8151PS031925

ECD_S

Daily Analysis Runlog For Sequence/QCBatch ID # PS031925

STD. NAME STD REF.#

Supervise By Supervise Onmohammad 3/24/2025 3:02:19 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

M : Manual Integration


