
Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 3/19/2025 9:43:20 AM
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Daily Analysis Runlog For Sequence/QCBatch ID # VN031825

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 3/19/2025 2:22:13 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VN085994.D OkBFB 18 Mar 2025  08:52 JC\MD

2 VSTDCCC050 VN085995.D Need ICAL Not OkVSTDCCC050 18 Mar 2025  10:55 JC\MD

3 VSTDICC100 VN085996.D Ok,MVSTDICC100 18 Mar 2025  11:44 JC\MD

4 VSTDICCC050 VN085997.D Comp.#56 and 58 is on 

Quadratic Regression

Ok,MVSTDICCC050 18 Mar 2025  12:08 JC\MD

5 VSTDICC020 VN085998.D Ok,MVSTDICC020 18 Mar 2025  12:32 JC\MD

6 VSTDICC010 VN085999.D %D failed for Comp. #58 in 

01PPB and 20PPB

Ok,MVSTDICC010 18 Mar 2025  12:57 JC\MD

7 VSTDICC005 VN086000.D Ok,MVSTDICC005 18 Mar 2025  13:21 JC\MD

8 VSTDICC001 VN086001.D Ok,MVSTDICC001 18 Mar 2025  14:09 JC\MD

9 IBLK VN086002.D OkIBLK 18 Mar 2025  14:34 JC\MD

10 VSTDICV050 VN086003.D ICV Failed for comp. 

#39,52,58,68,69,70,78,80,84,85,

86,89 For DOD

Ok,MICVVN031825 18 Mar 2025  16:49 JC\MD

M : Manual Integration
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Daily Analysis Runlog For Sequence/QCBatch ID # VN032525

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 3/26/2025 10:34:55 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VN086089.D OkBFB 25 Mar 2025  09:39 JC\MD

2 VSTDCCC050 VN086090.D pH#Lot#V12668 Ok,MVSTDCCC050 25 Mar 2025  10:27 JC\MD

3 VN0325MBL01 VN086091.D OkVN0325MBL01 25 Mar 2025  11:02 JC\MD

4 VN0325WBL01 VN086092.D OkVN0325WBL01 25 Mar 2025  11:26 JC\MD

5 Q1618-02 VN086093.D vial A pH<2 OkTP20250320-02 25 Mar 2025  12:15 JC\MD

6 VN0325WBS01 VN086094.D Ok,MVN0325WBS01 25 Mar 2025  12:39 JC\MD

7 PB167276TB VN086095.D OkPB167276TB 25 Mar 2025  13:03 JC\MD

8 PB167276ZHE#01 VN086096.D OkPB167276ZHE#01 25 Mar 2025  13:28 JC\MD

9 PB167276ZHE#02 VN086097.D OkPB167276ZHE#02 25 Mar 2025  13:52 JC\MD

10 PB167276ZHE#03 VN086098.D OkPB167276ZHE#03 25 Mar 2025  14:16 JC\MD

11 PB167276ZHE#04 VN086099.D OkPB167276ZHE#04 25 Mar 2025  14:40 JC\MD

12 PB167276ZHE#05 VN086100.D OkPB167276ZHE#05 25 Mar 2025  15:04 JC\MD

13 PB167276ZHE#06 VN086101.D OkPB167276ZHE#06 25 Mar 2025  15:28 JC\MD

14 PB167276ZHE#07 VN086102.D OkPB167276ZHE#07 25 Mar 2025  15:52 JC\MD

15 PB167276ZHE#08 VN086103.D OkPB167276ZHE#08 25 Mar 2025  16:16 JC\MD

16 PB167276ZHE#09 VN086104.D OkPB167276ZHE#09 25 Mar 2025  16:40 JC\MD

17 PB167276ZHE#10 VN086105.D OkPB167276ZHE#10 25 Mar 2025  17:04 JC\MD

18 VN0325WBSD01 VN086106.D Ok,MVN0325WBSD01 25 Mar 2025  17:28 JC\MD



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory
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VP133487
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Daily Analysis Runlog For Sequence/QCBatch ID # VN032525

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 3/26/2025 10:34:55 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

19 Q1619-08 VN086107.D vial B pH#5.0 OkTP-2 25 Mar 2025  17:52 JC\MD

20 Q1619-10 VN086108.D vial B pH#5.0 OkTP-3 25 Mar 2025  18:16 JC\MD

21 Q1619-12 VN086109.D vial B pH#5.0 OkTP-4 25 Mar 2025  18:40 JC\MD

22 Q1619-14 VN086110.D vial B pH#5.0 OkTP-5 25 Mar 2025  19:04 JC\MD

23 Q1626-02 VN086111.D vial A pH#5.0 OkCO-32-1 25 Mar 2025  19:28 JC\MD

24 Q1627-01 VN086112.D vial A pH#5.0 OkGRID-LINE-1.2-NORTH 25 Mar 2025  19:52 JC\MD

25 Q1630-02 VN086113.D vial A pH#5.0 OkVNJ-206 25 Mar 2025  20:16 JC\MD

26 Q1632-03 VN086114.D vial A pH#5.0 Surrogate fail ReRunPIER-1-2 25 Mar 2025  20:40 JC\MD

27 Q1636-04 VN086115.D vial A pH#5.0 OkWC-1 25 Mar 2025  21:04 JC\MD

28 VSTDCCC050 VN086116.D Ok,MVSTDCCC050EC 25 Mar 2025  21:28 JC\MD

M : Manual Integration


