
Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnAbdul 3/12/2025 12:48:59 PM

PP23793,PP24095

PP24260,PP24261,PP24262,PP24269,PP24266,PP24267,PP24268,PP24269,PP24270,PP24271,PP24272,PP24273,PP24274,PP24275,PP24277,P

P24278,PP24279,PP24280,PP24281,PP24282,PP24258,PP24284

PP24261,PP24273,PP24279,PP24284

PP24273,PP24279,PP24284

pl031125 8081PL031125

ECD_L

Daily Analysis Runlog For Sequence/QCBatch ID # PL031125

STD. NAME STD REF.#

Supervise By Supervise OnAnkita 3/12/2025 2:35:44 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 HEXANE PL094565.D OkHEXANE 11 Mar 2025  09:41 AR\AJ

2 I.BLK PL094566.D OkI.BLK 11 Mar 2025  09:55 AR\AJ

3 PEM PL094567.D Ok,MPEM 11 Mar 2025  10:08 AR\AJ

4 RESCHK PL094568.D Ok,MRESCHK 11 Mar 2025  10:22 AR\AJ

5 PSTDICC100 PL094569.D Ok,MPSTDICC100 11 Mar 2025  10:35 AR\AJ

6 PSTDICC075 PL094570.D Ok,MPSTDICC075 11 Mar 2025  10:49 AR\AJ

7 PSTDICC050 PL094571.D OkPSTDICC050 11 Mar 2025  11:02 AR\AJ

8 PSTDICC025 PL094572.D OkPSTDICC025 11 Mar 2025  11:16 AR\AJ

9 PSTDICC005 PL094573.D Ok,MPSTDICC005 11 Mar 2025  11:29 AR\AJ

10 PCHLORICC1000 PL094574.D OkPCHLORICC1000 11 Mar 2025  11:43 AR\AJ

11 PCHLORICC750 PL094575.D OkPCHLORICC750 11 Mar 2025  11:57 AR\AJ

12 PCHLORICC500 PL094576.D OkPCHLORICC500 11 Mar 2025  12:10 AR\AJ

13 PCHLORICC250 PL094577.D OkPCHLORICC250 11 Mar 2025  12:24 AR\AJ

14 PCHLORICC050 PL094578.D Ok,MPCHLORICC050 11 Mar 2025  12:37 AR\AJ

15 PTOXICC1000 PL094579.D OkPTOXICC1000 11 Mar 2025  12:51 AR\AJ

16 PTOXICC750 PL094580.D OkPTOXICC750 11 Mar 2025  13:04 AR\AJ

17 PTOXICC500 PL094581.D OkPTOXICC500 11 Mar 2025  13:18 AR\AJ

18 PTOXICC250 PL094582.D Ok,MPTOXICC250 11 Mar 2025  13:31 AR\AJ



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnAbdul 3/12/2025 12:48:59 PM

PP23793,PP24095

PP24260,PP24261,PP24262,PP24269,PP24266,PP24267,PP24268,PP24269,PP24270,PP24271,PP24272,PP24273,PP24274,PP24275,PP24277,P

P24278,PP24279,PP24280,PP24281,PP24282,PP24258,PP24284

PP24261,PP24273,PP24279,PP24284

PP24273,PP24279,PP24284

pl031125 8081PL031125

ECD_L

Daily Analysis Runlog For Sequence/QCBatch ID # PL031125

STD. NAME STD REF.#

Supervise By Supervise OnAnkita 3/12/2025 2:35:44 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

19 PTOXICC100 PL094583.D Ok,MPTOXICC100 11 Mar 2025  13:45 AR\AJ

20 PSTDICV050 PL094584.D OkICVPL031125 11 Mar 2025  13:59 AR\AJ

21 PCHLORICV500 PL094585.D OkICVPL031125CHLOR 11 Mar 2025  14:26 AR\AJ

22 PTOXICV500 PL094586.D OkICVPL031125TOX 11 Mar 2025  14:53 AR\AJ

23 I.BLK PL094587.D OkI.BLK 11 Mar 2025  17:16 AR\AJ

24 PEM PL094588.D Ok,MPEM 11 Mar 2025  17:30 AR\AJ

25 PSTDCCC050 PL094589.D Ok,MPSTDCCC050 11 Mar 2025  17:43 AR\AJ

26 PB167076BL PL094590.D OkPB167076BL 11 Mar 2025  17:57 AR\AJ

27 PB167076BS PL094591.D Ok,MPB167076BS 11 Mar 2025  18:11 AR\AJ

28 PB167076BSD PL094592.D Ok,MPB167076BSD 11 Mar 2025  18:44 AR\AJ

29 Q1494-01 PL094593.D F Flag in TCMX for both column Not OkPURGE-WATER 11 Mar 2025  18:57 AR\AJ

30 Q1502-11 PL094594.D Chlordane CCAL missing , 

TCMX high in 2nd column

Not OkPT-CHLR-WP 11 Mar 2025  19:11 AR\AJ

31 Q1502-09 PL094595.D TCMX high in 1st column , Need 

dilution

DilutionPT-PEST-WP 11 Mar 2025  19:25 AR\AJ

32 Q1502-13 PL094596.D TOX CCAL missing , need 

dilution

Not OkPT-TXP-WP 11 Mar 2025  19:39 AR\AJ

33 I.BLK PL094597.D OkI.BLK 11 Mar 2025  19:52 AR\AJ

34 PSTDCCC050 PL094598.D Ok,MPSTDCCC050 11 Mar 2025  20:06 AR\AJ

35 Q1539-01 PL094599.D Ok,MTAPIAL3-MW03D-031025-00-T1 11 Mar 2025  20:33 AR\AJ

36 Q1539-02 PL094600.D Ok,MTAPFTA-MW01I-031025-00-T2 11 Mar 2025  20:47 AR\AJ



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnAbdul 3/12/2025 12:48:59 PM

PP23793,PP24095

PP24260,PP24261,PP24262,PP24269,PP24266,PP24267,PP24268,PP24269,PP24270,PP24271,PP24272,PP24273,PP24274,PP24275,PP24277,P

P24278,PP24279,PP24280,PP24281,PP24282,PP24258,PP24284

PP24261,PP24273,PP24279,PP24284

PP24273,PP24279,PP24284

pl031125 8081PL031125

ECD_L

Daily Analysis Runlog For Sequence/QCBatch ID # PL031125

STD. NAME STD REF.#

Supervise By Supervise OnAnkita 3/12/2025 2:35:44 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

37 PB167086BL PL094601.D OkPB167086BL 11 Mar 2025  21:01 AR\AJ

38 PB167086BS PL094602.D Chlordane CCAL missing Not OkPB167086BS 11 Mar 2025  21:14 AR\AJ

39 PB167087BL PL094603.D OkPB167087BL 11 Mar 2025  21:28 AR\AJ

40 PB167087BS PL094604.D TOX CCAL missing Not OkPB167087BS 11 Mar 2025  21:42 AR\AJ

41 I.BLK PL094605.D OkI.BLK 11 Mar 2025  21:55 AR\AJ

42 PEM PL094606.D Ok,MPEM 11 Mar 2025  22:09 AR\AJ

43 PSTDCCC050 PL094607.D Ok,MPSTDCCC050 11 Mar 2025  22:23 AR\AJ

44 PB167077BL PL094608.D OkPB167077BL 11 Mar 2025  22:50 AR\AJ

45 PB167077BS PL094609.D Comp#2 recovery fail Not OkPB167077BS 11 Mar 2025  23:04 AR\AJ

46 Q1534-01 PL094610.D Ok,MOR-636-COMP-16 11 Mar 2025  23:17 AR\AJ

47 Q1534-07 PL094611.D Ok,MOR-636-COMP-17 11 Mar 2025  23:31 AR\AJ

48 Q1534-07MS PL094612.D Ok,MOR-636-COMP-17MS 11 Mar 2025  23:44 AR\AJ

49 Q1534-07MSD PL094613.D Ok,MOR-636-COMP-17MSD 11 Mar 2025  23:58 AR\AJ

50 Q1534-13 PL094614.D need dilution DilutionOR-636-COMP-18 12 Mar 2025  00:11 AR\AJ

51 Q1534-19 PL094615.D need dilution DilutionOR-636-COMP-19 12 Mar 2025  00:25 AR\AJ

52 Q1535-01 PL094616.D Ok,MSU-03-03102025 12 Mar 2025  00:39 AR\AJ

53 I.BLK PL094617.D OkI.BLK 12 Mar 2025  00:53 AR\AJ

54 PSTDCCC050 PL094618.D Ok,MPSTDCCC050 12 Mar 2025  01:06 AR\AJ

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnAbdul 3/31/2025 5:40:44 PM

PP23793,PP24095

PP24260,PP24261,PP24262,PP24269,PP24266,PP24267,PP24268,PP24269,PP24270,PP24271,PP24272,PP24273,PP24274,PP24275,PP24277,P

P24278,PP24279,PP24280,PP24281,PP24282,PP24258,PP24284

PP24261,PP24273,PP24279,PP24284

PP24273,PP24279,PP24284

pl031125 8081PL032825

ECD_L

Daily Analysis Runlog For Sequence/QCBatch ID # PL032825

STD. NAME STD REF.#

Supervise By Supervise Onmohammad 4/1/2025 1:29:49 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 HEXANE PL094928.D OkHEXANE 28 Mar 2025  11:35 AR\AJ

2 I.BLK PL094929.D OkI.BLK 28 Mar 2025  11:49 AR\AJ

3 PEM PL094930.D Ok,MPEM 28 Mar 2025  12:02 AR\AJ

4 PSTDCCC050 PL094931.D Ok,MPSTDCCC050 28 Mar 2025  13:11 AR\AJ

5 PB167367BL PL094932.D OkPB167367BL 28 Mar 2025  13:24 AR\AJ

6 PB167367BS PL094933.D Ok,MPB167367BS 28 Mar 2025  13:38 AR\AJ

7 Q1664-01 PL094934.D OkP001-BBDGA-001-01 28 Mar 2025  13:52 AR\AJ

8 Q1664-02MS PL094935.D Ok,MP001-BBDGA-001-01MS 28 Mar 2025  14:05 AR\AJ

9 Q1664-03MSD PL094936.D Ok,MP001-BBDGA-001-01MSD 28 Mar 2025  14:19 AR\AJ

10 Q1664-07 PL094937.D Ok,MP001-BBDGA-001-02 28 Mar 2025  14:33 AR\AJ

11 Q1664-09 PL094938.D OkP001-BBDGA-002-01 28 Mar 2025  14:46 AR\AJ

12 Q1664-11 PL094939.D OkP001-BBDGA-003-01 28 Mar 2025  15:00 AR\AJ

13 Q1664-13 PL094940.D OkP001-BBDGA-004-01 28 Mar 2025  15:14 AR\AJ

14 Q1664-15 PL094941.D OkP001-BBDGA-005-01 28 Mar 2025  15:27 AR\AJ

15 Q1664-17 PL094942.D OkP001-BBDGA-006-01 28 Mar 2025  15:41 AR\AJ

16 Q1664-19 PL094943.D OkP001-BBDGA-007-01 28 Mar 2025  15:54 AR\AJ

17 Q1664-21 PL094944.D Ok,MP001-BBDGA-008-01 28 Mar 2025  16:08 AR\AJ

18 Q1671-01 PL094945.D Ok,MWC-1 28 Mar 2025  16:22 AR\AJ



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnAbdul 3/31/2025 5:40:44 PM

PP23793,PP24095

PP24260,PP24261,PP24262,PP24269,PP24266,PP24267,PP24268,PP24269,PP24270,PP24271,PP24272,PP24273,PP24274,PP24275,PP24277,P

P24278,PP24279,PP24280,PP24281,PP24282,PP24258,PP24284

PP24261,PP24273,PP24279,PP24284

PP24273,PP24279,PP24284

pl031125 8081PL032825

ECD_L

Daily Analysis Runlog For Sequence/QCBatch ID # PL032825

STD. NAME STD REF.#

Supervise By Supervise Onmohammad 4/1/2025 1:29:49 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

19 I.BLK PL094946.D OkI.BLK 28 Mar 2025  16:35 AR\AJ

20 PSTDCCC050 PL094947.D Comp#16 recovery  high in 2nd 

column

Ok,MPSTDCCC050 28 Mar 2025  16:49 AR\AJ

M : Manual Integration


