
RETENTION TIMES OF INITIAL CALIBRATION

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

LAB FILE ID: PS029658.DRT 500 =PS029657.DRT 200 =

RT 750 = PS029659.D RT 1000 = PS029660.D RT 1500 = PS029661.D

COMPOUND
RT WINDOWMEAN

RT 1500RT 1000RT 750RT 500RT 200
TOFROMRT

GC Column: ID: (mm)RTX-CLP 0.32

Contract:

Lab Code: CHEM

Instrument ID: ECD_S

Case No.: Q1746 SAS No.: Q1746 SDG NO.:

Calibration Date(s): 04/02/2025 04/02/2025

Calibration Times: 17:32 20:44

PORT06

Q1746

2,4,5-TP(Silvex) 8.89 8.89 8.89 8.89 8.89 8.89 8.79 8.99

2,4-D 8.04 8.04 8.04 8.04 8.04 8.04 7.94 8.14

2,4-DCAA 6.96 6.96 6.96 6.96 6.96 6.96 6.86 7.06



RETENTION TIMES OF INITIAL CALIBRATION

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

LAB FILE ID: PS029658.DRT 500 =PS029657.DRT 200 =

RT 750 = PS029659.D RT 1000 = PS029660.D RT 1500 = PS029661.D

COMPOUND
RT WINDOWMEAN

RT 1500RT 1000RT 750RT 500RT 200
TOFROMRT

GC Column: ID: (mm)RTX-CLP2 0.32

Contract:

Lab Code: CHEM

Instrument ID: ECD_S

Case No.: Q1746 SAS No.: Q1746 SDG NO.:

Calibration Date(s): 04/02/2025 04/02/2025

Calibration Times: 17:32 20:44

PORT06

Q1746

2,4,5-TP(Silvex) 9.55 9.55 9.55 9.55 9.55 9.55 9.45 9.65

2,4-D 8.67 8.67 8.67 8.67 8.67 8.67 8.57 8.77

2,4-DCAA 7.48 7.48 7.48 7.48 7.48 7.48 7.38 7.58


