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Daily Analysis Runlog For Sequence/QCBatch ID # VY042225

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 4/23/2025 1:28:52 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VY021952.D OkBFB 22 Apr 2025  11:33 SY/MD

2 VSTDICC005 VY021953.D Ok,MVSTDICC005 22 Apr 2025  13:39 SY/MD

3 VSTDICC010 VY021954.D Com.#16 is on Linear 

Regression

Ok,MVSTDICC010 22 Apr 2025  14:44 SY/MD

4 VSTDICC020 VY021955.D Ok,MVSTDICC020 22 Apr 2025  15:07 SY/MD

5 VSTDICCC050 VY021956.D Ok,MVSTDICCC050 22 Apr 2025  15:29 SY/MD

6 VSTDICC100 VY021957.D Ok,MVSTDICC100 22 Apr 2025  15:52 SY/MD

7 VSTDICC150 VY021958.D Ok,MVSTDICC150 22 Apr 2025  16:15 SY/MD

8 IBLK VY021959.D OkIBLK 22 Apr 2025  16:38 SY/MD

9 VSTDICV050 VY021960.D Ok,MICVVY042225 22 Apr 2025  17:01 SY/MD

M : Manual Integration
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STD. NAME STD REF.#

Supervise By Supervise OnSemsettin Yesilyurt 4/25/2025 12:54:50 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VY021961.D OkBFB 23 Apr 2025  09:27 SY/MD

2 VSTDCCC050 VY021962.D Ok,MVSTDCCC050 23 Apr 2025  09:57 SY/MD

3 VY0423SBL01 VY021963.D OkVY0423SBL01 23 Apr 2025  10:31 SY/MD

4 VY0423SBS01 VY021964.D Ok,MVY0423SBS01 23 Apr 2025  11:07 SY/MD

5 VY0423SBSD01 VY021965.D Ok,MVY0423SBSD01 23 Apr 2025  11:30 SY/MD

6 Q1841-01RE VY021966.D vial-B Internal Standard Fail ConfirmsVNJ-231RE 23 Apr 2025  13:06 SY/MD

7 Q1851-06 VY021967.D vial-B OkGP6 23 Apr 2025  13:29 SY/MD

8 Q1850-01 VY021968.D vial-A OkCONCRETE-PILE-N-C-LOT 23 Apr 2025  13:53 SY/MD

9 Q1848-01 VY021969.D vial-A OkRBR200027 23 Apr 2025  14:16 SY/MD

10 Q1848-03 VY021970.D vial-A OkETGI-275 23 Apr 2025  14:40 SY/MD

11 Q1848-05 VY021971.D vial-A OkETGI-342 23 Apr 2025  15:03 SY/MD

12 Q1853-01 VY021972.D vial-A Internal Standard Fail ReRunEO-02-04222025 23 Apr 2025  15:27 SY/MD

13 Q1854-01 VY021973.D vial-A OkNB-08-04222025 23 Apr 2025  15:50 SY/MD

14 Q1852-01 VY021974.D vial-A OkETGI-354 23 Apr 2025  16:13 SY/MD

15 Q1852-03 VY021975.D vial-A Ok72-11977 23 Apr 2025  16:37 SY/MD

16 Q1852-05 VY021976.D vial-A OkETGI-278 23 Apr 2025  17:00 SY/MD

17 Q1852-07 VY021977.D vial-A Ok72-12013 23 Apr 2025  17:24 SY/MD

18 Q1858-01 VY021978.D vial-A OkCOMP-1 23 Apr 2025  17:47 SY/MD
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19 Q1858-02 VY021979.D vial-A OkCOMP-2 23 Apr 2025  18:11 SY/MD

20 Q1858-03 VY021980.D vial-A OkCOMP-3 23 Apr 2025  18:34 SY/MD

21 Q1859-01 VY021981.D vial-A OkCOMP-1 23 Apr 2025  18:58 SY/MD

22 Q1859-02 VY021982.D vial-A OkCOMP-2 23 Apr 2025  19:21 SY/MD

23 Q1859-03 VY021983.D vial-A OkCOMP-3 23 Apr 2025  19:44 SY/MD

24 Q1855-01 VY021984.D vial-A Internal Standard Fail ReRun2001 23 Apr 2025  20:08 SY/MD

25 VSTDCCC050 VY021985.D Ok,MVSTDCCC050EC 23 Apr 2025  20:31 SY/MD

M : Manual Integration


