
Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnRahul 4/29/2025 8:56:26 AM

SP6757

SP6722,SP6723,SP6724,SP6725,SP6726,SP6727,SP6728,SP6729

SP6725

S12661,10ul/1000ul sample

BNA_M

SP6770

BM042825BM042825

BNA_M

Daily Analysis Runlog For Sequence/QCBatch ID # BM042825

STD. NAME STD REF.#

Supervise By Supervise OnJagrut 4/29/2025 11:57:30 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 DFTPP BM050023.D OkDFTPP 28 Apr 2025  11:46 RC/JU

2 SSTDICC2.5 BM050024.D OkSSTDICC2.5 28 Apr 2025  12:30 RC/JU

3 SSTDICC005 BM050025.D Compound#32-41-54-56-65-70-7

7 removed from 5 ppm

Ok,MSSTDICC005 28 Apr 2025  13:09 RC/JU

4 SSTDICC010 BM050026.D Ok,MSSTDICC010 28 Apr 2025  13:48 RC/JU

5 SSTDICC020 BM050027.D Ok,MSSTDICC020 28 Apr 2025  14:27 RC/JU

6 SSTDICCC040 BM050028.D Compound#54 & 56 Kept on LR OkSSTDICCC040 28 Apr 2025  15:06 RC/JU

7 SSTDICC050 BM050029.D OkSSTDICC050 28 Apr 2025  15:45 RC/JU

8 SSTDICC060 BM050030.D OkSSTDICC060 28 Apr 2025  16:24 RC/JU

9 SSTDICC080 BM050031.D OkSSTDICC080 28 Apr 2025  17:04 RC/JU

10 SSTDICV040 BM050032.D Ok,MICVBM042825 28 Apr 2025  17:43 RC/JU

11 PB167739BL BM050033.D Analyzed for contamination 

check

Not OkPB167739BL 28 Apr 2025  19:40 RC/JU

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnRahul 5/9/2025 9:43:48 AM

SP6757

SP6722,SP6723,SP6724,SP6725,SP6726,SP6727,SP6728,SP6729

SP6725

S12663,10ul/1000ul sample

BNA_M

SP6770

BM042825BM050825

BNA_M

Daily Analysis Runlog For Sequence/QCBatch ID # BM050825

STD. NAME STD REF.#

Supervise By Supervise OnJagrut 5/9/2025 3:41:05 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 DFTPP BM050139.D OkDFTPP 08 May 2025  09:59 RC/JU

2 SSTDCCC040 BM050140.D OkSSTDCCC040 08 May 2025  10:41 RC/JU

3 PB167889BL BM050141.D OkPB167889BL 08 May 2025  11:21 RC/JU

4 PB167889BS BM050142.D OkPB167889BS 08 May 2025  12:00 RC/JU

5 PB167889BSD BM050143.D Ok,MPB167889BSD 08 May 2025  12:39 RC/JU

6 PB167851TB BM050144.D OkPB167851TB 08 May 2025  13:18 RC/JU

7 Q1964-01 BM050145.D OkMH-LL 08 May 2025  14:02 RC/JU

8 Q1964-01MS BM050146.D OkMH-LLMS 08 May 2025  14:42 RC/JU

9 Q1964-01MSD BM050147.D Ok,MMH-LLMSD 08 May 2025  15:21 RC/JU

10 Q1966-02 BM050148.D OkCONCRETE-2 08 May 2025  16:00 RC/JU

11 Q1968-01 BM050149.D OkMH-N 08 May 2025  16:39 RC/JU

12 Q1972-13 BM050150.D OkWC-B-7 08 May 2025  17:19 RC/JU

13 Q1978-01 BM050151.D Ok72-12016 08 May 2025  17:58 RC/JU

14 Q1976-01 BM050152.D OkVNJ-207 08 May 2025  18:37 RC/JU

15 Q1972-21 BM050153.D Ok,MWC-B-1 08 May 2025  19:17 RC/JU

16 Q1968-05 BM050154.D Ok,MMH-M 08 May 2025  19:56 RC/JU

17 Q1969-01 BM050155.D OkTR-06-05072025 08 May 2025  20:35 RC/JU

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnRahul 4/15/2025 9:55:40 AM

SP6757

SP6722,SP6723,SP6724,SP6725,SP6726,SP6727,SP6728,SP6729

SP6725

S12659,10ul/1000ul sample

BNA_P

SP6770

bp041425BP041425

BNA_P

Daily Analysis Runlog For Sequence/QCBatch ID # BP041425

STD. NAME STD REF.#

Supervise By Supervise OnJagrut 4/15/2025 10:53:04 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 DFTPP BP024274.D OkDFTPP 14 Apr 2025  10:25 RC/JU

2 SSTDICC2.5 BP024275.D OkSSTDICC2.5 14 Apr 2025  11:06 RC/JU

3 SSTDICC005 BP024276.D Compound #32,54,65 removed 

from 5ppm

Ok,MSSTDICC005 14 Apr 2025  11:47 RC/JU

4 SSTDICC010 BP024277.D Ok,MSSTDICC010 14 Apr 2025  12:27 RC/JU

5 SSTDICC020 BP024278.D Ok,MSSTDICC020 14 Apr 2025  13:08 RC/JU

6 SSTDICCC040 BP024279.D This calibration is fail for 

Com#77

OkSSTDICCC040 14 Apr 2025  13:49 RC/JU

7 SSTDICC050 BP024280.D This calibration is good for 

8270E, 8270 DOD and 625.1 

methods except Compound#77

Ok,MSSTDICC050 14 Apr 2025  15:10 RC/JU

8 SSTDICC060 BP024281.D Compound #69 Removed from 

60PPM

Ok,MSSTDICC060 14 Apr 2025  16:32 RC/JU

9 SSTDICC080 BP024282.D Compound #69 Removed from 

80PPM

Ok,MSSTDICC080 14 Apr 2025  17:13 RC/JU

10 SSTDICV040 BP024283.D Ok,MICVBP041425 14 Apr 2025  18:35 RC/JU

11 PB167488TB BP024284.D OkPB167488TB 14 Apr 2025  19:16 RC/JU

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnRahul 5/9/2025 12:08:37 PM

SP6757

SP6722,SP6723,SP6724,SP6725,SP6726,SP6727,SP6728,SP6729

SP6725

S12663,10ul/1000ul sample

BNA_P

SP6770

bp041425BP050825

BNA_P

Daily Analysis Runlog For Sequence/QCBatch ID # BP050825

STD. NAME STD REF.#

Supervise By Supervise OnJagrut 5/9/2025 4:03:53 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 DFTPP BP024567.D OkDFTPP 08 May 2025  13:24 RC/JU

2 SSTDCCC040 BP024568.D Ok,MSSTDCCC040 08 May 2025  14:45 RC/JU

3 PB167904BL BP024569.D OkPB167904BL 08 May 2025  15:26 RC/JU

4 PB167904BS BP024570.D Ok,MPB167904BS 08 May 2025  16:07 RC/JU

5 Q1947-04RE BP024571.D Internal Standard and surrogate 

Fail

ConfirmsMH-PRE 08 May 2025  16:55 RC/JU

6 Q1966-01 BP024572.D OkCONCRETE-1 08 May 2025  17:36 RC/JU

7 Q1972-01 BP024573.D OkSUB-WC 08 May 2025  18:17 RC/JU

8 Q1972-05 BP024574.D OkWC-B-10 08 May 2025  18:58 RC/JU

9 Q1972-09 BP024575.D OkWC-B-2 08 May 2025  19:39 RC/JU

10 Q1972-17 BP024576.D OkSUB-WC-2 08 May 2025  20:19 RC/JU

11 Q1968-08 BP024577.D Internal Standard Fail ReRunMH-M 08 May 2025  21:00 RC/JU

12 Q1972-04 BP024578.D Ok,MSUB-WC 08 May 2025  21:41 RC/JU

13 Q1972-08 BP024579.D Internal Standard Fail ReRunWC-B-10 08 May 2025  22:22 RC/JU

14 Q1972-12 BP024580.D OkWC-B-2 08 May 2025  23:02 RC/JU

15 Q1972-16 BP024581.D Internal Standard Fail ReRunWC-B-7 08 May 2025  23:43 RC/JU

16 Q1972-20 BP024582.D OkSUB-WC-2 09 May 2025  00:24 RC/JU

17 Q1972-24 BP024583.D Internal Standard Fail ReRunWC-B-1 09 May 2025  01:04 RC/JU

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnRahul 5/14/2025 2:20:20 PM

SP6757

SP6784,SP6785,SP6786,SP6787,SP6788,SP6790,SP6789,SP6791

SP6787

S12664,10ul/1000ul sample

BNA_P

SP6770

bp051325BP051325

BNA_P

Daily Analysis Runlog For Sequence/QCBatch ID # BP051325

STD. NAME STD REF.#

Supervise By Supervise OnJagrut 5/14/2025 5:16:42 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 DFTPP BP024613.D OkDFTPP 13 May 2025  10:00 RC/JU

2 SSTDICC2.5 BP024614.D OkSSTDICC2.5 13 May 2025  10:41 RC/JU

3 SSTDICC005 BP024615.D Compound#32-54-56-65-77 

removed from 5 ppm

Ok,MSSTDICC005 13 May 2025  11:22 RC/JU

4 SSTDICC010 BP024616.D Ok,MSSTDICC010 13 May 2025  12:03 RC/JU

5 SSTDICC020 BP024617.D Ok,MSSTDICC020 13 May 2025  12:43 RC/JU

6 SSTDICCC040 BP024618.D Compound#32-54-56 Kept on 

LR

Ok,MSSTDICCC040 13 May 2025  13:24 RC/JU

7 SSTDICC050 BP024619.D OkSSTDICC050 13 May 2025  14:05 RC/JU

8 SSTDICC060 BP024620.D OkSSTDICC060 13 May 2025  14:45 RC/JU

9 SSTDICC080 BP024621.D Ok,MSSTDICC080 13 May 2025  15:26 RC/JU

10 SSTDICV040 BP024622.D Ok,MICVBP051325 13 May 2025  17:01 RC/JU

11 PB167917TB BP024623.D OkPB167917TB 13 May 2025  18:23 RC/JU

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnRahul 5/15/2025 9:37:56 AM

SP6757

SP6784,SP6785,SP6786,SP6787,SP6788,SP6790,SP6789,SP6791

SP6787

S12664,10ul/1000ul sample

BNA_P

SP6770

BP051325BP051425

BNA_P

Daily Analysis Runlog For Sequence/QCBatch ID # BP051425

STD. NAME STD REF.#

Supervise By Supervise OnJagrut 5/15/2025 3:53:11 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 DFTPP BP024624.D OkDFTPP 14 May 2025  10:29 RC/JU

2 SSTDCCC040 BP024625.D Ok,MSSTDCCC040 14 May 2025  11:35 RC/JU

3 PB167951BL BP024626.D OkPB167951BL 14 May 2025  13:17 RC/JU

4 Q2000-02 BP024627.D PT Sample, Need 5X Dilution Dilution38073-040323 14 May 2025  14:51 RC/JU

5 Q2000-02DL BP024628.D Ok38073-040323DL 14 May 2025  15:32 RC/JU

6 Q1872-11 BP024629.D PT Sample, Need 5X Dilution DilutionHW0425-PT-BNA-SOIL 14 May 2025  17:15 RC/JU

7 Q1872-11DL BP024630.D OkHW0425-PT-BNA-SOILDL 14 May 2025  17:56 RC/JU

8 Q1872-12 BP024631.D PT Sample OkHW0425-PT-TRIAZINE-SOIL 14 May 2025  18:37 RC/JU

9 SSTDCCC040 BP024632.D Ok,MSSTDCCC040EC 14 May 2025  19:17 RC/JU

M : Manual Integration


