
Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 4/2/2025 9:42:46 AM

VP133559,VP133563

VP133569,VP133570,VP133571,VP133572,VP133573,VP133574

VP133564,VP133565

VP133575

82X040225W.MVX040225

MSVOA_X

Daily Analysis Runlog For Sequence/QCBatch ID # VX040225

STD. NAME STD REF.#

Supervise By Supervise OnAmit Patel 4/2/2025 2:14:39 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VX045524.D OkBFB 01 Apr 2025  16:15 JC/MD

2 VSTDICC001 VX045525.D %D failed for Comp. #53 in 

01PPB

Ok,MVSTDICC001 01 Apr 2025  17:06 JC/MD

3 VSTDICC005 VX045526.D Ok,MVSTDICC005 01 Apr 2025  17:29 JC/MD

4 VSTDICC020 VX045527.D Ok,MVSTDICC020 01 Apr 2025  17:52 JC/MD

5 VSTDICCC050 VX045528.D Ok,MVSTDICCC050 01 Apr 2025  18:15 JC/MD

6 VSTDICC100 VX045529.D Ok,MVSTDICC100 01 Apr 2025  18:38 JC/MD

7 VSTDICC150 VX045530.D Ok,MVSTDICC150 01 Apr 2025  19:02 JC/MD

8 IBLK VX045531.D OkIBLK 01 Apr 2025  19:25 JC/MD

9 VSTDICV050 VX045532.D Ok,MICVVX040225 01 Apr 2025  19:48 JC/MD

10 BFB VX045533.D OkBFB 02 Apr 2025  09:30 JC/MD

11 VSTDCCC050 VX045534.D pH#Lot#V12668 Ok,MVSTDCCC050 02 Apr 2025  10:02 JC/MD

12 VX0402MBL01 VX045535.D OkVX0402MBL01 02 Apr 2025  10:30 JC/MD

13 VX0402WBL01 VX045536.D OkVX0402WBL01 02 Apr 2025  10:53 JC/MD

14 VX0402WBS01 VX045537.D Ok,MVX0402WBS01 02 Apr 2025  11:16 JC/MD

15 VX0402WBSD01 VX045538.D Ok,MVX0402WBSD01 02 Apr 2025  11:44 JC/MD

16 Q1697-01 VX045539.D vial A pH<2  Need 200X DilutionMW-19B-72-040125 02 Apr 2025  12:07 JC/MD

17 Q1697-02 VX045540.D vial A pH<2  Need 10X DilutionIW-01-55-040125 02 Apr 2025  12:30 JC/MD
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18 IBLK VX045541.D OkIBLK 02 Apr 2025  12:54 JC/MD

19 Q1697-01DL VX045542.D vial B pH<2 OkMW-19B-72-040125DL 02 Apr 2025  13:21 JC/MD

20 Q1697-02DL VX045543.D vial B pH<2 OkIW-01-55-040125DL 02 Apr 2025  13:44 JC/MD

21 Q1697-03 VX045544.D Need lower dilution Not OkIW-02-55-040125 02 Apr 2025  14:07 JC/MD

22 Q1697-04 VX045545.D Need lower dilution Not OkIW-02-55-040125-FD 02 Apr 2025  14:31 JC/MD

23 Q1697-05 VX045546.D Need lower dilution Not OkIW-03-55-040125 02 Apr 2025  14:54 JC/MD

24 Q1697-07 VX045547.D Not On Login Not OkMW-19B-72-040125 02 Apr 2025  15:18 JC/MD

25 IBLK VX045548.D OkIBLK 02 Apr 2025  15:41 JC/MD

26 Q1697-03 VX045549.D vial A pH<2 OkIW-02-55-040125 02 Apr 2025  16:04 JC/MD

27 Q1697-04 VX045550.D vial A pH<2 OkIW-02-55-040125-FD 02 Apr 2025  16:27 JC/MD

28 Q1697-05 VX045551.D vial A pH<2 OkIW-03-55-040125 02 Apr 2025  16:51 JC/MD

29 Q1697-06 VX045552.D vial A pH<2  TB;Hit of comp.#44 ReRunTB-01-040125 02 Apr 2025  17:14 JC/MD

30 Q1623-01 VX045553.D vial A pH<2 OkStorage-Blank-SOIL-REF-6 02 Apr 2025  17:37 JC/MD

31 Q1623-02 VX045554.D vial A pH<2 OkStorage-Blank-WATER-REF-5 02 Apr 2025  18:01 JC/MD

32 Q1623-03 VX045555.D vial A pH<2 OkStorage-Blank-WATER-REF-4 02 Apr 2025  18:24 JC/MD

33 Q1623-04 VX045556.D vial A pH<2 OkStorage-Blank-SAMPLE-MANAGEMENT 02 Apr 2025  18:47 JC/MD

34 VSTDCCC050 VX045557.D Ok,MVSTDCCC050EC 02 Apr 2025  19:10 JC/MD

M : Manual Integration
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STD. NAME STD REF.#
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MS/MSD Standard

Surrogate Standard
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284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VX045943.D OkBFB 28 Apr 2025  09:03 JC/MD

2 VSTDCCC050 VX045944.D pH#Lot#V12668 Ok,MVSTDCCC050 28 Apr 2025  10:16 JC/MD

3 VX0428MBL01 VX045945.D OkVX0428MBL01 28 Apr 2025  10:44 JC/MD

4 VX0428WBL01 VX045946.D OkVX0428WBL01 28 Apr 2025  11:07 JC/MD

5 VX0428WBS01 VX045947.D Ok,MVX0428WBS01 28 Apr 2025  11:31 JC/MD

6 VX0428WBSD01 VX045948.D Ok,MVX0428WBSD01 28 Apr 2025  11:58 JC/MD

7 Q1890-01 VX045949.D vial A pH<2 OkTW-WTS-07 28 Apr 2025  12:21 JC/MD

8 Q1869-04 VX045950.D vial A pH#5.0 OkMH-F 28 Apr 2025  12:44 JC/MD

9 Q1871-04 VX045951.D vial A pH#5.0 OkMH-A 28 Apr 2025  13:07 JC/MD

10 Q1871-08 VX045952.D vial A pH#5.0 OkMH-B 28 Apr 2025  13:30 JC/MD

11 Q1874-02 VX045953.D vial A pH#5.0 OkVNJ-236 28 Apr 2025  13:53 JC/MD

12 Q1874-04 VX045954.D vial A pH#5.0 OkRT1491 28 Apr 2025  14:17 JC/MD

13 Q1874-06 VX045955.D vial A pH#5.0 Ok,MHT3727 28 Apr 2025  14:40 JC/MD

14 Q1875-02 VX045956.D vial A pH#5.0 OkAUD-25-0053 28 Apr 2025  15:03 JC/MD

15 Q1891-04 VX045957.D vial A pH#5.0 OkMH-C 28 Apr 2025  15:26 JC/MD

16 Q1891-08 VX045958.D vial A pH#5.0 OkMH-D 28 Apr 2025  15:49 JC/MD

17 Q1892-04 VX045959.D vial A pH#5.0 OkMH-G 28 Apr 2025  16:13 JC/MD

18 Q1892-08 VX045960.D vial A pH#5.0 OkMH-H 28 Apr 2025  16:36 JC/MD
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19 Q1892-12 VX045961.D vial A pH#5.0 OkMH-U2 28 Apr 2025  16:59 JC/MD

20 Q1895-02 VX045962.D vial A pH#5.0 OkCOMP-1 28 Apr 2025  17:23 JC/MD

21 Q1895-04 VX045963.D vial A pH#5.0 OkCOMP-2 28 Apr 2025  17:46 JC/MD

22 Q1895-06 VX045964.D vial A pH#5.0 OkCOMP-3 28 Apr 2025  18:09 JC/MD

23 Q1900-04 VX045965.D vial A pH#5.0 OkWC-1 28 Apr 2025  18:32 JC/MD

24 Q1900-08 VX045966.D vial A pH#5.0 OkWC-2 28 Apr 2025  18:55 JC/MD

25 Q1900-12 VX045967.D vial A pH#5.0 Ok,MWC-3 28 Apr 2025  19:19 JC/MD

26 IBLK VX045968.D OkIBLK 28 Apr 2025  19:42 JC/MD

27 Q1896-03 VX045969.D Run @ lower dilution Not Ok295-BERGEN-FRAC 28 Apr 2025  20:05 JC/MD

28 VSTDCCC050 VX045970.D Ok,MVSTDCCC050EC 28 Apr 2025  20:28 JC/MD

M : Manual Integration


