
Instrument ID:

Daily Analysis Runlog For Sequence/QCBatch ID #

STD. NAME STD REF.#

Review By Review On

Tune/Reschk

Initial Calibration Stds

CCC

SubDirectory

Internal Standard/PEM

HP Acquire Method

ICV/I.BLK

HP Processing Method

MMDadoda 4/17/2025 1:40:37 PM

AP2591

AP2593,AP2595,AP2596

AP2593

AP2591

TO15AIR.M

AP2594

VL032725AIR.M

MSVOA_L

VL041125

VL041125

Supervise By Supervise On

Surrogate Standard

MS/MSD Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

Sr # SampleId Data File Name Date-Time Operator Status

1 BFB VL042311.D 11 Apr 2025  08:18 SY/MD Ok

2 VSTDCCC010 VL042312.D 11 Apr 2025  09:50 SY/MD Ok,M

3 VL0411ABL01 VL042313.D 11 Apr 2025  10:36 SY/MD Ok

4 VL0411ABS01 VL042314.D 11 Apr 2025  11:23 SY/MD Ok,M

5 QC041025CAN 10596 VL042315.D 11 Apr 2025  12:08 SY/MD Not Ok

6 QC041025CAN 10596 VL042316.D 11 Apr 2025  12:40 SY/MD Ok

7 Q1665-03 VL042317.D 11 Apr 2025  13:15 SY/MD Dilution

8 Q1665-03DUP VL042318.D 11 Apr 2025  13:52 SY/MD Ok,M

9 Q1665-10 VL042319.D 11 Apr 2025  14:27 SY/MD Dilution

10 Q1665-11 VL042320.D 11 Apr 2025  15:01 SY/MD Dilution

11 Q1665-18 VL042321.D 11 Apr 2025  15:36 SY/MD Dilution

12 Q1665-03DL VL042322.D 11 Apr 2025  16:08 SY/MD Ok

13 Q1665-10DL VL042323.D 11 Apr 2025  16:39 SY/MD Dilution

14 Q1665-11DL VL042324.D 11 Apr 2025  17:10 SY/MD Ok,M

M : Manual Integration


