
Instrument ID: GC Column: ID:

Lab File ID: Time Analyzed:

EPA Sample No.: Date Analyzed:

Lab Code: Case No.: SAS No.: SDG NO.:

Lab Name: CHEMTECH

SEMIVOLATILE  INTERNAL STANDARD AREA AND RT SUMMARY

8B 

IS1 (DCB)

AREA #
RT #

IS2 (NPT)

AREA #
RT #

IS3 (ANT)

AREA #
RT #

12 HOUR STD

UPPER LIMIT

LOWER LIMIT

265682 7.763 955212  10.56 612937  14.41

531364 8.263 1910420 11.057 1225870 14.91

132841 7.263 477606 10.057 306469 13.91

CHEM Q1883 Q1883

SSTDCCC040

BM050042.D

BNA_M ZB-GR 0.25

04/30/2025

10:53

EPA SAMPLE NO.

(mm)

Q1883

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

01 OU4-PCS-TC-27-042325 277063 941412 630217 7.76  14.42 10.56

02 OU4-PCS-TC-28-042325 255861 900438 601047 7.76  14.41 10.56

03 OU4-PCS-TC-29-042325 272947 944491 645043 7.76  14.41 10.56

04 OU4-PCS-TC-30-042325 260024 900861 611222 7.76  14.41 10.56

05 OU4-PCS-TC-31-042325 239985 850535 585821 7.76  14.41 10.56

06 COMP-2MS 260053 924881 580714 7.76  14.41 10.56

07 COMP-2MSD 268621 952202 594823 7.76  14.40 10.56

IS1 (DCB) = 1,4-Dichlorobenzene-d4

IS2 (NPT) = Naphthalene-d8

IS3 (ANT) = Acenaphthene-d10

RT UPPER LIMIT = -0.50 minutes of internal standard RT

RT UPPER LIMIT = +0.50 minutes of internal standard RT

AREA LOWER LIMIT = -50% of internal standard area

AREA UPPER LIMIT = +100% of internal standard area

* Values outside of QC limits.

# Column used to flag values outside QC limits with an asterisk.

Form VIII SV-1


