
Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 4/16/2025 9:07:40 AM

VP133665

VP133667,VP133668,VP133669,VP133670,VP133671,VP133672

VP131746

MSVOA_N

VP133673

82N041525W.MVN041525

MSVOA_N

Daily Analysis Runlog For Sequence/QCBatch ID # VN041525

STD. NAME STD REF.#

Supervise By Supervise OnSemsettin Yesilyurt 4/16/2025 3:44:21 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VN086276.D OkBFB 15 Apr 2025  10:47 JC\MD

2 VSTDICC001 VN086277.D Ok,MVSTDICC001 15 Apr 2025  11:29 JC\MD

3 VSTDICC005 VN086278.D Comp.#13,16 is on Linear 

Regression

Ok,MVSTDICC005 15 Apr 2025  12:21 JC\MD

4 VSTDICC010 VN086279.D Comp.#43 is on Quadratic 

Regression

Ok,MVSTDICC010 15 Apr 2025  12:45 JC\MD

5 VSTDICC020 VN086280.D Ok,MVSTDICC020 15 Apr 2025  13:09 JC\MD

6 VSTDICCC050 VN086281.D Ok,MVSTDICCC050 15 Apr 2025  13:51 JC\MD

7 VSTDICC100 VN086282.D Ok,MVSTDICC100 15 Apr 2025  14:29 JC\MD

8 VIBLK VN086283.D OkVIBLK 15 Apr 2025  15:06 JC\MD

9 VSTDICV050 VN086284.D Ok,MICVVN041525 15 Apr 2025  15:30 JC\MD

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 5/6/2025 10:01:09 AM

VP133808

VP133809,VP133810

82N041525W.MVN050525

MSVOA_N

Daily Analysis Runlog For Sequence/QCBatch ID # VN050525

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 5/6/2025 12:40:44 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VN086477.D OkBFB 05 May 2025  10:23 JC\MD

2 VSTDCCC050 VN086478.D pH#Lot#V12668 Ok,MVSTDCCC050 05 May 2025  11:32 JC\MD

3 VN0505MBL01 VN086479.D OkVN0505MBL01 05 May 2025  12:13 JC\MD

4 VN0505WBL01 VN086480.D OkVN0505WBL01 05 May 2025  12:38 JC\MD

5 VN0505WBS01 VN086481.D Ok,MVN0505WBS01 05 May 2025  13:02 JC\MD

6 VN0505WBSD01 VN086482.D Ok,MVN0505WBSD01 05 May 2025  13:36 JC\MD

7 IBLK VN086483.D OkIBLK 05 May 2025  14:00 JC\MD

8 Q1942-01 VN086484.D vial A pH<2 OkSTORAGE-BLANK-SOIL-REF-6 05 May 2025  14:24 JC\MD

9 Q1942-02 VN086485.D vial A pH<2 OkSTORAGE-BLANK-WATER-REF-5 05 May 2025  14:48 JC\MD

10 Q1942-03 VN086486.D vial A pH<2 OkSTORAGE-BLANK-WATER-REF-4 05 May 2025  15:12 JC\MD

11 Q1942-04 VN086487.D vial A pH<2 OkSTORAGE-BLANK-SAMPLE-MANAGEMENT05 May 2025  15:36 JC\MD

12 Q1956-07 VN086488.D vial A pH<2   FB OkFB-05022025 05 May 2025  16:00 JC\MD

13 Q1929-05RE VN086489.D vial B pH#5.0   Surrogate Fail ConfirmsWC-A1-03-GRE 05 May 2025  16:25 JC\MD

14 Q1929-09RE VN086490.D vial B pH#5.0   Surrogate Fail ConfirmsWC-A1-04-GRE 05 May 2025  16:49 JC\MD

15 VN0505MBS01 VN086491.D Ok,MVN0505MBS01 05 May 2025  17:13 JC\MD

16 VN0505MBSD01 VN086492.D Ok,MVN0505MBSD01 05 May 2025  17:37 JC\MD

17 Q1914-06ME VN086493.D run straight meoh Not OkSS-5ME 05 May 2025  18:01 JC\MD

18 Q1914-07MEDL VN086494.D OkSS-6MEDL 05 May 2025  18:25 JC\MD



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 5/6/2025 10:01:09 AM

VP133808

VP133809,VP133810

82N041525W.MVN050525

MSVOA_N

Daily Analysis Runlog For Sequence/QCBatch ID # VN050525

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 5/6/2025 12:40:44 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

19 Q1914-08DL VN086495.D OkSS-7DL 05 May 2025  18:49 JC\MD

20 Q1914-09MEDL VN086496.D OkSS-8MEDL 05 May 2025  19:14 JC\MD

21 Q1914-12 VN086497.D run soil Not OkSS-9 05 May 2025  19:38 JC\MD

22 IBLK VN086498.D OkIBLK 05 May 2025  20:02 JC\MD

23 Q1939-03 VN086499.D Need Straight Run Not OkGB2 05 May 2025  20:26 JC\MD

24 Q1939-06 VN086500.D vial C OkGB3B 05 May 2025  20:50 JC\MD

25 IBLK VN086501.D OkIBLK 05 May 2025  21:14 JC\MD

26 VSTDCCC050 VN086502.D Ok,MVSTDCCC050EC 05 May 2025  21:38 JC\MD

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 5/7/2025 9:53:45 AM

VP133826

VP133827,VP133828

82N041525W.MVN050625

MSVOA_N

Daily Analysis Runlog For Sequence/QCBatch ID # VN050625

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 5/7/2025 1:29:39 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VN086503.D OkBFB 06 May 2025  09:13 JC\MD

2 VSTDCCC050 VN086504.D CCC Failed Low For 

Com.#17,31

Ok,MVSTDCCC050 06 May 2025  10:35 JC\MD

3 VN0506MBL01 VN086505.D OkVN0506MBL01 06 May 2025  11:11 JC\MD

4 VN0506WBL01 VN086506.D OkVN0506WBL01 06 May 2025  11:35 JC\MD

5 VN0506WBS01 VN086507.D Ok,MVN0506WBS01 06 May 2025  11:59 JC\MD

6 VN0506WBSD01 VN086508.D Ok,MVN0506WBSD01 06 May 2025  12:34 JC\MD

7 Q1947-04 VN086509.D vial A pH#5.0 OkMH-P 06 May 2025  12:58 JC\MD

8 Q1947-08 VN086510.D vial A pH#5.0 OkMH-O 06 May 2025  13:22 JC\MD

9 Q1951-04 VN086511.D vial A pH#5.0 Ok,MMH-KK 06 May 2025  13:46 JC\MD

10 Q1956-05 VN086512.D vial A pH#5.0 Ok,MCOMP1 06 May 2025  14:11 JC\MD

11 Q1959-02 VN086513.D vial A pH#5.0 Ok,MSOIL-PILE 06 May 2025  14:35 JC\MD

12 Q1960-03 VN086514.D vial A pH#5.0 Ok,M72-11933 06 May 2025  14:59 JC\MD

13 VN0506MBS01 VN086515.D Ok,MVN0506MBS01 06 May 2025  15:23 JC\MD

14 VN0506MBSD01 VN086516.D Ok,MVN0506MBSD01 06 May 2025  15:47 JC\MD

15 Q1939-03 VN086517.D vial C, CCC Failed Low ReRunGB2 06 May 2025  16:11 JC\MD

16 Q1914-06ME VN086518.D OkSS-5ME 06 May 2025  16:35 JC\MD

17 Q1914-07ME VN086519.D Need 20X DilutionSS-6ME 06 May 2025  16:59 JC\MD



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 5/7/2025 9:53:45 AM

VP133826

VP133827,VP133828

82N041525W.MVN050625

MSVOA_N

Daily Analysis Runlog For Sequence/QCBatch ID # VN050625

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 5/7/2025 1:29:39 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

18 Q1914-08 VN086520.D Need 20X DilutionSS-7 06 May 2025  17:23 JC\MD

19 Q1914-09ME VN086521.D Need 20X DilutionSS-8ME 06 May 2025  17:48 JC\MD

20 Q1966-03 VN086522.D CCC Failed Low,Run@ Lower 

Dilution

ReRunSILICA-GEL 06 May 2025  18:12 JC\MD

21 IBLK VN086523.D OkIBLK 06 May 2025  18:36 JC\MD

22 IBLK VN086524.D OkIBLK 06 May 2025  19:00 JC\MD

23 IBLK VN086525.D OkIBLK 06 May 2025  19:24 JC\MD

24 VSTDCCC050 VN086526.D Ok,MVSTDCCC050EC 06 May 2025  19:48 JC\MD

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 5/12/2025 9:52:42 AM

VP133876

VP133877,VP133878

82N041525W.MVN050925

MSVOA_N

Daily Analysis Runlog For Sequence/QCBatch ID # VN050925

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 5/12/2025 1:58:31 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VN086552.D OkBFB 09 May 2025  09:49 JC\MD

2 VSTDCCC050 VN086553.D CCAL failed low for comp. #31 Ok,MVSTDCCC050 09 May 2025  11:00 JC\MD

3 VN0509MBL01 VN086554.D OkVN0509MBL01 09 May 2025  11:34 JC\MD

4 VN0509WBL01 VN086555.D OkVN0509WBL01 09 May 2025  11:58 JC\MD

5 VN0509MBS01 VN086556.D Recovery fail Not OkVN0509MBS01 09 May 2025  12:22 JC\MD

6 VN0509MBS02 VN086557.D Ok,MVN0509MBS02 09 May 2025  12:57 JC\MD

7 Q1939-03RE VN086558.D vial C, CCAL Failed Low ConfirmsGB2RE 09 May 2025  13:31 JC\MD

8 Q1980-04 VN086559.D Need 40X Dilution3848 09 May 2025  13:55 JC\MD

9 Q1980-05 VN086560.D E flag of previous sample ReRun3837 09 May 2025  14:19 JC\MD

10 IBLK VN086561.D OkIBLK 09 May 2025  14:43 JC\MD

11 IBLK VN086562.D OkIBLK 09 May 2025  15:07 JC\MD

12 Q1980-04DL VN086563.D Need 100X Dilution3848DL 09 May 2025  15:31 JC\MD

13 IBLK VN086564.D OkIBLK 09 May 2025  16:08 JC\MD

14 IBLK VN086565.D OkIBLK 09 May 2025  16:32 JC\MD

15 Q1980-05 VN086566.D cloth material Ok3837 09 May 2025  16:56 JC\MD

16 Q1980-04DL2 VN086567.D cloth material Ok3848DL2 09 May 2025  17:20 JC\MD

17 VSTDCCC050 VN086568.D Ok,MVSTDCCC050EC 09 May 2025  17:44 JC\MD

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnSemsettin Yesilyurt 4/23/2025 7:35:07 AM

VP133718

VP133719,VP133720,VP133721,VP133722,VP133723,VP133724

VP131783

MSVOA_Y

VP133725

82y042225s.mVY042225

MSVOA_Y

Daily Analysis Runlog For Sequence/QCBatch ID # VY042225

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 4/23/2025 1:28:52 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VY021952.D OkBFB 22 Apr 2025  11:33 SY/MD

2 VSTDICC005 VY021953.D Ok,MVSTDICC005 22 Apr 2025  13:39 SY/MD

3 VSTDICC010 VY021954.D Com.#16 is on Linear 

Regression

Ok,MVSTDICC010 22 Apr 2025  14:44 SY/MD

4 VSTDICC020 VY021955.D Ok,MVSTDICC020 22 Apr 2025  15:07 SY/MD

5 VSTDICCC050 VY021956.D Ok,MVSTDICCC050 22 Apr 2025  15:29 SY/MD

6 VSTDICC100 VY021957.D Ok,MVSTDICC100 22 Apr 2025  15:52 SY/MD

7 VSTDICC150 VY021958.D Ok,MVSTDICC150 22 Apr 2025  16:15 SY/MD

8 IBLK VY021959.D OkIBLK 22 Apr 2025  16:38 SY/MD

9 VSTDICV050 VY021960.D Ok,MICVVY042225 22 Apr 2025  17:01 SY/MD

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnSemsettin Yesilyurt 5/5/2025 2:51:30 PM

VP133799

VP133800,VP133801

VP131783

MSVOA_Y 82y042225s.mVY050225

MSVOA_Y

Daily Analysis Runlog For Sequence/QCBatch ID # VY050225

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 5/5/2025 2:58:37 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VY022118.D OkBFB 02 May 2025  10:26 SY/MD

2 VSTDCCC050 VY022119.D Ok,MVSTDCCC050 02 May 2025  10:56 SY/MD

3 VY0502SBL01 VY022120.D OkVY0502SBL01 02 May 2025  11:25 SY/MD

4 VY0502SBS01 VY022121.D Ok,MVY0502SBS01 02 May 2025  11:53 SY/MD

5 VY0502SBSD01 VY022122.D Ok,MVY0502SBSD01 02 May 2025  12:16 SY/MD

6 Q1923-01RE VY022123.D vial-B Internal Standard Fail ConfirmsTR-05-04302025RE 02 May 2025  12:53 SY/MD

7 Q1933-01 VY022124.D vial-A Internal Standard Fail ReRunOK-01-050125 02 May 2025  13:17 SY/MD

8 Q1932-01 VY022125.D vial-A OkCOMP-4 02 May 2025  13:40 SY/MD

9 Q1932-03 VY022126.D vial-A OkCOMP-5 02 May 2025  14:04 SY/MD

10 Q1932-05 VY022127.D vial-A OkCOMP-6 02 May 2025  14:27 SY/MD

11 Q1932-07 VY022128.D vial-A OkCOMP-7 02 May 2025  14:51 SY/MD

12 Q1928-03 VY022129.D vial-A OkMH-Q-VOC 02 May 2025  15:14 SY/MD

13 Q1935-03 VY022130.D vial-A OkMH-NN-VOC 02 May 2025  15:37 SY/MD

14 Q1935-07 VY022131.D vial-A OkMH-MM-VOC 02 May 2025  16:01 SY/MD

15 Q1939-01 VY022132.D vial-A OkGB1 02 May 2025  16:24 SY/MD

16 Q1939-02 VY022133.D vial-A OkGB1B 02 May 2025  16:48 SY/MD

17 Q1939-04 VY022134.D vial-A OkGB2B 02 May 2025  17:11 SY/MD

18 Q1939-05 VY022135.D vial-A OkGB3 02 May 2025  17:35 SY/MD



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnSemsettin Yesilyurt 5/5/2025 2:51:30 PM

VP133799

VP133800,VP133801

VP131783

MSVOA_Y 82y042225s.mVY050225

MSVOA_Y

Daily Analysis Runlog For Sequence/QCBatch ID # VY050225

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 5/5/2025 2:58:37 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

19 Q1937-02 VY022136.D vial-A OkLARGE-PILE-A 02 May 2025  17:58 SY/MD

20 Q1937-04 VY022137.D vial-A OkLARGE-PILE-B 02 May 2025  18:22 SY/MD

21 Q1937-06 VY022138.D vial-A OkLARGE-PILE-C 02 May 2025  18:45 SY/MD

22 Q1937-08 VY022139.D vial-A OkLARGE-PILE-D 02 May 2025  19:09 SY/MD

23 Q1937-10 VY022140.D vial-A OkLARGE-PILE-E 02 May 2025  19:32 SY/MD

24 Q1937-12 VY022141.D vial-A OkLARGE-PILE-F 02 May 2025  19:55 SY/MD

25 Q1936-02 VY022142.D vial-A OkSMALL-PILE-A 02 May 2025  20:19 SY/MD

26 VSTDCCC050 VY022143.D Ok,MVSTDCCC050EC 02 May 2025  20:42 SY/MD

M : Manual Integration


