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Continuing Calibration Report for SequenceID :

AreaCount Conc. Response FactorRT_Min RT_Max AVGRF %DEV
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FC068843.DFile ID :

Aliphatic C9-C12 5252050.000 60.000 3.341 6.641 87534.167 99133.167 11.700

Aliphatic C12-C16 3350220.000 40.000 6.642 10.040 83755.500 90984.404 7.945

Aliphatic C16-C21 4822387.000 60.000 10.041 13.406 80373.117 85760.459 6.282

Aliphatic C21-C28 6476553.000 80.000 13.407 17.068 80956.913 83091.075 2.568

Aliphatic C28-C40 11056418.000 120.000 17.069 22.062 92136.817 84622.692 -8.880

Aliphatic EPH 30957628.000 360.000 3.341 22.062 85993.411 87597.230 1.831


