
Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 5/6/2025 9:53:58 AM

VP133811

VP133832,VP133833,VP133834,VP133835,VP133836,VP133837

VP133838

82X050525W.MVX050525

MSVOA_X

Daily Analysis Runlog For Sequence/QCBatch ID # VX050525

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 5/6/2025 12:43:00 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VX046038.D OkBFB 05 May 2025  09:37 JC/MD

2 VSTDICC001 VX046039.D Not used Not OkVSTDICC001 05 May 2025  10:49 JC/MD

3 VSTDICC005 VX046040.D Not used Not OkVSTDICC005 05 May 2025  11:12 JC/MD

4 VSTDICC020 VX046041.D Ok,MVSTDICC020 05 May 2025  11:35 JC/MD

5 VSTDICCC050 VX046042.D Ok,MVSTDICCC050 05 May 2025  11:58 JC/MD

6 VSTDICC100 VX046043.D Ok,MVSTDICC100 05 May 2025  12:21 JC/MD

7 VSTDICC150 VX046044.D Ok,MVSTDICC150 05 May 2025  12:45 JC/MD

8 IBLK VX046045.D OkIBLK 05 May 2025  13:08 JC/MD

9 VSTDICC005 VX046046.D Ok,MVSTDICC005 05 May 2025  16:04 JC/MD

10 VSTDICC001 VX046047.D Ok,MVSTDICC001 05 May 2025  16:27 JC/MD

11 VSTDICV050 VX046048.D Ok,MICVVX050525 05 May 2025  16:50 JC/MD

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 5/22/2025 7:44:17 AM

VP133985

VP133986,VP133987

82X050525W.MVX052125

MSVOA_X

Daily Analysis Runlog For Sequence/QCBatch ID # VX052125

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 5/22/2025 8:23:40 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VX046283.D OkBFB 21 May 2025  09:13 JC/MD

2 VSTDCCC050 VX046284.D pH#Lot#V12668 Ok,MVSTDCCC050 21 May 2025  09:55 JC/MD

3 VX0521MBL01 VX046285.D OkVX0521MBL01 21 May 2025  10:22 JC/MD

4 VX0521WBL01 VX046286.D OkVX0521WBL01 21 May 2025  10:46 JC/MD

5 VX0521WBS01 VX046287.D Ok,MVX0521WBS01 21 May 2025  11:09 JC/MD

6 VX0521WBSD01 VX046288.D Ok,MVX0521WBSD01 21 May 2025  11:36 JC/MD

7 Q2065-01 VX046289.D vial A pH<2  oily sample OkVACTRUCK-728068 21 May 2025  11:59 JC/MD

8 Q2068-03 VX046290.D vial A pH<2  turbid sample OkLAW-25-0074 21 May 2025  12:23 JC/MD

9 Q2093-14 VX046291.D vial A pH<2 OkWATER-COMP 21 May 2025  12:46 JC/MD

10 Q2075-07 VX046292.D vial A pH<2  FB OkFB-05152025 21 May 2025  13:09 JC/MD

11 Q2075-08 VX046293.D vial A pH<2  FB OkFB-05162025 21 May 2025  13:32 JC/MD

12 Q2082-01 VX046294.D vial A pH<2  TB OkBP-VPB-182-GW-20250515 21 May 2025  13:56 JC/MD

13 Q2082-04 VX046295.D vial A+B pH<2 OkBP-VPB-182-GW-300-302 21 May 2025  14:19 JC/MD

14 Q2082-12 VX046296.D vial A pH<2 OkVPB182-HYD-20250516 21 May 2025  14:42 JC/MD

15 Q2082-02 VX046297.D vial A pH<2 OkBP-VPB-182-GW-260-262 21 May 2025  15:05 JC/MD

16 Q2082-03 VX046298.D vial A pH<2 OkBP-VPB-182-GW-280-282 21 May 2025  15:29 JC/MD

17 Q2082-05 VX046299.D vial A pH<2 OkBP-VPB-182-GW-320-322 21 May 2025  15:52 JC/MD

18 Q2082-07 VX046300.D vial A pH<2 OkBP-VPB-182-GW-360-362 21 May 2025  16:15 JC/MD



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 5/22/2025 7:44:17 AM

VP133985

VP133986,VP133987

82X050525W.MVX052125

MSVOA_X

Daily Analysis Runlog For Sequence/QCBatch ID # VX052125

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 5/22/2025 8:23:40 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

19 Q2082-08 VX046301.D vial A pH<2 OkBP-VPB-182-GW-390-392 21 May 2025  16:39 JC/MD

20 Q2088-01 VX046302.D vial A pH<2 Ok252820 21 May 2025  17:02 JC/MD

21 Q2096-01 VX046303.D vial A pH<2  Very foamy sample Ok50684 21 May 2025  17:25 JC/MD

22 Q2102-03 VX046304.D Need Straight Run Not OkLAW-25-0078 21 May 2025  17:48 JC/MD

23 IBLK VX046305.D OkIBLK 21 May 2025  18:12 JC/MD

24 Q2082-09 VX046306.D vial A pH<2 OkBP-VPB-182-GW-400-402 21 May 2025  18:35 JC/MD

25 Q2082-10MS VX046307.D vial A pH<2 Ok,MBP-VPB-182-GW-400-402MS 21 May 2025  18:58 JC/MD

26 Q2082-11MSD VX046308.D vial A pH<2 Ok,MBP-VPB-182-GW-400-402MSD 21 May 2025  19:21 JC/MD

27 VSTDCCC050 VX046309.D Ok,MVSTDCCC050EC 21 May 2025  19:44 JC/MD

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 5/23/2025 4:14:57 PM

VP134008

VP134009,VP134010

82X050525W.MVX052325

MSVOA_X

Daily Analysis Runlog For Sequence/QCBatch ID # VX052325

STD. NAME STD REF.#

Supervise By Supervise OnSemsettin Yesilyurt 5/26/2025 5:42:25 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VX046330.D OkBFB 23 May 2025  08:25 JC/MD

2 VSTDCCC050 VX046331.D Ok,MVSTDCCC050 23 May 2025  09:24 JC/MD

3 VX0523MBL01 VX046332.D OkVX0523MBL01 23 May 2025  09:53 JC/MD

4 VX0523WBL01 VX046333.D OkVX0523WBL01 23 May 2025  10:16 JC/MD

5 VX0523WBS01 VX046334.D Ok,MVX0523WBS01 23 May 2025  10:57 JC/MD

6 VX0523MBS01 VX046335.D Ok,MVX0523MBS01 23 May 2025  11:23 JC/MD

7 Q2075-06ME VX046336.D OkSS-MW1-11.5ME 23 May 2025  11:46 JC/MD

8 VX0523WBSD01 VX046337.D Ok,MVX0523WBSD01 23 May 2025  12:10 JC/MD

9 Q2120-01 VX046338.D OkVPB182-HYD-20250522 23 May 2025  12:33 JC/MD

10 Q2120-02 VX046339.D EB,Hit of com.#16 ReRunBP-VPB-182-EB-20250522 23 May 2025  12:56 JC/MD

11 Q2118-01 VX046340.D TB OkBP-TPB-TB-20250520 23 May 2025  13:20 JC/MD

12 Q2118-05 VX046341.D OkBP-TPB-182-GW-460-462 23 May 2025  13:43 JC/MD

13 Q2118-02 VX046342.D OkBP-TPB-182-GW-420-422 23 May 2025  14:06 JC/MD

14 Q2118-03 VX046343.D OkBP-TPB-182-GW-450-452 23 May 2025  14:29 JC/MD

15 Q2118-04 VX046344.D OkBP-TPB-182-DUP-202505 23 May 2025  14:53 JC/MD

16 Q2118-06 VX046345.D OkBP-TPB-182-GW-480-482 23 May 2025  15:16 JC/MD

17 Q2118-08 VX046346.D OkBP-TPB-182-GW-520-522 23 May 2025  15:39 JC/MD

18 Q2118-09 VX046347.D OkBP-TPB-182-GW-540-5422 23 May 2025  16:03 JC/MD



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 5/23/2025 4:14:57 PM

VP134008

VP134009,VP134010

82X050525W.MVX052325

MSVOA_X

Daily Analysis Runlog For Sequence/QCBatch ID # VX052325

STD. NAME STD REF.#

Supervise By Supervise OnSemsettin Yesilyurt 5/26/2025 5:42:25 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

19 Q2118-10 VX046348.D OkBP-TPB-182-GW-560-562 23 May 2025  16:26 JC/MD

20 Q2114-02 VX046349.D FB OkFB 23 May 2025  16:49 JC/MD

21 Q2106-01 VX046350.D OkTW-WTS-09 23 May 2025  17:12 JC/MD

22 Q2114-01 VX046351.D OkGAW1 23 May 2025  17:36 JC/MD

23 Q2123-01 VX046352.D OkSTORAGE-BLANK-SOIL-REF-6 23 May 2025  17:59 JC/MD

24 Q2123-02 VX046353.D OkSTORAGE-BLANK-WATER-REF-5 23 May 2025  18:22 JC/MD

25 Q2123-03 VX046354.D OkSTORAGE-BLANK-WATER-REF-4 23 May 2025  18:45 JC/MD

26 Q2123-04 VX046355.D OkSTORAGE-BLANK-SAMPLE-MANAGEMENT23 May 2025  19:09 JC/MD

27 Q2120-02 VX046356.D EB OkBP-VPB-182-EB-20250522 23 May 2025  19:32 JC/MD

28 VSTDCCC050 VX046357.D Ok,MVSTDCCC050EC 23 May 2025  19:55 JC/MD

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnMahesh Dadoda 5/16/2025 11:49:17 AM

VP133916

VP133918,VP133919,VP133920,VP133921,VP133922,VP133923

VP133925

VP131783

MSVOA_Y

VP133924

82y051525s.mVY051525

MSVOA_Y

Daily Analysis Runlog For Sequence/QCBatch ID # VY051525

STD. NAME STD REF.#

Supervise By Supervise OnSemsettin Yesilyurt 5/16/2025 11:51:38 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VY022252.D OkBFB 15 May 2025  07:52 SY/MD

2 VSTDICC005 VY022253.D Ok,MVSTDICC005 15 May 2025  09:46 SY/MD

3 VSTDICC010 VY022254.D Ok,MVSTDICC010 15 May 2025  10:16 SY/MD

4 VSTDICC020 VY022255.D Ok,MVSTDICC020 15 May 2025  10:39 SY/MD

5 VSTDICCC050 VY022256.D Ok,MVSTDICCC050 15 May 2025  11:02 SY/MD

6 VSTDICC100 VY022257.D Ok,MVSTDICC100 15 May 2025  11:24 SY/MD

7 VSTDICC150 VY022258.D Ok,MVSTDICC150 15 May 2025  11:47 SY/MD

8 VIBLK VY022259.D OkVIBLK 15 May 2025  12:34 SY/MD

9 VSTDICV050 VY022260.D Ok,MICVVY051525 15 May 2025  13:20 SY/MD

10 VY0515SBL01 VY022261.D OkVY0515SBL01 15 May 2025  13:44 SY/MD

11 VY0515SBS01 VY022262.D Ok,MVY0515SBS01 15 May 2025  14:07 SY/MD

12 VY0515SBSD01 VY022263.D Ok,MVY0515SBSD01 15 May 2025  14:29 SY/MD

13 Q1984-01 VY022264.D vial-A OkOU4-PCS-TC-33-050725 15 May 2025  15:12 SY/MD

14 Q1984-03 VY022265.D vial-A OkOU4-PCS-TC-34-050725 15 May 2025  15:35 SY/MD

15 Q1984-05 VY022266.D vial-A OkOU4-PCS-TC-35-050725 15 May 2025  15:59 SY/MD

16 Q1984-07 VY022267.D vial-A Surrogate fail ReRunOU4-TS-24-050725 15 May 2025  16:22 SY/MD

17 Q1984-09 VY022268.D vial-A Surrogate fail Not OkOU4-TS-25-050725 15 May 2025  16:46 SY/MD

18 Q1984-11 VY022269.D vial-A Surrogate fail Not OkOU4-TS-26-050725 15 May 2025  17:09 SY/MD



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnMahesh Dadoda 5/16/2025 11:49:17 AM

VP133916

VP133918,VP133919,VP133920,VP133921,VP133922,VP133923

VP133925

VP131783

MSVOA_Y

VP133924

82y051525s.mVY051525

MSVOA_Y

Daily Analysis Runlog For Sequence/QCBatch ID # VY051525

STD. NAME STD REF.#

Supervise By Supervise OnSemsettin Yesilyurt 5/16/2025 11:51:38 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

19 Q1984-13 VY022270.D vial-A Surrogate fail Not OkOU4-TS-27-050725 15 May 2025  17:33 SY/MD

20 Q1984-15 VY022271.D vial-A Surrogate fail ReRunOU4-TS-28-050725 15 May 2025  17:56 SY/MD

21 Q1982-04 VY022272.D vial-A OkTP-4 15 May 2025  18:19 SY/MD

22 Q1982-05 VY022273.D vial-A OkTP-5 15 May 2025  18:43 SY/MD

23 Q1982-06 VY022274.D vial-A OkTP-6 15 May 2025  19:06 SY/MD

24 VSTDCCC050 VY022275.D Ok,MVSTDCCC050EC 15 May 2025  19:52 SY/MD

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnMahesh Dadoda 5/21/2025 3:43:30 PM

VP133969

VP133970,VP133971

VP133934

MSVOA_Y 82y051525s.mVY052025

MSVOA_Y

Daily Analysis Runlog For Sequence/QCBatch ID # VY052025

STD. NAME STD REF.#

Supervise By Supervise OnSemsettin Yesilyurt 5/23/2025 2:22:55 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VY022328.D OkBFB 20 May 2025  08:09 SY/MD

2 VSTDCCC050 VY022329.D Ok,MVSTDCCC050 20 May 2025  08:40 SY/MD

3 VY0520SBL01 VY022330.D OkVY0520SBL01 20 May 2025  09:48 SY/MD

4 VY0520SBS01 VY022331.D Ok,MVY0520SBS01 20 May 2025  10:21 SY/MD

5 VY0520SBSD01 VY022332.D Ok,MVY0520SBSD01 20 May 2025  10:43 SY/MD

6 Q2062-19 VY022333.D vial-B OkL1-WC-5-VOC 20 May 2025  11:28 SY/MD

7 Q2062-23 VY022334.D vial-B OkL1-WC-6-VOC 20 May 2025  11:51 SY/MD

8 Q2071-11 VY022335.D vial-B OkL1-WC-9-VOC 20 May 2025  12:15 SY/MD

9 Q2056-02 VY022336.D vial-B OkGVD12 20 May 2025  12:38 SY/MD

10 Q2056-03 VY022337.D vial-B OkGVD13 20 May 2025  13:01 SY/MD

11 Q2056-04 VY022338.D vial-A OkGVD14 20 May 2025  13:25 SY/MD

12 Q2056-05 VY022339.D vial-A Internal standard fail Not OkGVD15 20 May 2025  13:48 SY/MD

13 Q2080-02 VY022340.D vial-A OkPL-HRH-VOC-01 20 May 2025  14:12 SY/MD

14 Q2080-08 VY022341.D vial-A OkPL-HRH-VOC-02 20 May 2025  14:35 SY/MD

15 Q2032-02 VY022342.D vial-A OkTP-29 20 May 2025  14:59 SY/MD

16 Q2075-01 VY022343.D vial-A OkSS-10 20 May 2025  15:22 SY/MD

17 Q2075-02 VY022344.D vial-A OkSS-910 20 May 2025  15:45 SY/MD

18 Q2075-03 VY022345.D vial-A OkSS-11 20 May 2025  16:09 SY/MD



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnMahesh Dadoda 5/21/2025 3:43:30 PM

VP133969

VP133970,VP133971

VP133934

MSVOA_Y 82y051525s.mVY052025

MSVOA_Y

Daily Analysis Runlog For Sequence/QCBatch ID # VY052025

STD. NAME STD REF.#

Supervise By Supervise OnSemsettin Yesilyurt 5/23/2025 2:22:55 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

19 Q2084-02 VY022346.D vial-A OkOR-640-VOC-66 20 May 2025  16:32 SY/MD

20 Q2032-01 VY022347.D vial-A Surrogate fail;Need MeOH DilutionTP-11 20 May 2025  16:56 SY/MD

21 Q2032-05MS VY022348.D vial-B Ok,MTP-24MS 20 May 2025  17:19 SY/MD

22 Q2032-06MSD VY022349.D vial-B Internal standard fail Ok,MTP-24MSD 20 May 2025  17:41 SY/MD

23 Q2075-04MS VY022350.D vial-A Ok,MSS-11MS 20 May 2025  18:04 SY/MD

24 Q2075-05MSD VY022351.D vial-A Ok,MSS-11MSD 20 May 2025  18:26 SY/MD

25 VSTDCCC050 VY022352.D ENDCCC failed for com.#06 Ok,MVSTDCCC050EC 20 May 2025  19:34 SY/MD

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 5/23/2025 11:05:57 AM

VP134001

VP134002,VP134003

VP133934

MSVOA_Y 82y051525s.mVY052225

MSVOA_Y

Daily Analysis Runlog For Sequence/QCBatch ID # VY052225

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 5/23/2025 4:07:06 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VY022379.D OkBFB 22 May 2025  08:05 SY/MD

2 VSTDCCC050 VY022380.D Ok,MVSTDCCC050 22 May 2025  08:35 SY/MD

3 VY0522SBL01 VY022381.D OkVY0522SBL01 22 May 2025  09:07 SY/MD

4 VY0522SBS01 VY022382.D Ok,MVY0522SBS01 22 May 2025  09:36 SY/MD

5 VY0522SBSD01 VY022383.D Ok,MVY0522SBSD01 22 May 2025  09:59 SY/MD

6 Q2087-03RE VY022384.D vial-B ,Internal Standard Fail ConfirmsNB-08-05202025RE 22 May 2025  10:38 SY/MD

7 Q2101-03 VY022385.D vial-B OkTP-1-MHE-VOC 22 May 2025  11:01 SY/MD

8 Q2097-11RE VY022386.D vial-B ,Internal Standard Fail ConfirmsRT3419RE 22 May 2025  11:25 SY/MD

9 Q2102-01 VY022387.D vial-B OkLAW-25-0077 22 May 2025  11:48 SY/MD

10 Q2104-01RE VY022388.D vial-B ,Internal Standard Fail; 

Surrogate Fail

ConfirmsTR-06-052125RE 22 May 2025  12:11 SY/MD

11 Q2074-01 VY022389.D vial-A OkTP-12 22 May 2025  12:35 SY/MD

12 Q2074-02 VY022390.D vial-A OkTP-7 22 May 2025  12:58 SY/MD

13 Q2074-03 VY022391.D vial-A OkTP-15 22 May 2025  13:22 SY/MD

14 Q2074-04 VY022392.D vial-A OkTP-20 22 May 2025  13:45 SY/MD

15 Q2074-05 VY022393.D vial-A OkTP-38 22 May 2025  14:09 SY/MD

16 Q2074-06 VY022394.D vial-A OkTP-19 22 May 2025  14:32 SY/MD

17 Q2074-07 VY022395.D vial-A OkTP-40 22 May 2025  14:55 SY/MD



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 5/23/2025 11:05:57 AM

VP134001

VP134002,VP134003

VP133934

MSVOA_Y 82y051525s.mVY052225

MSVOA_Y

Daily Analysis Runlog For Sequence/QCBatch ID # VY052225

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 5/23/2025 4:07:06 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

18 Q2074-08 VY022396.D vial-A OkTP-18 22 May 2025  15:19 SY/MD

19 Q2100-01 VY022397.D vial-A ,Internal Standard Fail ReRunTP-16 22 May 2025  15:42 SY/MD

20 Q2100-02 VY022398.D vial-A OkTP-22 22 May 2025  16:06 SY/MD

21 Q2100-03 VY022399.D vial-A ,Not purge Not OkTP-21 22 May 2025  16:29 SY/MD

22 Q2100-04 VY022400.D vial-A OkTP-45 22 May 2025  16:53 SY/MD

23 Q2112-01 VY022401.D vial-A ,Internal Standard Fail ReRunEO-03-05222025 22 May 2025  17:16 SY/MD

24 Q2109-03 VY022402.D vial-A OkTP-02-MHF-VOC 22 May 2025  17:40 SY/MD

25 Q2075-06 VY022403.D vial-A ,Need MeOH DilutionSS-MW1-11.5 22 May 2025  18:03 SY/MD

26 VIBLK VY022404.D OkVIBLK 22 May 2025  18:26 SY/MD

27 VSTDCCC050 VY022405.D Ok,MVSTDCCC050EC 22 May 2025  18:49 SY/MD

M : Manual Integration


