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Daily Analysis Runlog For Sequence/QCBatch ID # VY051525

STD. NAME STD REF.#

Supervise By Supervise OnSemsettin Yesilyurt 5/16/2025 11:51:38 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VY022252.D OkBFB 15 May 2025  07:52 SY/MD

2 VSTDICC005 VY022253.D Ok,MVSTDICC005 15 May 2025  09:46 SY/MD

3 VSTDICC010 VY022254.D Ok,MVSTDICC010 15 May 2025  10:16 SY/MD

4 VSTDICC020 VY022255.D Ok,MVSTDICC020 15 May 2025  10:39 SY/MD

5 VSTDICCC050 VY022256.D Ok,MVSTDICCC050 15 May 2025  11:02 SY/MD

6 VSTDICC100 VY022257.D Ok,MVSTDICC100 15 May 2025  11:24 SY/MD

7 VSTDICC150 VY022258.D Ok,MVSTDICC150 15 May 2025  11:47 SY/MD

8 VIBLK VY022259.D OkVIBLK 15 May 2025  12:34 SY/MD

9 VSTDICV050 VY022260.D Ok,MICVVY051525 15 May 2025  13:20 SY/MD

10 VY0515SBL01 VY022261.D OkVY0515SBL01 15 May 2025  13:44 SY/MD

11 VY0515SBS01 VY022262.D Ok,MVY0515SBS01 15 May 2025  14:07 SY/MD

12 VY0515SBSD01 VY022263.D Ok,MVY0515SBSD01 15 May 2025  14:29 SY/MD

13 Q1984-01 VY022264.D vial-A OkOU4-PCS-TC-33-050725 15 May 2025  15:12 SY/MD

14 Q1984-03 VY022265.D vial-A OkOU4-PCS-TC-34-050725 15 May 2025  15:35 SY/MD

15 Q1984-05 VY022266.D vial-A OkOU4-PCS-TC-35-050725 15 May 2025  15:59 SY/MD

16 Q1984-07 VY022267.D vial-A Surrogate fail ReRunOU4-TS-24-050725 15 May 2025  16:22 SY/MD

17 Q1984-09 VY022268.D vial-A Surrogate fail Not OkOU4-TS-25-050725 15 May 2025  16:46 SY/MD

18 Q1984-11 VY022269.D vial-A Surrogate fail Not OkOU4-TS-26-050725 15 May 2025  17:09 SY/MD
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19 Q1984-13 VY022270.D vial-A Surrogate fail Not OkOU4-TS-27-050725 15 May 2025  17:33 SY/MD

20 Q1984-15 VY022271.D vial-A Surrogate fail ReRunOU4-TS-28-050725 15 May 2025  17:56 SY/MD

21 Q1982-04 VY022272.D vial-A OkTP-4 15 May 2025  18:19 SY/MD

22 Q1982-05 VY022273.D vial-A OkTP-5 15 May 2025  18:43 SY/MD

23 Q1982-06 VY022274.D vial-A OkTP-6 15 May 2025  19:06 SY/MD

24 VSTDCCC050 VY022275.D Ok,MVSTDCCC050EC 15 May 2025  19:52 SY/MD

M : Manual Integration


