
Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 5/6/2025 9:53:58 AM

VP133811

VP133832,VP133833,VP133834,VP133835,VP133836,VP133837

VP133838

82X050525W.MVX050525

MSVOA_X

Daily Analysis Runlog For Sequence/QCBatch ID # VX050525

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 5/6/2025 12:43:00 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VX046038.D OkBFB 05 May 2025  09:37 JC/MD

2 VSTDICC001 VX046039.D Not used Not OkVSTDICC001 05 May 2025  10:49 JC/MD

3 VSTDICC005 VX046040.D Not used Not OkVSTDICC005 05 May 2025  11:12 JC/MD

4 VSTDICC020 VX046041.D Ok,MVSTDICC020 05 May 2025  11:35 JC/MD

5 VSTDICCC050 VX046042.D Ok,MVSTDICCC050 05 May 2025  11:58 JC/MD

6 VSTDICC100 VX046043.D Ok,MVSTDICC100 05 May 2025  12:21 JC/MD

7 VSTDICC150 VX046044.D Ok,MVSTDICC150 05 May 2025  12:45 JC/MD

8 IBLK VX046045.D OkIBLK 05 May 2025  13:08 JC/MD

9 VSTDICC005 VX046046.D Ok,MVSTDICC005 05 May 2025  16:04 JC/MD

10 VSTDICC001 VX046047.D Ok,MVSTDICC001 05 May 2025  16:27 JC/MD

11 VSTDICV050 VX046048.D Ok,MICVVX050525 05 May 2025  16:50 JC/MD

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By
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VP133985

VP133986,VP133987

82X050525W.MVX052125

MSVOA_X

Daily Analysis Runlog For Sequence/QCBatch ID # VX052125

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 5/22/2025 8:23:40 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VX046283.D OkBFB 21 May 2025  09:13 JC/MD

2 VSTDCCC050 VX046284.D pH#Lot#V12668 Ok,MVSTDCCC050 21 May 2025  09:55 JC/MD

3 VX0521MBL01 VX046285.D OkVX0521MBL01 21 May 2025  10:22 JC/MD

4 VX0521WBL01 VX046286.D OkVX0521WBL01 21 May 2025  10:46 JC/MD

5 VX0521WBS01 VX046287.D Ok,MVX0521WBS01 21 May 2025  11:09 JC/MD

6 VX0521WBSD01 VX046288.D Ok,MVX0521WBSD01 21 May 2025  11:36 JC/MD

7 Q2065-01 VX046289.D vial A pH<2  oily sample OkVACTRUCK-728068 21 May 2025  11:59 JC/MD

8 Q2068-03 VX046290.D vial A pH<2  turbid sample OkLAW-25-0074 21 May 2025  12:23 JC/MD

9 Q2093-14 VX046291.D vial A pH<2 OkWATER-COMP 21 May 2025  12:46 JC/MD

10 Q2075-07 VX046292.D vial A pH<2  FB OkFB-05152025 21 May 2025  13:09 JC/MD

11 Q2075-08 VX046293.D vial A pH<2  FB OkFB-05162025 21 May 2025  13:32 JC/MD

12 Q2082-01 VX046294.D vial A pH<2  TB OkBP-VPB-182-TB-20250515 21 May 2025  13:56 JC/MD

13 Q2082-04 VX046295.D vial A+B pH<2 OkBP-VPB-182-GW-300-302 21 May 2025  14:19 JC/MD

14 Q2082-12 VX046296.D vial A pH<2 OkVPB182-HYD-20250516 21 May 2025  14:42 JC/MD

15 Q2082-02 VX046297.D vial A pH<2 OkBP-VPB-182-GW-260-262 21 May 2025  15:05 JC/MD

16 Q2082-03 VX046298.D vial A pH<2 OkBP-VPB-182-GW-280-282 21 May 2025  15:29 JC/MD

17 Q2082-05 VX046299.D vial A pH<2 OkBP-VPB-182-GW-320-322 21 May 2025  15:52 JC/MD

18 Q2082-07 VX046300.D vial A pH<2 OkBP-VPB-182-GW-360-362 21 May 2025  16:15 JC/MD



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 5/22/2025 7:44:17 AM

VP133985

VP133986,VP133987

82X050525W.MVX052125

MSVOA_X

Daily Analysis Runlog For Sequence/QCBatch ID # VX052125

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 5/22/2025 8:23:40 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

19 Q2082-08 VX046301.D vial A pH<2 OkBP-VPB-182-GW-390-392 21 May 2025  16:39 JC/MD

20 Q2088-01 VX046302.D vial A pH<2 Ok252820 21 May 2025  17:02 JC/MD

21 Q2096-01 VX046303.D vial A pH<2  Very foamy sample Ok50684 21 May 2025  17:25 JC/MD

22 Q2102-03 VX046304.D Need Straight Run Not OkLAW-25-0078 21 May 2025  17:48 JC/MD

23 IBLK VX046305.D OkIBLK 21 May 2025  18:12 JC/MD

24 Q2082-09 VX046306.D vial A pH<2 OkBP-VPB-182-GW-400-402 21 May 2025  18:35 JC/MD

25 Q2082-10MS VX046307.D vial A pH<2 Ok,MBP-VPB-182-GW-400-402MS 21 May 2025  18:58 JC/MD

26 Q2082-11MSD VX046308.D vial A pH<2 Ok,MBP-VPB-182-GW-400-402MSD 21 May 2025  19:21 JC/MD

27 VSTDCCC050 VX046309.D Ok,MVSTDCCC050EC 21 May 2025  19:44 JC/MD

M : Manual Integration


