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STD. NAME STD REF.#
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MS/MSD Standard
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284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VY022488.D OkBFB 02 Jun 2025  08:31 SY/MD

2 VSTDCCC050 VY022489.D Need ICAL Not OkVSTDCCC050 02 Jun 2025  09:08 SY/MD

3 VY0602SBL01 VY022490.D Not OkVY0602SBL01 02 Jun 2025  10:38 SY/MD

4 VSTDICC005 VY022491.D Ok,MVSTDICC005 02 Jun 2025  11:46 SY/MD

5 VSTDICC010 VY022492.D Ok,MVSTDICC010 02 Jun 2025  12:09 SY/MD

6 VSTDICC020 VY022493.D Ok,MVSTDICC020 02 Jun 2025  12:32 SY/MD

7 VSTDICCC050 VY022494.D Ok,MVSTDICCC050 02 Jun 2025  12:54 SY/MD

8 VSTDICC100 VY022495.D Ok,MVSTDICC100 02 Jun 2025  13:17 SY/MD

9 VSTDICC150 VY022496.D Ok,MVSTDICC150 02 Jun 2025  13:39 SY/MD

10 VIBLK VY022497.D OkVIBLK 02 Jun 2025  14:03 SY/MD

11 VSTDICV050 VY022498.D Icv Fail For DOD For Com.# 18 Ok,MICVVY060225 02 Jun 2025  14:59 SY/MD

12 VY0602SBL02 VY022499.D OkVY0602SBL02 02 Jun 2025  16:00 SY/MD

13 VY0602SBS01 VY022500.D Ok,MVY0602SBS01 02 Jun 2025  16:24 SY/MD

14 VY0602SBSD01 VY022501.D Ok,MVY0602SBSD01 02 Jun 2025  16:47 SY/MD

15 Q2160-02 VY022502.D vial A OkTP04-MHG-VOC 02 Jun 2025  17:10 SY/MD

16 Q2152-01 VY022503.D Not Purged,vial B Not OkOK-02-05292025 02 Jun 2025  17:34 SY/MD

17 Q2153-01RE VY022504.D Surrogate Fail;Internal Standard 

Fail, vial B

ConfirmsTR-04-0592025RE 02 Jun 2025  17:57 SY/MD
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18 Q2147-02 VY022505.D Not purge,vial B Not OkVOC 02 Jun 2025  18:21 SY/MD

19 Q2150-02 VY022506.D vial B OkTP-42 02 Jun 2025  18:44 SY/MD

20 Q2150-05RE VY022507.D Internal Standard Fail,vial B ConfirmsTP-47RE 02 Jun 2025  19:08 SY/MD

21 Q2161-01 VY022508.D vial-B Not purge Not OkB27-SOIL-SAMPLE 02 Jun 2025  19:31 SY/MD

22 VSTDCCC050 VY022509.D Ok,MVSTDCCC050EC 02 Jun 2025  19:54 SY/MD

M : Manual Integration


