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BNA_M

Daily Analysis Runlog For Sequence/QCBatch ID # BM060525

STD. NAME STD REF.#

Supervise By Supervise OnJagrut 6/6/2025 1:16:37 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 DFTPP BM050193.D OkDFTPP 05 Jun 2025  08:40 RC/JU

2 SSTDICC2.5 BM050194.D OkSSTDICC2.5 05 Jun 2025  09:20 RC/JU

3 SSTDICC005 BM050195.D Compound #32,54,65,77 

removed from 5PPM

Ok,MSSTDICC005 05 Jun 2025  09:59 RC/JU

4 SSTDICC010 BM050196.D Compound #54 kept on QR Ok,MSSTDICC010 05 Jun 2025  10:38 RC/JU

5 SSTDICC020 BM050197.D Ok,MSSTDICC020 05 Jun 2025  11:17 RC/JU

6 SSTDICCC040 BM050198.D The compound # 85 failed in the 

Calibration.

Ok,MSSTDICCC040 05 Jun 2025  11:57 RC/JU

7 SSTDICC050 BM050199.D OkSSTDICC050 05 Jun 2025  12:36 RC/JU

8 SSTDICC060 BM050200.D OkSSTDICC060 05 Jun 2025  13:16 RC/JU

9 SSTDICC080 BM050201.D Compound #9 removed from 

80PPM

OkSSTDICC080 05 Jun 2025  13:56 RC/JU

10 SSTDICV040 BM050202.D Ok,MICVBM060525 05 Jun 2025  14:36 RC/JU

11 PB168224TB BM050203.D OkPB168224TB 05 Jun 2025  16:35 RC/JU

12 SP6794 BM050204.D OkSP6794 05 Jun 2025  17:15 RC/JU

M : Manual Integration
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Daily Analysis Runlog For Sequence/QCBatch ID # BM060925

STD. NAME STD REF.#

Supervise By Supervise OnJagrut 6/10/2025 5:10:49 PM

MS/MSD Standard

Surrogate Standard
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284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 DFTPP BM050235.D OkDFTPP 09 Jun 2025  10:07 RC/JU

2 SSTDCCC040 BM050236.D Ok,MSSTDCCC040 09 Jun 2025  10:47 RC/JU

3 PB168340BL BM050237.D OkPB168340BL 09 Jun 2025  11:26 RC/JU

4 PB168340BS BM050238.D Ok,MPB168340BS 09 Jun 2025  12:05 RC/JU

5 PB168340TB BM050239.D OkPB168340TB 09 Jun 2025  12:44 RC/JU

6 Q2125-08 BM050240.D OkGSB3 09 Jun 2025  13:29 RC/JU

7 Q2125-08MS BM050241.D Ok,MGSB3MS 09 Jun 2025  14:08 RC/JU

8 Q2125-08MSD BM050242.D Ok,MGSB3MSD 09 Jun 2025  14:47 RC/JU

9 Q2226-04 BM050243.D OkTP06-MHI-WC 09 Jun 2025  15:39 RC/JU

10 DFTPP BM050244.D OkDFTPP 09 Jun 2025  16:24 RC/JU

11 SSTDCCC040 BM050245.D Ok,MSSTDCCC040 09 Jun 2025  17:03 RC/JU

12 PB168311TB BM050246.D OkPB168311TB 09 Jun 2025  17:43 RC/JU

13 Q2227-04 BM050247.D OkTP07-MHH-WC 09 Jun 2025  18:22 RC/JU

14 Q2236-07 BM050248.D OkWC-A2-04-C 09 Jun 2025  19:01 RC/JU

15 Q2228-04 BM050249.D OkTP08-MHI-WC 09 Jun 2025  19:40 RC/JU

16 Q2226-04MS BM050250.D Ok,MTP06-MHI-WCMS 09 Jun 2025  20:19 RC/JU

17 Q2226-04MSD BM050251.D OkTP06-MHI-WCMSD 09 Jun 2025  20:58 RC/JU

18 Q2235-03 BM050252.D OkWC-A2-08-C 09 Jun 2025  21:38 RC/JU
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19 Q2236-03 BM050253.D OkWC-A4-05A-C 09 Jun 2025  22:17 RC/JU

20 Q2236-11 BM050254.D OkWC-A2-05-C 09 Jun 2025  22:56 RC/JU

21 Q2236-15 BM050255.D OkWC-A2-06-C 09 Jun 2025  23:35 RC/JU

22 Q2236-19 BM050256.D Ok,MWC-A2-07-C 10 Jun 2025  00:15 RC/JU

23 Q2241-04 BM050257.D OkTP-N 10 Jun 2025  00:54 RC/JU

24 Q2241-08 BM050258.D OkTP-S 10 Jun 2025  01:33 RC/JU

25 Q2260-04 BM050259.D OkTP10-MHG-WC 10 Jun 2025  02:12 RC/JU

26 Q2265-04 BM050260.D OkTP11-MHL-WC 10 Jun 2025  02:51 RC/JU

27 DFTPP BM050261.D OkDFTPP 10 Jun 2025  04:09 RC/JU

28 SSTDCCC040 BM050262.D Ok,MSSTDCCC040 10 Jun 2025  04:48 RC/JU

29 PB168352BL BM050263.D OkPB168352BL 10 Jun 2025  05:28 RC/JU

30 PB168352BS BM050264.D Ok,MPB168352BS 10 Jun 2025  06:07 RC/JU

31 PB168333TB BM050265.D OkPB168333TB 10 Jun 2025  06:46 RC/JU

32 Q2242-04 BM050266.D OkTP09-MHJ 10 Jun 2025  07:25 RC/JU

33 Q2244-04 BM050267.D OkTP03-MHC 10 Jun 2025  08:04 RC/JU

34 Q2266-04 BM050268.D OkWC-3 10 Jun 2025  08:43 RC/JU

35 Q2266-08 BM050269.D Internal Standard Failed & 

Surrogates failed for low IS 

recoveries.

ReRunWC-5 10 Jun 2025  09:22 RC/JU

36 Q2240-04 BM050270.D OkTP-3 10 Jun 2025  10:01 RC/JU
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37 Q2240-08 BM050271.D OkTP-2 10 Jun 2025  10:41 RC/JU

38 Q2240-12 BM050272.D OkTP-1 10 Jun 2025  11:20 RC/JU

39 Q2231-02DL BM050273.D Need further 5X dilution DilutionMW-14-20250604DL 10 Jun 2025  11:59 RC/JU

40 Q2202-03DL BM050274.D OkMW-12-20250603DL 10 Jun 2025  12:38 RC/JU

41 Q2231-02DL2 BM050275.D OkMW-14-20250604DL2 10 Jun 2025  13:28 RC/JU

M : Manual Integration


