
Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnSemsettin Yesilyurt 6/18/2025 5:28:16 PM

VP134389

VP134390,VP134391,VP134392,VP134393,VP134394,VP134395

VP134396

82X061725W.MVX061725

MSVOA_X

Daily Analysis Runlog For Sequence/QCBatch ID # VX061725

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 6/18/2025 6:22:48 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VX046715.D OkBFB 17 Jun 2025  08:46 JC/MD

2 VSTDICC001 VX046716.D RRF check Not OkVSTDICC001 17 Jun 2025  10:09 JC/MD

3 VSTDICC001 VX046717.D low response ReRunVSTDICC001 17 Jun 2025  10:58 JC/MD

4 VSTDICC005 VX046718.D Ok,MVSTDICC005 17 Jun 2025  11:19 JC/MD

5 VSTDICC020 VX046719.D LR- 10,49 Ok,MVSTDICC020 17 Jun 2025  13:59 JC/MD

6 VSTDICCC050 VX046720.D Ok,MVSTDICCC050 17 Jun 2025  14:20 JC/MD

7 VSTDICC100 VX046721.D Ok,MVSTDICC100 17 Jun 2025  14:41 JC/MD

8 VSTDICC150 VX046722.D Ok,MVSTDICC150 17 Jun 2025  15:02 JC/MD

9 IBLK VX046723.D OkIBLK 17 Jun 2025  15:23 JC/MD

10 VSTDICC001 VX046724.D spike error Not OkVSTDICC001 17 Jun 2025  16:20 JC/MD

11 VSTDICC001 VX046725.D Ok,MVSTDICC001 17 Jun 2025  17:18 JC/MD

12 VSTDICV050 VX046726.D Ok,MICVVX061725 17 Jun 2025  18:00 JC/MD

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 6/20/2025 8:46:07 AM

VP134428

VP134429,VP134430

82X061725W.MVX061925

MSVOA_X

Daily Analysis Runlog For Sequence/QCBatch ID # VX061925

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 6/21/2025 12:21:16 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VX046757.D OkBFB 19 Jun 2025  08:42 JC/MD

2 VSTDCCC050 VX046758.D pH#Lot#V12668 Ok,MVSTDCCC050 19 Jun 2025  09:43 JC/MD

3 VX0619MBL01 VX046759.D OkVX0619MBL01 19 Jun 2025  10:12 JC/MD

4 VX0619WBL01 VX046760.D OkVX0619WBL01 19 Jun 2025  10:33 JC/MD

5 Q2345-01 VX046761.D vial B pH<2  EB OkEB02-20250616 19 Jun 2025  11:03 JC/MD

6 VX0619WBS01 VX046762.D Ok,MVX0619WBS01 19 Jun 2025  11:24 JC/MD

7 VX0619WBSD01 VX046763.D Ok,MVX0619WBSD01 19 Jun 2025  11:51 JC/MD

8 Q2361-01 VX046764.D vial A pH<2 OkTT205S1-20250617 19 Jun 2025  12:12 JC/MD

9 Q2334-01 VX046765.D vial A pH<2 OkMW3 19 Jun 2025  12:33 JC/MD

10 Q2334-02 VX046766.D vial A pH<2 OkMW4 19 Jun 2025  12:54 JC/MD

11 Q2334-03 VX046767.D vial A pH<2 OkGBTW1 19 Jun 2025  13:15 JC/MD

12 Q2363-02 VX046768.D vial A pH<2   Need 20X DilutionGCAP1W 19 Jun 2025  13:36 JC/MD

13 IBLK VX046769.D OkIBLK 19 Jun 2025  13:57 JC/MD

14 IBLK VX046770.D OkIBLK 19 Jun 2025  14:18 JC/MD

15 Q2351-01 VX046771.D vial A pH<2  oily sample OkFAIRLAWN-SUMP 19 Jun 2025  15:45 JC/MD

16 Q2372-02 VX046772.D vial A pH<2 OkGAV2W 19 Jun 2025  16:06 JC/MD

17 Q2372-01 VX046773.D vial A pH<2 OkGAV1W 19 Jun 2025  16:27 JC/MD

18 IBLK VX046774.D OkIBLK 19 Jun 2025  16:49 JC/MD



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 6/20/2025 8:46:07 AM

VP134428

VP134429,VP134430

82X061725W.MVX061925

MSVOA_X

Daily Analysis Runlog For Sequence/QCBatch ID # VX061925

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 6/21/2025 12:21:16 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

19 VSTDCCC050 VX046775.D Ok,MVSTDCCC050EC 19 Jun 2025  17:10 JC/MD

M : Manual Integration


