
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\voasrv\HPCHEM1\MSVOA_Y\Data\VY062325\
  Data File : VY022778.D                                          
  Acq On    : 23 Jun 2025  14:23
  Operator  : SY/MD
  Sample    : VSTDICC020
  Misc      : 5.00g/5.0mL/MSVOA_Y/SOIL
  ALS Vial  : 5   Sample Multiplier: 1
 
  Quant Time: Jun 24 02:51:45 2025
  Quant Method : Z:\voasrv\HPCHEM1\MSVOA_Y\methods\82Y062325S.M
  Quant Title  : SW846 8260
  QLast Update : Tue Jun 24 02:48:20 2025
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
   Internal Standards
     1) Pentafluorobenzene          7.707  168   466622    50.000 ug/l     0.00
    34) 1,4‐Difluorobenzene         8.610  114   781920    50.000 ug/l     0.00
    63) Chlorobenzene‐d5           11.414  117   668589    50.000 ug/l     0.00
    72) 1,4‐Dichlorobenzene‐d4     13.340  152   321641    50.000 ug/l     0.00
 
   System Monitoring Compounds                                        
    33) 1,2‐Dichloroethane‐d4       8.055   65   103895    19.949 ug/l    0.00  
     Spiked Amount     50.000   Range  50 ‐ 163    Recovery   =   39.900%#
    35) Dibromofluoromethane        7.628  113    92378    19.426 ug/l    0.00  
     Spiked Amount     50.000   Range  54 ‐ 147    Recovery   =   38.860%#
    50) Toluene‐d8                 10.103   98   370864    19.654 ug/l    0.00  
     Spiked Amount     50.000   Range  58 ‐ 134    Recovery   =   39.300%#
    62) 4‐Bromofluorobenzene       12.402   95   115617    19.060 ug/l    0.00  
     Spiked Amount     50.000   Range  30 ‐ 143    Recovery   =   38.120% 
 
   Target Compounds                                                   Qvalue
     2) Dichlorodifluoromethane     1.861   85    88527    22.187 ug/l      96
     3) Chloromethane               2.062   50   161461    21.191 ug/l      97
     4) Vinyl Chloride              2.196   62   203692    21.399 ug/l      98
     5) Bromomethane                2.580   94   159406    21.301 ug/l     100
     6) Chloroethane                2.727   64   134813    21.069 ug/l      95
     7) Trichlorofluoromethane      3.044  101   227500    21.584 ug/l      97
     8) Diethyl Ether               3.452   74    53531    20.563 ug/l      97
     9) 1,1,2‐Trichlorotrifluo...   3.806  101   102158    21.209 ug/l      99
    10) Methyl Iodide               3.995  142   105737    20.162 ug/l      99
    11) Tert butyl alcohol          4.854   59    35575   102.731 ug/l      99
    12) 1,1‐Dichloroethene          3.781   96    97726    20.691 ug/l      93
    13) Acrolein                    3.647   56    49556   105.534 ug/l      97
    14) Allyl chloride              4.373   41   150283    20.687 ug/l     100
    15) Acrylonitrile               5.049   53   112031   103.145 ug/l      99
    16) Acetone                     3.867   43   106379   108.071 ug/l      94
    17) Carbon Disulfide            4.092   76   323087    21.175 ug/l      98
    18) Methyl Acetate              4.379   43    82088    25.182 ug/l      99
    19) Methyl tert‐butyl Ether     5.110   73   260531    20.258 ug/l      99
    20) Methylene Chloride          4.610   84   123947    19.939 ug/l      98
    21) trans‐1,2‐Dichloroethene    5.104   96   111517    20.659 ug/l      94
    22) Diisopropyl ether           6.013   45   331999    20.578 ug/l      96
    23) Vinyl Acetate               5.952   43   858731    96.375 ug/l      99
    24) 1,1‐Dichloroethane          5.909   63   201445    20.671 ug/l      99
    25) 2‐Butanone                  6.890   43   149196   104.140 ug/l     100
    26) 2,2‐Dichloropropane         6.878   77   173008    21.179 ug/l     100
    27) cis‐1,2‐Dichloroethene      6.884   96   128206    20.439 ug/l      99
    28) Bromochloromethane          7.238   49    81625    19.923 ug/l      99
    29) Tetrahydrofuran             7.256   42    91536   101.186 ug/l      98
    30) Chloroform                  7.415   83   205035    20.428 ug/l      95
    31) Cyclohexane                 7.695   56   184362    20.610 ug/l      98
    32) 1,1,1‐Trichloroethane       7.616   97   181573    20.934 ug/l      99
    36) 1,1‐Dichloropropene         7.829   75   147625    20.481 ug/l      99
    37) Ethyl Acetate               6.982   43    62062    19.954 ug/l      98
    38) Carbon Tetrachloride        7.811  117   158707    20.868 ug/l      97
    39) Methylcyclohexane           9.103   83   190778    20.453 ug/l      95
    40) Benzene                     8.079   78   453686    20.472 ug/l      99
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          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
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    41) Methacrylonitrile           7.214   41    40422m   20.600 ug/l        
    42) 1,2‐Dichloroethane          8.152   62   125873    20.728 ug/l     100
    43) Isopropyl Acetate           8.195   43   132526    20.501 ug/l      99
    44) Trichloroethene             8.860  130   119612    21.498 ug/l      97
    45) 1,2‐Dichloropropane         9.134   63   107803    20.785 ug/l     100
    46) Dibromomethane              9.225   93    60151    20.430 ug/l     100
    47) Bromodichloromethane        9.420   83   155066    20.424 ug/l      99
    48) Methyl methacrylate         9.219   41    65108    20.951 ug/l      99
    49) 1,4‐Dioxane                 9.219   88    14738   423.683 ug/l      97
    51) 4‐Methyl‐2‐Pentanone        9.993   43   335542   102.143 ug/l      99
    52) Toluene                    10.164   92   284109    20.321 ug/l      99
    53) t‐1,3‐Dichloropropene      10.390   75   137096    20.069 ug/l      98
    54) cis‐1,3‐Dichloropropene     9.853   75   163425    20.633 ug/l      98
    55) 1,1,2‐Trichloroethane      10.567   97    77767    20.398 ug/l      96
    56) Ethyl methacrylate         10.439   69    98608    19.224 ug/l      98
    57) 1,3‐Dichloropropane        10.713   76   137448    20.664 ug/l      99
    58) 2‐Chloroethyl Vinyl ether   9.707   63   240143    99.154 ug/l      99
    59) 2‐Hexanone                 10.756   43   226399   101.369 ug/l     100
    60) Dibromochloromethane       10.908  129   100360    20.380 ug/l      99
    61) 1,2‐Dibromoethane          11.012  107    71565    20.059 ug/l      99
    64) Tetrachloroethene          10.640  164   143038    22.646 ug/l      97
    65) Chlorobenzene              11.438  112   302372    20.582 ug/l     100
    66) 1,1,1,2‐Tetrachloroethane  11.512  131   100839    20.265 ug/l      99
    67) Ethyl Benzene              11.512   91   527080    20.420 ug/l      97
    68) m/p‐Xylenes                11.621  106   405724    40.662 ug/l      99
    69) o‐Xylene                   11.950  106   189409    20.146 ug/l     100
    70) Styrene                    11.963  104   311610    19.787 ug/l      99
    71) Bromoform                  12.127  173    54365    19.622 ug/l #    99
    73) Isopropylbenzene           12.249  105   491885    20.678 ug/l      99
    74) N‐amyl acetate             12.066   43   104745    19.617 ug/l      99
    75) 1,1,2,2‐Tetrachloroethane  12.499   83    72880    19.010 ug/l     100
    76) 1,2,3‐Trichloropropane     12.548   75    66146m   19.529 ug/l        
    77) Bromobenzene               12.530  156   109855    20.375 ug/l      98
    78) n‐propylbenzene            12.591   91   596356    20.765 ug/l     100
    79) 2‐Chlorotoluene            12.676   91   334595    20.620 ug/l     100
    80) 1,3,5‐Trimethylbenzene     12.731  105   395821    20.613 ug/l      99
    81) trans‐1,4‐Dichloro‐2‐b...  12.298   75    26956    20.739 ug/l      97
    82) 4‐Chlorotoluene            12.774   91   345875    20.293 ug/l      99
    83) tert‐Butylbenzene          12.993  119   340561    20.110 ug/l      99
    84) 1,2,4‐Trimethylbenzene     13.036  105   396401    20.618 ug/l     100
    85) sec‐Butylbenzene           13.170  105   525353    20.618 ug/l     100
    86) p‐Isopropyltoluene         13.286  119   429419    20.252 ug/l      99
    87) 1,3‐Dichlorobenzene        13.280  146   217684    20.103 ug/l      99
    88) 1,4‐Dichlorobenzene        13.359  146   217184    20.191 ug/l      98
    89) n‐Butylbenzene             13.609   91   410986    20.605 ug/l      99
    90) Hexachloroethane           13.871  117    86261    20.425 ug/l      95
    91) 1,2‐Dichlorobenzene        13.651  146   193285    20.255 ug/l     100
    92) 1,2‐Dibromo‐3‐Chloropr...  14.267   75    13274    20.417 ug/l      99
    93) 1,2,4‐Trichlorobenzene     14.913  180   109060    20.242 ug/l      99
    94) Hexachlorobutadiene        15.017  225    62946    20.660 ug/l      97
    95) Naphthalene                15.139  128   195013    20.015 ug/l     100
    96) 1,2,3‐Trichlorobenzene     15.322  180    94536    20.305 ug/l      98
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
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   (#) = qualifier out of range (m) = manual integration (+) = signals summed

82Y062325S.M Tue Jun 24 15:56:30 2025                                                      Page:  3

Instrument :
MSVOA_Y
ClientSampleId :
VSTDICC020

Manual Integrations
APPROVED

Reviewed By :Mahesh Dadoda     06/24/2025
Supervised By :Semsettin Yesilyurt     06/24/2025



                                        Quantitation Report    (QT Reviewed)

  Data Path : Z:\voasrv\HPCHEM1\MSVOA_Y\Data\VY062325\
  Data File : VY022778.D                                          
  Acq On    : 23 Jun 2025  14:23
  Operator  : SY/MD
  Sample    : VSTDICC020
  Misc      : 5.00g/5.0mL/MSVOA_Y/SOIL
  ALS Vial  : 5   Sample Multiplier: 1

  Quant Time: Jun 24 02:51:45 2025
  Quant Method : Z:\voasrv\HPCHEM1\MSVOA_Y\methods\82Y062325S.M
  Quant Title  : SW846 8260
  QLast Update : Tue Jun 24 02:48:20 2025
  Response via : Initial Calibration

2.00 3.00 4.00 5.00 6.00 7.00 8.00 9.00 10.00 11.00 12.00 13.00 14.00 15.00 16.00
0

100000

200000

300000

400000

500000

600000

700000

800000

900000

1000000

1100000

1200000

1300000

1400000

1500000

1600000

1700000

Time-->

Abundance TIC: VY022778.D\data.ms

1,
2,

3-
T

ric
hl

or
ob

en
ze

ne
,T

 
N

ap
ht

ha
le

ne
,T

 
H

ex
ac

hl
or

ob
ut

ad
ie

ne
,T

 
1,

2,
4-

T
ric

hl
or

ob
en

ze
ne

,T
 

1,
2-

D
ib

ro
m

o-
3-

C
hl

or
op

ro
pa

ne
,T

 

H
ex

ac
hl

or
oe

th
an

e,
T

1,
2-

D
ic

hl
or

ob
en

ze
ne

,T
 

n-
B

ut
yl

be
nz

en
e,

T
 

1,
4-

D
ic

hl
or

ob
en

ze
ne

,T
 

1,
4-

D
ic

hl
or

ob
en

ze
ne

-d
4,

I
p-

Is
op

ro
py

lto
lu

en
e,

T
 

1,
3-

D
ic

hl
or

ob
en

ze
ne

,T
 

se
c-

B
ut

yl
be

nz
en

e,
T

 
1,

2,
4-

T
rim

et
hy

lb
en

ze
ne

,T
 

te
rt

-B
ut

yl
be

nz
en

e,
T

 
4-

C
hl

or
ot

ol
ue

ne
,T

 1,
3,

5-
T

rim
et

hy
lb

en
ze

ne
,T

 
2-

C
hl

or
ot

ol
ue

ne
,T

 
n-

pr
op

yl
be

nz
en

e,
T

 
1,

2,
3-

T
ric

hl
or

op
ro

pa
ne

,T
 

B
ro

m
ob

en
ze

ne
,T

 
1,

1,
2,

2-
T

et
ra

ch
lo

ro
et

ha
ne

,P
 4-
B

ro
m

of
lu

or
ob

en
ze

ne
,S

tr
an

s-
1,

4-
D

ic
hl

or
o-

2-
bu

te
ne

,T
Is

op
ro

py
lb

en
ze

ne
,T

 
B

ro
m

of
or

m
,P

 
N

-a
m

yl
 a

ce
ta

te
,T

S
ty

re
ne

,T
 

o-
X

yl
en

e,
T

 

m
/p

-X
yl

en
es

,T
  

1,
1,

1,
2-

T
et

ra
ch

lo
ro

et
ha

ne
,T

 
E

th
yl

 B
en

ze
ne

,C
 

C
hl

or
ob

en
ze

ne
,P

M
C

hl
or

ob
en

ze
ne

-d
5,

I

1,
2-

D
ib

ro
m

oe
th

an
e,

T
 

D
ib

ro
m

oc
hl

or
om

et
ha

ne
,T

 
2-

H
ex

an
on

e,
T

 
1,

3-
D

ic
hl

or
op

ro
pa

ne
,T

 
T

et
ra

ch
lo

ro
et

he
ne

,T
 

1,
1,

2-
T

ric
hl

or
oe

th
an

e,
T

 
E

th
yl

 m
et

ha
cr

yl
at

e,
T

t-
1,

3-
D

ic
hl

or
op

ro
pe

ne
,T

 
T

ol
ue

ne
,C

M
 

T
ol

ue
ne

-d
8,

S
4-

M
et

hy
l-2

-P
en

ta
no

ne
,T

 
ci

s-
1,

3-
D

ic
hl

or
op

ro
pe

ne
,T

 
2-

C
hl

or
oe

th
yl

 V
in

yl
 e

th
er

,T
 

B
ro

m
od

ic
hl

or
om

et
ha

ne
,T

 
D

ib
ro

m
om

et
ha

ne
,T

 
M

et
hy

l m
et

ha
cr

yl
at

e,
T

1,
4-

D
io

xa
ne

,T
1,

2-
D

ic
hl

or
op

ro
pa

ne
,C

 
M

et
hy

lc
yc

lo
he

xa
ne

,T
 

T
ric

hl
or

oe
th

en
e,

T
M

1,
4-

D
ifl

uo
ro

be
nz

en
e,

I

Is
op

ro
py

l A
ce

ta
te

,T
1,

2-
D

ic
hl

or
oe

th
an

e,
T

M
B

en
ze

ne
,T

M
1,

2-
D

ic
hl

or
oe

th
an

e-
d4

,S
1,

1-
D

ic
hl

or
op

ro
pe

ne
,T

 
C

ar
bo

n 
T

et
ra

ch
lo

rid
e,

T
 

P
en

ta
flu

or
ob

en
ze

ne
,I

C
yc

lo
he

xa
ne

,T
 

D
ib

ro
m

of
lu

or
om

et
ha

ne
,S

1,
1,

1-
T

ric
hl

or
oe

th
an

e,
T

 
C

hl
or

of
or

m
,C

 
T

et
ra

hy
dr

of
ur

an
,T

B
ro

m
oc

hl
or

om
et

ha
ne

,T
 

M
et

ha
cr

yl
on

itr
ile

,T
E

th
yl

 A
ce

ta
te

,T
2-

B
ut

an
on

e,
T

 
ci

s-
1,

2-
D

ic
hl

or
oe

th
en

e,
T

 
2,

2-
D

ic
hl

or
op

ro
pa

ne
,T

 

D
iis

op
ro

py
l e

th
er

,T
V

in
yl

 A
ce

ta
te

,T
 

1,
1-

D
ic

hl
or

oe
th

an
e,

P
 M
et

hy
l t

er
t-

bu
ty

l E
th

er
,T

 
tr

an
s-

1,
2-

D
ic

hl
or

oe
th

en
e,

T
 

A
cr

yl
on

itr
ile

,T
 

T
er

t b
ut

yl
 a

lc
oh

ol
,T

 

M
et

hy
le

ne
 C

hl
or

id
e,

T
 

M
et

hy
l A

ce
ta

te
,T

A
lly

l c
hl

or
id

e,
T

C
ar

bo
n 

D
is

ul
fid

e,
T

 
M

et
hy

l I
od

id
e,

T
A

ce
to

ne
,T

 
1,

1,
2-

T
ric

hl
or

ot
rif

lu
or

oe
th

an
e,

T
1,

1-
D

ic
hl

or
oe

th
en

e,
C

M
A

cr
ol

ei
n,

T
 

D
ie

th
yl

 E
th

er
,T

T
ric

hl
or

of
lu

or
om

et
ha

ne
,T

 

C
hl

or
oe

th
an

e,
T

 
B

ro
m

om
et

ha
ne

,T
 

V
in

yl
 C

hl
or

id
e,

C
 

C
hl

or
om

et
ha

ne
,P

D
ic

hl
or

od
ifl

uo
ro

m
et

ha
ne

,T

82Y062325S.M Tue Jun 24 15:56:33 2025                                                      Page: 4

Instrument :
MSVOA_Y
ClientSampleId :
VSTDICC020

Manual Integrations
APPROVED

Reviewed By :Mahesh Dadoda     06/24/2025
Supervised By :Semsettin Yesilyurt     06/24/2025


