
Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 6/27/2025 8:47:12 AM

VP134526,VP134529

VP134527,VP134528

82N060625W.MVN062625

MSVOA_N

Daily Analysis Runlog For Sequence/QCBatch ID # VN062625

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 6/27/2025 10:44:46 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VN087180.D OkBFB 26 Jun 2025  08:40 JC\MD

2 VSTDCCC050 VN087181.D pH#Lot#V12668 Ok,MVSTDCCC050 26 Jun 2025  09:50 JC\MD

3 VN0626WBL01 VN087182.D OkVN0626WBL01 26 Jun 2025  10:25 JC\MD

4 VN0626MBL01 VN087183.D OkVN0626MBL01 26 Jun 2025  10:46 JC\MD

5 VN0626WBS01 VN087184.D Ok,MVN0626WBS01 26 Jun 2025  11:07 JC\MD

6 Q2386-02 VN087185.D vial A pH#5.0 OkSU-1-062025 26 Jun 2025  11:40 JC\MD

7 PB168572TB VN087186.D OkPB168572TB 26 Jun 2025  12:01 JC\MD

8 VN0626WBSD01 VN087187.D Ok,MVN0626WBSD01 26 Jun 2025  12:22 JC\MD

9 Q2388-04 VN087188.D vial A pH#5.0 OkTP-12 26 Jun 2025  12:44 JC\MD

10 Q2389-04 VN087189.D vial A pH#5.0 OkMH-J-I 26 Jun 2025  13:05 JC\MD

11 Q2391-01 VN087190.D vial A pH#5.0 OkAUD-1623 26 Jun 2025  13:26 JC\MD

12 Q2394-04 VN087191.D vial A pH#5.0 OkMH-K/L 26 Jun 2025  13:47 JC\MD

13 Q2399-04 VN087192.D vial A pH#5.0 OkTP-13 26 Jun 2025  14:08 JC\MD

14 Q2399-08 VN087193.D vial A pH#5.0;Surrogate Fail ReRunEP-7 26 Jun 2025  14:29 JC\MD

15 Q2405-04 VN087194.D vial A pH#5.0 OkMH-M/N 26 Jun 2025  14:49 JC\MD

16 Q2409-01 VN087195.D vial A pH#5.0 OkCOP-SOIL-PILE 26 Jun 2025  15:10 JC\MD

17 VN0626WBS02 VN087196.D Not Required Not OkVN0626WBS02 26 Jun 2025  15:31 JC\MD

18 BFB VN087197.D OkBFB 26 Jun 2025  16:13 JC\MD



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 6/27/2025 8:47:12 AM

VP134526,VP134529
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Daily Analysis Runlog For Sequence/QCBatch ID # VN062625

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 6/27/2025 10:44:46 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

19 VSTDICC001 VN087198.D Method failed for com.#08 Ok,MVSTDICC001 26 Jun 2025  16:34 JC\MD

20 VSTDICC005 VN087199.D LR-9,14,15,16,17,18,20,37,56,58 Ok,MVSTDICC005 26 Jun 2025  17:15 JC\MD

21 VSTDICC020 VN087200.D QR- 49,51 Ok,MVSTDICC020 26 Jun 2025  17:36 JC\MD

22 VSTDICCC050 VN087201.D Ok,MVSTDICCC050 26 Jun 2025  17:57 JC\MD

23 VSTDICC100 VN087202.D Ok,MVSTDICC100 26 Jun 2025  18:18 JC\MD

24 VSTDICC150 VN087203.D Ok,MVSTDICC150 26 Jun 2025  18:39 JC\MD

25 IBLK VN087204.D OkIBLK 26 Jun 2025  18:59 JC\MD

26 VSTDICV050 VN087205.D Ok,MICVVN062625 26 Jun 2025  19:20 JC\MD

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory
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Daily Analysis Runlog For Sequence/QCBatch ID # VN062725

STD. NAME STD REF.#

Supervise By Supervise OnSemsettin Yesilyurt 6/30/2025 8:25:11 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VN087206.D OkBFB 27 Jun 2025  08:09 JC\MD

2 VSTDCCC050 VN087207.D pH#Lot#V12668 Ok,MVSTDCCC050 27 Jun 2025  09:38 JC\MD

3 VN0627MBL01 VN087208.D OkVN0627MBL01 27 Jun 2025  10:12 JC\MD

4 VN0627WBL01 VN087209.D OkVN0627WBL01 27 Jun 2025  10:33 JC\MD

5 VN0627WBS01 VN087210.D Ok,MVN0627WBS01 27 Jun 2025  10:53 JC\MD

6 VN0627WBSD01 VN087211.D BSD Failed Low for com.#31,45 Ok,MVN0627WBSD01 27 Jun 2025  11:27 JC\MD

7 Q2399-08 VN087212.D vial B pH#5.0 OkEP-7 27 Jun 2025  11:48 JC\MD

8 Q2401-01 VN087213.D vial B pH<2 Ok,MMW2 27 Jun 2025  12:08 JC\MD

9 Q2418-01 VN087214.D Not OkVAC-TRUCK-4074 27 Jun 2025  12:29 JC\MD

10 PB168627TB VN087215.D OkPB168627TB 27 Jun 2025  12:49 JC\MD

11 Q2414-04 VN087216.D vial A pH#5.0  Surrogate Fail ReRunWC-1 27 Jun 2025  13:10 JC\MD

12 Q2415-04 VN087217.D vial A pH#5.0 OkWC-1 27 Jun 2025  13:31 JC\MD

13 Q2416-04 VN087218.D vial A pH#5.0 OkMH-G/H 27 Jun 2025  13:51 JC\MD

14 Q2420-02 VN087219.D vial A pH#5.0 Ok72-11933 27 Jun 2025  14:12 JC\MD

15 Q2429-04 VN087220.D vial A pH#5.0 OkTP-4 27 Jun 2025  14:32 JC\MD

16 Q2430-04 VN087221.D vial A pH#5.0  Surrogate Fail ReRunMH-E/F 27 Jun 2025  14:53 JC\MD

17 IBLK VN087222.D OkIBLK 27 Jun 2025  15:14 JC\MD

18 Q2437-01 VN087223.D vial A pH<2 OkSTORAGE-BLANK-SOIL-REF-6 27 Jun 2025  15:35 JC\MD
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Daily Analysis Runlog For Sequence/QCBatch ID # VN062725

STD. NAME STD REF.#

Supervise By Supervise OnSemsettin Yesilyurt 6/30/2025 8:25:11 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

19 Q2437-02 VN087224.D vial A pH<2 OkSTORAGE-BLANK-WATER-REF-5 27 Jun 2025  15:56 JC\MD

20 Q2437-03 VN087225.D vial A pH<2 OkSTORAGE-BLANK-WATER-REF-4 27 Jun 2025  16:17 JC\MD

21 Q2437-04 VN087226.D vial A pH<2 OkSTORAGE-BLANK-SAMPLE-MANAGEMENT27 Jun 2025  16:38 JC\MD

22 Q2366-01 VN087227.D vial C pH#6.0 Ok250528063-02-VOA 27 Jun 2025  17:00 JC\MD

23 IBLK VN087228.D OkIBLK 27 Jun 2025  17:21 JC\MD

24 IBLK VN087229.D OkIBLK 27 Jun 2025  17:42 JC\MD

25 Q2418-01 VN087230.D vial A pH<2 turbid sample OkVAC-TRUCK-4074 27 Jun 2025  18:03 JC\MD

26 Q2414-04 VN087231.D vial B pH#5.0 OkWC-1 27 Jun 2025  18:25 JC\MD

27 Q2430-04RE VN087232.D vial B pH#5.0   Surrogate Fail ConfirmsMH-E/FRE 27 Jun 2025  18:46 JC\MD

28 VSTDCCC050 VN087233.D Ok,MVSTDCCC050EC 27 Jun 2025  19:07 JC\MD

M : Manual Integration


