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	NO
	YES



	ORDER ID: Q3426

	MATRIX: Water

	METHOD: 8260-Low

	


	
	
	NA
	NO
	YES

	1.
	Chromatograms Labeled/Compounds Identified.  (Field samples and Method Blanks)


	
	
	(

	2.
	GC/MS  Tuning Specifications

BFB Meet Criteria (NOTE THAT THERE ARE DIFFERENT CRITERIA FOR NY 

ASP CLP, CLP AND NJ)


	
	
	(

	3.
	GC/MS Tuning Frequency - Performed every 24 hours for 600 series and 12 hours for 8000 Series.


	
	
	(

	4.
	GC/MS Calibration - Initial Calibration performed before sample analysis and continuing calibration performed within 24 hours of sample analysis for 600 series and 12 hours for 8000 series.


	
	
	(

	5.
	GC/MS Calibration Requirements.
	
	(
	

	
	The Initial Calibration met the requirements.

The Continuous Calibration File ID VN088127.D met the requirements except for 1,2-Dichloroethane 2-Hexanone, 4-Methyl-2-Pentanone, Methyl Acetate, Methyl tert-butyl Ether and Tert butyl alcohol are failing high but no positive hit in associate sample while 2-Butanone  is failing high and associate sample having hit of 2-Butanone but only dilution sample analyzed under this and dilution not require for this compound, therefore no corrective action taken.
	
	
	

	6.
	Blank Contamination - If yes, list compounds and concentrations in each blank:


	
	(
	

	7.
	Surrogate Recoveries Meet Criteria


If not met, list those compounds and their recoveries which fall outside the acceptable ranges.


	
	
	(

	8.
	Matrix Spike/Matrix Spike Duplicate Recoveries Meet Criteria

If not met, list those compounds and their recoveries which fall outside the acceptable range.

The Blank Spike for {VN1027WBS01} with File ID: VN088105.D met requirements for all compounds except for 1,1,1-Trichloroethane[109%], 1,2-Dibromoethane[111%], 1,2-Dichloroethane[122%], 4-Methyl-2-Pentanone[120%], Bromochloromethane[125%], Bromodichloromethane[114%], Chloroform[114%], cis-1,3-Dichloropropene[112%] and Methylene Chloride[118%] are failing high but no positive hit in associate sample therefore no corrective action taken..

The Blank Spike Duplicate for {VN1027WBSD01} with File ID: VN088106.D met requirements for all compounds except for 1,2-Dibromo-3-Chloropropane[119%], 1,2-Dibromoethane[114%], 1,2-Dichloroethane[123%], 1,2-Dichloropropane[114%], 2-Hexanone[120%], 4-Methyl-2-Pentanone[120%], Bromochloromethane[126%], Bromodichloromethane[116%], Bromoform[114%], cis-1,3-Dichloropropene[112%], Methylene Chloride[117%] and t-1,3-Dichloropropene[113%] are is failing high but no positive hit in associate sample therefore no corrective action taken.

The Blank Spike for {VN1028WBS02} with File ID: VN088131.D met requirements for all compounds except for 1,2-Dichloroethane[119%], Bromodichloromethane[112%], Ethyl Benzene[110%] and o-Xylene[111%] are failing high and associate sample having hit of Ethyl Benzene and o-Xylene but only dilution sample analyzed under this and dilution not require for these compound, therefore no corrective action taken.

	
	(
	

	9.
	Internal Standard Area/Retention Time Shift Meet Criteria

Comments: 


	
	
	(

	10.
	Analysis Holding Time Met 






If not met, list number of days exceeded for each sample:


	
	
	(


ADDITIONAL COMMENTS: 
Samples TWP3, MW2 were ran these samples at straight dilution after checking past history of these samples, and also samples having very strong odor.

Samples for MS/MSD for VOC analysis were not provided with this set of samples. The Blank Spike Duplicate is reported with the data.

Trip Blank was not provided with this set of samples.
_______________________________________
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