
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_D\Data\PD071723\
  Data File : PD076843.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 17 Jul 2023  19:31
  Operator  : AR\AJ
  Sample    : O3472‐32
  Misc      :  
  ALS Vial  : 39   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Jul 18 13:21:44 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_D\Method\PD071423CLP.M
  Quant Title  : GC Extractables
  QLast Update : Fri Jul 14 14:58:34 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 1 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30M x 0.32mm x0.5 Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    3.540     2.765  54490554 11306393   25.614    10.592 #
27) SA  Decachlor...    9.080     7.902  54131858 23500689   22.281m   21.923m 
 
   Target Compounds
 3) MA  gamma‐BHC...    4.337     3.573   342.8E6 64799751  103.350m   43.254m#
 7) B   delta‐BHC       4.796     4.130   391.2E6 72373642  116.645m   47.418 #
 8) B   Heptachlo...    5.687     4.708   113.4E6 25120076   37.851    17.855m#
14) MA  Endrin          6.585     5.630  45500350  5399662   17.651     4.367m#
16) A   4,4'‐DDD        6.727     5.773  37502357  7340055   16.597     7.745m#
17) MA  4,4'‐DDT        7.006     6.019  37968494 18836982   17.005m   20.108  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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