
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_D\Data\PD071723\
  Data File : PD076836.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 17 Jul 2023  17:57
  Operator  : AR\AJ
  Sample    : O3472‐23
  Misc      :  
  ALS Vial  : 32   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Jul 18 17:20:57 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_D\Method\PD071423CLP.M
  Quant Title  : GC Extractables
  QLast Update : Fri Jul 14 14:58:34 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 1 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30M x 0.32mm x0.5 Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    3.536     2.765   464.3E6 10224605  218.267     9.579 #
27) SA  Decachlor...    9.082     7.904  52799985 22253242   21.733m   20.759  
 
   Target Compounds
 3) MA  gamma‐BHC...    4.338     3.573  1750.7E6  390.7E6  527.784m  260.789m#
 7) B   delta‐BHC       4.795     4.130   511.6E6 64542619  152.563m   42.287 #
 8) B   Heptachlo...    5.687     4.709   100.9E6 69939505   33.684    49.713m#
14) MA  Endrin          6.584     5.630  38660349 11034076   14.997     8.923m#
16) A   4,4'‐DDD        6.722     5.774  92394595 22222110   40.890m   23.448 #
17) MA  4,4'‐DDT        7.004     6.016  87334821 40853987   39.115m   43.611m 
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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