
                                   Response Factor Report ECD7
 
  Method Path : Z:\pestpcbsrv\HPCHEM1\ECD_D\Method\
  Method File : PD072618.M                                          
  Title     : GC Extractables
  Last Update  : Thu Jul 26 03:03:16 2018
  Response Via : Initial Calibration
 
  Calibration Files
  50     =PD048512.D   100    =PD048510.D   75     =PD048511.D
  25     =PD048513.D   5      =PD048514.D
 
         Compound              50    100   75    25    5     Avg       %RSD
  --------------------------------------------------------------------------
  1) SA  Tetrachloro-m-xylene  1.367 1.393 1.365 1.335 1.403 1.373 E6  1.94 
  2) MA  alpha-BHC                                           0.000    -1.00 
  3) MA  gamma-BHC (Lindane)                                 0.000    -1.00 
  4) MA  Heptachlor                                          0.000    -1.00 
  5) MB  Aldrin                                              0.000    -1.00 
  6) B   beta-BHC                                            0.000    -1.00 
  7) B   delta-BHC                                           0.000    -1.00 
  8) B   Heptachlor epoxide                                  0.000    -1.00 
  9) A   Endosulfan I                                        0.000    -1.00 
 10) B   gamma-Chlordane                                     0.000    -1.00 
 11) B   alpha-Chlordane                                     0.000    -1.00 
 12) B   4,4'-DDE                                            0.000    -1.00 
 13) MA  Dieldrin                                            0.000    -1.00 
 14) MA  Endrin                                              0.000    -1.00 
 15) B   Endosulfan II                                       0.000    -1.00 
 16) A   4,4'-DDD                                            0.000    -1.00 
 17) MA  4,4'-DDT                                            0.000    -1.00 
 18) B   Endrin aldehyde                                     0.000    -1.00 
 19) B   Endosulfan Sulfate                                  0.000    -1.00 
 20) A   Methoxychlor                                        0.000    -1.00 
 21) B   Endrin ketone                                       0.000    -1.00 
 22)     Mirex                                               0.000    -1.00 
 23)     Chlordane-1           5.919 5.937 5.822 5.808 6.391 5.975 E4  4.00 
 24)     Chlordane-2           5.917 5.901 5.871 6.018 6.565 6.054 E4  4.80 
 25)     Chlordane-3           2.068 1.837 1.784 1.887 1.864 1.888 E5  5.71 
 26)     Chlordane-4           1.714 1.738 1.691 1.695 1.766 1.721 E5  1.81 
 27)     Chlordane-5           6.255 6.369 6.257 5.984 5.979 6.169 E4  2.87 
 28) SA  Decachlorobiphenyl    1.418 1.399 1.384 1.413 1.532 1.429 E6  4.12 
 
Signal #2  Calibration Files
  50     =PD048512.D   100    =PD048510.D   75     =PD048511.D
  25     =PD048513.D   5      =PD048514.D
 
         Compound              50    100   75    25    5     Avg       %RSD
  --------------------------------------------------------------------------
  1) SA  Tetrachloro-m-xylene  1.315 1.254 1.257 1.322 1.346 1.299 E7  3.17 
  2) A   alpha-BHC                                           0.000    -1.00 
  3) MA  gamma-BHC (Lindane)                                 0.000    -1.00 
  4) MA  Heptachlor                                          0.000    -1.00 
  5) MB  Aldrin                                              0.000    -1.00 
  6) B   beta-BHC                                            0.000    -1.00 
  7) B   delta-BHC                                           0.000    -1.00 
  8) B   Heptachlor epoxide                                  0.000    -1.00 
  9) A   Endosulfan I                                        0.000    -1.00 
 10) B   gamma-Chlordane                                     0.000    -1.00 
 11) B   alpha-Chlordane                                     0.000    -1.00 
 12) B   4,4'-DDE                                            0.000    -1.00 
 13) MA  Dieldrin                                            0.000    -1.00 
 14) MA  Endrin                                              0.000    -1.00 
 15) B   Endosulfan II                                       0.000    -1.00 
 16) A   4,4'-DDD                                            0.000    -1.00 
 17) MA  4,4'-DDT                                            0.000    -1.00 
 18) B   Endrin aldehyde                                     0.000    -1.00 
 19) B   Endosulfan Sulfate                                  0.000    -1.00 
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  Method Path : Z:\pestpcbsrv\HPCHEM1\ECD_D\Method\
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  Last Update  : Thu Jul 26 03:03:16 2018
  Response Via : Initial Calibration
 
  Calibration Files
  50     =PD048512.D   100    =PD048510.D   75     =PD048511.D
  25     =PD048513.D   5      =PD048514.D
 
         Compound              50    100   75    25    5     Avg       %RSD
  --------------------------------------------------------------------------
 20) A   Methoxychlor                                        0.000    -1.00 
 21) B   Endrin ketone                                       0.000    -1.00 
 22)     Mirex                                               0.000    -1.00 
 23)     Chlordane-1           6.628 6.283 6.301 6.674 7.299 6.637 E5  6.20 
 24)     Chlordane-2           6.342 6.045 6.078 6.594 7.045 6.421 E5  6.45 
 25)     Chlordane-3           2.187 2.058 2.074 2.236 2.355 2.182 E6  5.61 
 26)     Chlordane-4           2.505 2.344 2.373 2.574 2.891 2.538 E6  8.63 
 27)     Chlordane-5           5.666 5.408 5.427 5.710 5.799 5.602 E5  3.13 
 28) SA  Decachlorobiphenyl    1.658 1.540 1.573 1.730 1.952 1.691 E7  9.69 
 --------------------------------------------------------------------------
 (#) = Out of Range
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