
                                        Response Factor Report ECD_D_NEW
 
  Method Path : Z:\pestpcbsrv\HPCHEM1\ECD_D\Method\
  Method File : PD101623CLP-TCLP.M                                  
  Title     : GC Extractables
  Last Update  : Tue Oct 17 01:54:34 2023
  Response Via : Initial Calibration
 
  Calibration Files
  3      =PD078891.D   1      =PD078889.D   2      =PD078890.D
  4      =PD078892.D   5      =PD078893.D   6      =PD078894.D
 
        Compound          3     1     2     4     5     6     Avg       %RSD
  --------------------------------------------------------------------------
  1) SA  Tetrachloro-m... 1.952 2.046 1.858 1.924 1.780 1.762 1.887 E6  5.75 
  2) A   alpha-BHC                                            0.000    -1.00 
  3) MA  gamma-BHC (Li...                                     0.000    -1.00 
  4) MA  Heptachlor                                           0.000    -1.00 
  5) MB  Aldrin                                               0.000    -1.00 
  6) B   beta-BHC                                             0.000    -1.00 
  7) B   delta-BHC                                            0.000    -1.00 
  8) B   Heptachlor ep...                                     0.000    -1.00 
  9) A   Endosulfan I                                         0.000    -1.00 
 10) B   trans-Chlordane                                      0.000    -1.00 
 11) B   cis-Chlordane                                        0.000    -1.00 
 12) B   4,4'-DDE                                             0.000    -1.00 
 13) MA  Dieldrin                                             0.000    -1.00 
 14) MA  Endrin                                               0.000    -1.00 
 15) B   Endosulfan II                                        0.000    -1.00 
 16) A   4,4'-DDD                                             0.000    -1.00 
 17) MA  4,4'-DDT                                             0.000    -1.00 
 18) B   Endrin aldehyde                                      0.000    -1.00 
 19) B   Endosulfan Su...                                     0.000    -1.00 
 20) A   Methoxychlor                                         0.000    -1.00 
 21) B   Endrin ketone                                        0.000    -1.00 
 22)     Toxaphene-1      1.595 1.792 1.693 1.586 1.544 1.543 1.625 E4  6.04 
 23)     Toxaphene-2      1.944 2.146 2.013 1.921 1.932 1.965 1.987 E4  4.25 
 24)     Toxaphene-3      5.629 5.773 5.710 5.651 5.775 5.957 5.749 E4  2.06 
 25)     Toxaphene-4      4.206 4.266 4.290 4.300 4.317 4.499 4.313 E4  2.29 
 26)     Toxaphene-5      3.242 3.217 3.122 3.217 3.388 3.489 3.279 E4  4.08 
 27) SA  Decachlorobip... 2.108 2.425 2.270 2.028 1.955 1.971 2.126 E6  8.76 
 
Signal #2  Calibration Files
  3      =PD078891.D   1      =PD078889.D   2      =PD078890.D
  4      =PD078892.D   5      =PD078893.D   6      =PD078894.D
 
        Compound          3     1     2     4     5     6    Avg       %RSD
  --------------------------------------------------------------------------
  1) SA  Tetrachloro-m... 2.523 2.662 2.569 2.494 2.438 2.468 2.526 E6  3.20 
  2) A   alpha-BHC                                            0.000    -1.00 
  3) MA  gamma-BHC (Li...                                     0.000    -1.00 
  4) MA  Heptachlor                                           0.000    -1.00 
  5) MB  Aldrin                                               0.000    -1.00 
  6) B   beta-BHC                                             0.000    -1.00 
  7) B   delta-BHC                                            0.000    -1.00 
  8) B   Heptachlor ep...                                     0.000    -1.00 
  9) A   Endosulfan I                                         0.000    -1.00 
 10) B   trans-Chlordane                                      0.000    -1.00 
 11) B   cis-Chlordane                                        0.000    -1.00 
 12) B   4,4'-DDE                                             0.000    -1.00 
 13) MA  Dieldrin                                             0.000    -1.00 
 14) MA  Endrin                                               0.000    -1.00 
 15) B   Endosulfan II                                        0.000    -1.00 
 16) A   4,4'-DDD                                             0.000    -1.00 
 17) MA  4,4'-DDT                                             0.000    -1.00 
 18) B   Endrin aldehyde                                      0.000    -1.00 
 19) B   Endosulfan Su...                                     0.000    -1.00 
 20) A   Methoxychlor                                         0.000    -1.00 
 21) B   Endrin ketone                                        0.000    -1.00 
 22)     Toxaphene-1      1.506 1.567 1.513 1.486 1.460 1.480 1.502 E4  2.47 
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                                        Response Factor Report ECD_D_NEW
 
  Method Path : Z:\pestpcbsrv\HPCHEM1\ECD_D\Method\
  Method File : PD101623CLP-TCLP.M                                  
  Title     : GC Extractables
  Last Update  : Tue Oct 17 01:54:34 2023
  Response Via : Initial Calibration
 
  Calibration Files
  3      =PD078891.D   1      =PD078889.D   2      =PD078890.D
  4      =PD078892.D   5      =PD078893.D   6      =PD078894.D
 
        Compound          3     1     2     4     5     6     Avg       %RSD
  --------------------------------------------------------------------------
 23)     Toxaphene-2      1.612 1.543 1.608 1.637 1.674 1.632 1.618 E4  2.67 
 24)     Toxaphene-3      5.061 4.832 4.850 5.300 5.376 5.597 5.169 E4  5.93 
 25)     Toxaphene-4      6.966 6.862 6.906 7.191 7.228 7.132 7.047 E4  2.21 
 26)     Toxaphene-5      3.067 2.949 2.994 3.144 3.081 3.166 3.067 E4  2.73 
 27) SA  Decachlorobip... 2.494 2.703 2.586 2.431 2.355 2.331 2.483 E6  5.74 
 --------------------------------------------------------------------------
 (#) = Out of Range
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