
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_D\Data\PD112822\
  Data File : PD073237.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 29 Nov 2022  04:04
  Operator  : AR\AJ
  Sample    : N5658‐01
  Misc      :  
  ALS Vial  : 6   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Nov 29 04:26:44 2022
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_D\Method\PD111722CLP.M
  Quant Title  : GC Extractables
  QLast Update : Thu Nov 17 06:19:59 2022
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 1 µl
  Signal #1 Phase : ZB‐MR2            Signal #2 Phase: ZB‐MR1
  Signal #1 Info  : 30M x 0.32mm x0.2 Signal #2 Info : 30M x 0.32mm x 0.50µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    2.699     3.459  35650411 1103.9E6   14.867    16.898  
27) SA  Decachlor...    7.825     8.908  58777307  432.6E6   25.758    29.232  
 
   Target Compounds
 4) MA  Heptachlor      3.861     4.821   8954474  120.1E6    2.680     2.616  
 5) MB  Aldrin          4.140     5.159   7075984 71124639    2.100     1.771  
10) B   trans‐Chl...    4.893     5.845   188.3E6 1674.5E6   61.096m   53.005  
11) B   cis‐Chlor...    4.958     5.921  31272084  509.4E6    9.987    16.047 #
12) B   4,4'‐DDE        5.143     6.093  20560111  194.7E6    6.872     6.485  
13) MA  Dieldrin        5.279     6.253  88084086  831.3E6   28.753m   27.578m 
20) A   Methoxychlor    6.533     7.403  17543891  141.7E6   14.007m   15.186m 
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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