
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_L\Data\PL011223\
  Data File : PL080267.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 12 Jan 2023  03:37
  Operator  : AR\AJ
  Sample    : PB150179BS
  Misc      : BS/CH
  ALS Vial  : 28   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Jan 12 05:16:13 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_L\methods\PL011223.M
  Quant Title  : GC Extractables
  QLast Update : Thu Jan 12 01:47:41 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 1 µl
  Signal #1 Phase : ZB‐MR2            Signal #2 Phase: ZB‐MR1
  Signal #1 Info  : 30M x 0.32mm x0.2 Signal #2 Info : 30M x 0.32mm x0.5µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    3.352     2.690  49330558 63288329   24.694    28.297  
28) SA  Decachlor...    8.787     7.840  38246249 56433618   25.923    25.106  
 
   Target Compounds
23)     Chlordane‐1     4.499     3.688  19180995 19429748  246.340   238.271  
24)     Chlordane‐2     5.025     4.265  22172780 22319969  251.982   212.983  
25)     Chlordane‐3     5.729     4.894  77684733 64886241  239.352m  227.281m 
26)     Chlordane‐4     5.813     4.958  96244847 60761743  240.921   212.422  
27)     Chlordane‐5     6.654     5.626  18092168 17873771  255.622   223.604  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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#1  Tetrachloro‐m‐xylene

      R.T.:    3.352 min
Delta R.T.:    0.000 min
  Response:  49330558
      Conc:  24.69 ng/ml  
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#1  Tetrachloro‐m‐xylene

      R.T.:    2.690 min
Delta R.T.:    0.000 min
  Response:  63288329
      Conc:  28.30 ng/ml  
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#23  Chlordane‐1

      R.T.:    4.499 min
Delta R.T.:    0.000 min
  Response:  19180995
      Conc: 246.34 ng/ml  
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#23  Chlordane‐1

      R.T.:    3.688 min
Delta R.T.:    0.000 min
  Response:  19429748
      Conc: 238.27 ng/ml  
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#24  Chlordane‐2

      R.T.:    5.025 min
Delta R.T.:    0.000 min
  Response:  22172780
      Conc: 251.98 ng/ml  
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#24  Chlordane‐2

      R.T.:    4.265 min
Delta R.T.:    0.000 min
  Response:  22319969
      Conc: 212.98 ng/ml  
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#25  Chlordane‐3

      R.T.:    5.729 min
Delta R.T.:   ‐0.001 min
  Response:  77684733
      Conc: 239.35 ng/ml m
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#25  Chlordane‐3

      R.T.:    4.894 min
Delta R.T.:   ‐0.002 min
  Response:  64886241
      Conc: 227.28 ng/ml m
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#26  Chlordane‐4

      R.T.:    5.813 min
Delta R.T.:    0.000 min
  Response:  96244847
      Conc: 240.92 ng/ml  
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#26  Chlordane‐4

      R.T.:    4.958 min
Delta R.T.:    0.000 min
  Response:  60761743
      Conc: 212.42 ng/ml  
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#27  Chlordane‐5

      R.T.:    6.654 min
Delta R.T.:    0.000 min
  Response:  18092168
      Conc: 255.62 ng/ml  
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#27  Chlordane‐5

      R.T.:    5.626 min
Delta R.T.:    0.000 min
  Response:  17873771
      Conc: 223.60 ng/ml  
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#28  Decachlorobiphenyl

      R.T.:    8.787 min
Delta R.T.:   ‐0.002 min
  Response:  38246249
      Conc:  25.92 ng/ml  
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#28  Decachlorobiphenyl

      R.T.:    7.840 min
Delta R.T.:    0.000 min
  Response:  56433618
      Conc:  25.11 ng/ml  
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