
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_L\Data\PL111622\
  Data File : PL079163.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 16 Nov 2022  19:37
  Operator  : AR\AJ
  Sample    : N5317‐22DL 5X
  Misc      :  
  ALS Vial  : 14   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Nov 17 02:42:27 2022
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_L\methods\PL111622.M
  Quant Title  : GC Extractables
  QLast Update : Wed Nov 16 15:31:11 2022
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 1 µl
  Signal #1 Phase : ZB‐MR2            Signal #2 Phase: ZB‐MR1
  Signal #1 Info  : 30M x 0.32mm x0.2 Signal #2 Info : 30M x 0.32mm x0.5µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    3.320     2.566   8386027 15226748    4.027     5.979 #
28) SA  Decachlor...    8.771     7.635   7430612 10528757    4.442     5.075  
 
   Target Compounds
23)     Chlordane‐1     4.469     3.532  28803952 32489640  328.729   314.463  
24)     Chlordane‐2     5.002     4.098  32261863 35011324  316.959   329.692  
25)     Chlordane‐3     5.711     4.718   118.7E6  107.0E6  308.119   335.767  
26)     Chlordane‐4     5.789     4.778   142.9E6  108.6E6  301.914   316.456  
27)     Chlordane‐5     6.646     5.439  21640035 19594180  291.663   229.793  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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#1  Tetrachloro‐m‐xylene

      R.T.:    3.320 min
Delta R.T.:   ‐0.002 min
  Response:   8386027
      Conc:   4.03 ng/ml  
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#1  Tetrachloro‐m‐xylene

      R.T.:    2.566 min
Delta R.T.:   ‐0.003 min
  Response:  15226748
      Conc:   5.98 ng/ml  
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#23  Chlordane‐1

      R.T.:    4.469 min
Delta R.T.:    0.000 min
  Response:  28803952
      Conc: 328.73 ng/ml  
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#23  Chlordane‐1

      R.T.:    3.532 min
Delta R.T.:    0.000 min
  Response:  32489640
      Conc: 314.46 ng/ml  
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#24  Chlordane‐2

      R.T.:    5.002 min
Delta R.T.:    0.000 min
  Response:  32261863
      Conc: 316.96 ng/ml  
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+

#24  Chlordane‐2

      R.T.:    4.098 min
Delta R.T.:    0.000 min
  Response:  35011324
      Conc: 329.69 ng/ml  
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+

#25  Chlordane‐3

      R.T.:    5.711 min
Delta R.T.:    0.000 min
  Response: 118688243
      Conc: 308.12 ng/ml  
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#25  Chlordane‐3

      R.T.:    4.718 min
Delta R.T.:    0.000 min
  Response: 106980495
      Conc: 335.77 ng/ml  
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#26  Chlordane‐4

      R.T.:    5.789 min
Delta R.T.:    0.000 min
  Response: 142854213
      Conc: 301.91 ng/ml  
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#26  Chlordane‐4

      R.T.:    4.778 min
Delta R.T.:    0.000 min
  Response: 108596092
      Conc: 316.46 ng/ml  
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#27  Chlordane‐5

      R.T.:    6.646 min
Delta R.T.:    0.000 min
  Response:  21640035
      Conc: 291.66 ng/ml  
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+

#27  Chlordane‐5

      R.T.:    5.439 min
Delta R.T.:    0.000 min
  Response:  19594180
      Conc: 229.79 ng/ml  
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#28  Decachlorobiphenyl

      R.T.:    8.771 min
Delta R.T.:    0.000 min
  Response:   7430612
      Conc:   4.44 ng/ml  

8.50 8.60 8.70 8.80 8.90 9.00

0

1000000

2000000

3000000

4000000

Time

Response_ Signal: PL079163.D\ECD1A.ch

 8.770

+

#28  Decachlorobiphenyl

      R.T.:    7.635 min
Delta R.T.:    0.000 min
  Response:  10528757
      Conc:   5.08 ng/ml  
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