
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_O\Data\PO012323\
  Data File : PO092236.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 23 Jan 2023  20:19
  Operator  : YP/AJ
  Sample    : AR1248ICC1000
  Misc      :  
  ALS Vial  : 15   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Jan 24 03:24:19 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_O\methods\PO012323.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Tue Jan 24 03:24:10 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.449     3.647   280.0E6  135.2E6   97.909    98.251  
 2) SA  Decachlor...   10.370     8.692   194.2E6  105.4E6   95.387    95.541  
 
   Target Compounds
21) L5  AR‐1248‐1       5.635     4.734  54233918 27168750  961.594   951.497  
22) L5  AR‐1248‐2       5.915     4.972  83955245 40403523  951.018   945.459  
23) L5  AR‐1248‐3       6.122     5.014  90788491 42210631  952.426   946.728  
24) L5  AR‐1248‐4       6.533     5.186  91045345 48836899  957.481   951.220  
25) L5  AR‐1248‐5       6.573     5.580  87831522 43675028  956.997   952.739  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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#1  Tetrachloro‐m‐xylene

      R.T.:    4.449 min
Delta R.T.:    0.000 min
  Response: 280012475
      Conc:  97.91 ng/ml  
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+

#1  Tetrachloro‐m‐xylene

      R.T.:    3.647 min
Delta R.T.:    0.000 min
  Response: 135223949
      Conc:  98.25 ng/ml  
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+

#2  Decachlorobiphenyl

      R.T.:   10.370 min
Delta R.T.:    0.000 min
  Response: 194223933
      Conc:  95.39 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    8.692 min
Delta R.T.:    0.000 min
  Response: 105366463
      Conc:  95.54 ng/ml  

8.40 8.50 8.60 8.70 8.80 8.90 9.00

0

2000000

4000000

6000000

8000000

   1e+07

Time

Response_ Signal: PO092236.D\ECD2B.ch

 8.691

+

PO092236.D  PO012323.M      Tue Jan 24 13:29:33 2023       Page 3

Instrument :
ECD_O
ClientSampleId :
AR1248ICC1000



#21  AR‐1248‐1

      R.T.:    5.635 min
Delta R.T.:    0.000 min
  Response:  54233918
      Conc: 961.59 ng/ml  
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+

#21  AR‐1248‐1

      R.T.:    4.734 min
Delta R.T.:    0.000 min
  Response:  27168750
      Conc: 951.50 ng/ml  
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+

#22  AR‐1248‐2

      R.T.:    5.915 min
Delta R.T.:    0.000 min
  Response:  83955245
      Conc: 951.02 ng/ml  
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+

#22  AR‐1248‐2

      R.T.:    4.972 min
Delta R.T.:    0.000 min
  Response:  40403523
      Conc: 945.46 ng/ml  
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#23  AR‐1248‐3

      R.T.:    6.122 min
Delta R.T.:    0.000 min
  Response:  90788491
      Conc: 952.43 ng/ml  
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#23  AR‐1248‐3

      R.T.:    5.014 min
Delta R.T.:    0.000 min
  Response:  42210631
      Conc: 946.73 ng/ml  
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+

#24  AR‐1248‐4

      R.T.:    6.533 min
Delta R.T.:    0.000 min
  Response:  91045345
      Conc: 957.48 ng/ml  
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#24  AR‐1248‐4

      R.T.:    5.186 min
Delta R.T.:    0.000 min
  Response:  48836899
      Conc: 951.22 ng/ml  
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#25  AR‐1248‐5

      R.T.:    6.573 min
Delta R.T.:    0.000 min
  Response:  87831522
      Conc: 957.00 ng/ml  
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#25  AR‐1248‐5

      R.T.:    5.580 min
Delta R.T.:    0.000 min
  Response:  43675028
      Conc: 952.74 ng/ml  
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