
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_O\Data\PO051523\
  Data File : PO095067.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 15 May 2023  22:37
  Operator  : YP/AJ
  Sample    : AR1248CCC500
  Misc      :  
  ALS Vial  : 5   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: May 16 04:32:56 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_O\methods\PO042623.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Mon May 01 11:12:50 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.413     3.614   169.8E6 67196186   49.288    50.219  
 2) SA  Decachlor...   10.252     8.622   128.1E6 56905606   52.800    50.557  
 
   Target Compounds
21) L5  AR‐1248‐1       5.591     4.693  30844536 12602581  493.555   494.133  
22) L5  AR‐1248‐2       5.868     4.930  48578391 20187374  464.272   487.444  
23) L5  AR‐1248‐3       6.073     4.971  51982935 20980728  469.481   489.031  
24) L5  AR‐1248‐4       6.482     5.142  50991174 23584810  495.250   481.170  
25) L5  AR‐1248‐5       6.521     5.535  53887066 20637161  495.472   518.708  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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#1  Tetrachloro‐m‐xylene

      R.T.:    4.413 min
Delta R.T.:   ‐0.003 min
  Response: 169776982
      Conc:  49.29 ng/ml  
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#1  Tetrachloro‐m‐xylene

      R.T.:    3.614 min
Delta R.T.:   ‐0.004 min
  Response:  67196186
      Conc:  50.22 ng/ml  
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+

#2  Decachlorobiphenyl

      R.T.:   10.252 min
Delta R.T.:    0.000 min
  Response: 128136871
      Conc:  52.80 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    8.622 min
Delta R.T.:   ‐0.009 min
  Response:  56905606
      Conc:  50.56 ng/ml  
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#21  AR‐1248‐1

      R.T.:    5.591 min
Delta R.T.:   ‐0.003 min
  Response:  30844536
      Conc: 493.56 ng/ml  
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#21  AR‐1248‐1

      R.T.:    4.693 min
Delta R.T.:   ‐0.007 min
  Response:  12602581
      Conc: 494.13 ng/ml  
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+

#22  AR‐1248‐2

      R.T.:    5.868 min
Delta R.T.:   ‐0.003 min
  Response:  48578391
      Conc: 464.27 ng/ml  
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#22  AR‐1248‐2

      R.T.:    4.930 min
Delta R.T.:   ‐0.007 min
  Response:  20187374
      Conc: 487.44 ng/ml  
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#23  AR‐1248‐3

      R.T.:    6.073 min
Delta R.T.:   ‐0.003 min
  Response:  51982935
      Conc: 469.48 ng/ml  
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#23  AR‐1248‐3

      R.T.:    4.971 min
Delta R.T.:   ‐0.007 min
  Response:  20980728
      Conc: 489.03 ng/ml  
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#24  AR‐1248‐4

      R.T.:    6.482 min
Delta R.T.:   ‐0.003 min
  Response:  50991174
      Conc: 495.25 ng/ml  
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#24  AR‐1248‐4

      R.T.:    5.142 min
Delta R.T.:   ‐0.008 min
  Response:  23584810
      Conc: 481.17 ng/ml  
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#25  AR‐1248‐5

      R.T.:    6.521 min
Delta R.T.:   ‐0.002 min
  Response:  53887066
      Conc: 495.47 ng/ml  
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#25  AR‐1248‐5

      R.T.:    5.535 min
Delta R.T.:   ‐0.007 min
  Response:  20637161
      Conc: 518.71 ng/ml  
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