
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_O\Data\PO051623\
  Data File : PO095099.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 16 May 2023  10:23
  Operator  : YP/AJ
  Sample    : AR1248CCC500
  Misc      :  
  ALS Vial  : 5   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: May 16 16:48:17 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_O\methods\PO042623.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Mon May 01 11:12:50 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.413     3.614   168.9E6 67868888   49.036    50.722  
 2) SA  Decachlor...   10.255     8.625   129.2E6 59278832   53.244    52.665  
 
   Target Compounds
21) L5  AR‐1248‐1       5.592     4.694  31279182 13333063  500.510   522.775  
22) L5  AR‐1248‐2       5.869     4.930  49941777 21292828  477.302   514.136  
23) L5  AR‐1248‐3       6.075     4.971  54058758 22119871  488.229   515.583  
24) L5  AR‐1248‐4       6.483     5.143  52544851 24897155  510.340   507.944  
25) L5  AR‐1248‐5       6.522     5.535  56363405 21308156  518.241   535.573  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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#1  Tetrachloro‐m‐xylene

      R.T.:    4.413 min
Delta R.T.:   ‐0.003 min
  Response: 168910709
      Conc:  49.04 ng/ml  
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#1  Tetrachloro‐m‐xylene

      R.T.:    3.614 min
Delta R.T.:   ‐0.004 min
  Response:  67868888
      Conc:  50.72 ng/ml  
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+

#2  Decachlorobiphenyl

      R.T.:   10.255 min
Delta R.T.:    0.003 min
  Response: 129215369
      Conc:  53.24 ng/ml  

10.00 10.20 10.40 10.60

0

2000000

4000000

6000000

8000000

   1e+07

Time

Response_ Signal: PO095099.D\ECD1A.ch

10.254

+

#2  Decachlorobiphenyl

      R.T.:    8.625 min
Delta R.T.:   ‐0.006 min
  Response:  59278832
      Conc:  52.67 ng/ml  
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#21  AR‐1248‐1

      R.T.:    5.592 min
Delta R.T.:   ‐0.002 min
  Response:  31279182
      Conc: 500.51 ng/ml  
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#21  AR‐1248‐1

      R.T.:    4.694 min
Delta R.T.:   ‐0.006 min
  Response:  13333063
      Conc: 522.77 ng/ml  
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#22  AR‐1248‐2

      R.T.:    5.869 min
Delta R.T.:   ‐0.002 min
  Response:  49941777
      Conc: 477.30 ng/ml  
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+

#22  AR‐1248‐2

      R.T.:    4.930 min
Delta R.T.:   ‐0.007 min
  Response:  21292828
      Conc: 514.14 ng/ml  
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#23  AR‐1248‐3

      R.T.:    6.075 min
Delta R.T.:   ‐0.001 min
  Response:  54058758
      Conc: 488.23 ng/ml  
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#23  AR‐1248‐3

      R.T.:    4.971 min
Delta R.T.:   ‐0.007 min
  Response:  22119871
      Conc: 515.58 ng/ml  
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#24  AR‐1248‐4

      R.T.:    6.483 min
Delta R.T.:   ‐0.002 min
  Response:  52544851
      Conc: 510.34 ng/ml  
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+

#24  AR‐1248‐4

      R.T.:    5.143 min
Delta R.T.:   ‐0.007 min
  Response:  24897155
      Conc: 507.94 ng/ml  
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#25  AR‐1248‐5

      R.T.:    6.522 min
Delta R.T.:    0.000 min
  Response:  56363405
      Conc: 518.24 ng/ml  
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+

#25  AR‐1248‐5

      R.T.:    5.535 min
Delta R.T.:   ‐0.007 min
  Response:  21308156
      Conc: 535.57 ng/ml  
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