
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_O\Data\PO060923\
  Data File : PO095589.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 09 Jun 2023  18:52
  Operator  : YP/AJ
  Sample    : AR1248ICV500
  Misc      :  
  ALS Vial  : 33   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Jun 10 05:13:13 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_O\methods\PO060923.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Sat Jun 10 05:11:26 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.404     3.621   220.1E6 94482933   57.263    58.241  
 2) SA  Decachlor...   10.241     8.677   132.3E6 59695238   51.020    51.304  
 
   Target Compounds
21) L5  AR‐1248‐1       5.586     4.715  38387653 15349044  569.625   597.341  
22) L5  AR‐1248‐2       5.863     4.954  60424887 25382148  558.216   579.480  
23) L5  AR‐1248‐3       6.069     4.996  62622158 26255215  566.471   581.728  
24) L5  AR‐1248‐4       6.477     5.168  60938772 29376412  554.704   578.634  
25) L5  AR‐1248‐5       6.516     5.565  61595490 22088125  547.876   573.565  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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#1  Tetrachloro‐m‐xylene

      R.T.:    4.404 min
Delta R.T.:    0.000 min
  Response: 220148842
      Conc:  57.26 ng/ml  
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+

#1  Tetrachloro‐m‐xylene

      R.T.:    3.621 min
Delta R.T.:    0.000 min
  Response:  94482933
      Conc:  58.24 ng/ml  
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+

#2  Decachlorobiphenyl

      R.T.:   10.241 min
Delta R.T.:    0.002 min
  Response: 132339948
      Conc:  51.02 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    8.677 min
Delta R.T.:    0.002 min
  Response:  59695238
      Conc:  51.30 ng/ml  
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#21  AR‐1248‐1

      R.T.:    5.586 min
Delta R.T.:    0.001 min
  Response:  38387653
      Conc: 569.62 ng/ml  
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#21  AR‐1248‐1

      R.T.:    4.715 min
Delta R.T.:    0.000 min
  Response:  15349044
      Conc: 597.34 ng/ml  
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#22  AR‐1248‐2

      R.T.:    5.863 min
Delta R.T.:    0.001 min
  Response:  60424887
      Conc: 558.22 ng/ml  
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#22  AR‐1248‐2

      R.T.:    4.954 min
Delta R.T.:    0.001 min
  Response:  25382148
      Conc: 579.48 ng/ml  

4.85 4.90 4.95 5.00 5.05

0

1000000

2000000

3000000

4000000

Time

Response_ Signal: PO095589.D\ECD2B.ch

 4.954

+

PO095589.D  PO060923.M      Mon Jun 12 11:57:01 2023       Page 4

Instrument :
ECD_O
ClientSampleId :
ICVPO060923AR1248



#23  AR‐1248‐3

      R.T.:    6.069 min
Delta R.T.:    0.000 min
  Response:  62622158
      Conc: 566.47 ng/ml  
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#23  AR‐1248‐3

      R.T.:    4.996 min
Delta R.T.:    0.000 min
  Response:  26255215
      Conc: 581.73 ng/ml  
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#24  AR‐1248‐4

      R.T.:    6.477 min
Delta R.T.:    0.001 min
  Response:  60938772
      Conc: 554.70 ng/ml  
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#24  AR‐1248‐4

      R.T.:    5.168 min
Delta R.T.:    0.000 min
  Response:  29376412
      Conc: 578.63 ng/ml  
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#25  AR‐1248‐5

      R.T.:    6.516 min
Delta R.T.:    0.001 min
  Response:  61595490
      Conc: 547.88 ng/ml  
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#25  AR‐1248‐5

      R.T.:    5.565 min
Delta R.T.:    0.001 min
  Response:  22088125
      Conc: 573.56 ng/ml  
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