
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_O\Data\PO061124\
  Data File : PO104286.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 11 Jun 2024  18:01
  Operator  : YP/AJ
  Sample    : AR1254ICC050
  Misc      :  
  ALS Vial  : 24   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Jun 12 05:04:44 2024
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_O\methods\PO061124.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Wed Jun 12 04:35:19 2024
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.401     3.545  41271852 10357459    4.866     4.631m 
 2) SA  Decachlor...   10.102     8.459  30656717 16982701    5.044     5.087  
 
   Target Compounds
26) L6  AR‐1254‐1       6.416     5.393  17368074  5935286   56.282    52.663  
27) L6  AR‐1254‐2       6.634     5.538  23668789  5521728   52.587    55.030  
28) L6  AR‐1254‐3       6.999     5.936  24009298  8718819   51.623    50.476  
29) L6  AR‐1254‐4       7.284     6.162  17459933  5358394   50.909    49.321  
30) L6  AR‐1254‐5       7.702     6.576  17456920  7777748   49.145    48.928  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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#1  Tetrachloro‐m‐xylene

      R.T.:    4.401 min
Delta R.T.:    0.000 min
  Response:  41271852
      Conc:   4.87 ng/ml  
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#1  Tetrachloro‐m‐xylene

      R.T.:    3.545 min
Delta R.T.:    0.000 min
  Response:  10357459
      Conc:   4.63 ng/ml m
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#2  Decachlorobiphenyl

      R.T.:   10.102 min
Delta R.T.:    0.000 min
  Response:  30656717
      Conc:   5.04 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    8.459 min
Delta R.T.:    0.000 min
  Response:  16982701
      Conc:   5.09 ng/ml  
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#26  AR‐1254‐1

      R.T.:    6.416 min
Delta R.T.:    0.000 min
  Response:  17368074
      Conc:  56.28 ng/ml  

6.30 6.35 6.40 6.45 6.50

0

2000000

4000000

6000000

Time

Response_ Signal: PO104286.D\ECD1A.ch

 6.415

+

#26  AR‐1254‐1

      R.T.:    5.393 min
Delta R.T.:    0.000 min
  Response:   5935286
      Conc:  52.66 ng/ml  
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#27  AR‐1254‐2

      R.T.:    6.634 min
Delta R.T.:    0.000 min
  Response:  23668789
      Conc:  52.59 ng/ml  
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#27  AR‐1254‐2

      R.T.:    5.538 min
Delta R.T.:    0.000 min
  Response:   5521728
      Conc:  55.03 ng/ml  
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#28  AR‐1254‐3

      R.T.:    6.999 min
Delta R.T.:    0.000 min
  Response:  24009298
      Conc:  51.62 ng/ml  
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#28  AR‐1254‐3

      R.T.:    5.936 min
Delta R.T.:    0.000 min
  Response:   8718819
      Conc:  50.48 ng/ml  
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#29  AR‐1254‐4

      R.T.:    7.284 min
Delta R.T.:    0.000 min
  Response:  17459933
      Conc:  50.91 ng/ml  
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+

#29  AR‐1254‐4

      R.T.:    6.162 min
Delta R.T.:    0.000 min
  Response:   5358394
      Conc:  49.32 ng/ml  
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#30  AR‐1254‐5

      R.T.:    7.702 min
Delta R.T.:    0.000 min
  Response:  17456920
      Conc:  49.14 ng/ml  
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#30  AR‐1254‐5

      R.T.:    6.576 min
Delta R.T.:    0.000 min
  Response:   7777748
      Conc:  48.93 ng/ml  
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