
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_O\Data\PO061423\
  Data File : PO095694.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 14 Jun 2023  15:34
  Operator  : YP/AJ
  Sample    : O3171‐08
  Misc      :  
  ALS Vial  : 11   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Jun 14 17:11:27 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_O\methods\PO060923.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Sat Jun 10 06:51:01 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.402     3.619  89373771 37589616   20.852    20.677  
 2) SA  Decachlor...   10.238     8.672  68799025 31898981   27.605    28.642  
 
   Target Compounds
26) L6  AR‐1254‐1       6.448     5.520   7526437  3153700   60.854    45.415 #
27) L6  AR‐1254‐2       6.668     5.669   7486170  2567964   41.867m   40.258  
28) L6  AR‐1254‐3       7.036     6.075  10790087  3238224   62.232m   35.323 #
29) L6  AR‐1254‐4       7.326     6.306   8972971  3262149   78.247    76.479  
30) L6  AR‐1254‐5       7.750     6.727  15580980  8587393  112.978   110.456  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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#1  Tetrachloro‐m‐xylene

      R.T.:    4.402 min
Delta R.T.:   ‐0.001 min
  Response:  89373771
      Conc:  20.85 ng/ml  
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+

#1  Tetrachloro‐m‐xylene

      R.T.:    3.619 min
Delta R.T.:    0.000 min
  Response:  37589616
      Conc:  20.68 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:   10.238 min
Delta R.T.:    0.002 min
  Response:  68799025
      Conc:  27.60 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    8.672 min
Delta R.T.:   ‐0.004 min
  Response:  31898981
      Conc:  28.64 ng/ml  
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#26  AR‐1254‐1

      R.T.:    6.448 min
Delta R.T.:   ‐0.002 min
  Response:   7526437
      Conc:  60.85 ng/ml  
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#26  AR‐1254‐1

      R.T.:    5.520 min
Delta R.T.:   ‐0.003 min
  Response:   3153700
      Conc:  45.42 ng/ml  
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#27  AR‐1254‐2

      R.T.:    6.668 min
Delta R.T.:   ‐0.003 min
  Response:   7486170
      Conc:  41.87 ng/ml m
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+

#27  AR‐1254‐2

      R.T.:    5.669 min
Delta R.T.:   ‐0.003 min
  Response:   2567964
      Conc:  40.26 ng/ml  
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#28  AR‐1254‐3

      R.T.:    7.036 min
Delta R.T.:   ‐0.003 min
  Response:  10790087
      Conc:  62.23 ng/ml m
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#28  AR‐1254‐3

      R.T.:    6.075 min
Delta R.T.:   ‐0.003 min
  Response:   3238224
      Conc:  35.32 ng/ml  
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#29  AR‐1254‐4

      R.T.:    7.326 min
Delta R.T.:   ‐0.003 min
  Response:   8972971
      Conc:  78.25 ng/ml  
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#29  AR‐1254‐4

      R.T.:    6.306 min
Delta R.T.:   ‐0.003 min
  Response:   3262149
      Conc:  76.48 ng/ml  
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#30  AR‐1254‐5

      R.T.:    7.750 min
Delta R.T.:   ‐0.002 min
  Response:  15580980
      Conc: 112.98 ng/ml  
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#30  AR‐1254‐5

      R.T.:    6.727 min
Delta R.T.:   ‐0.003 min
  Response:   8587393
      Conc: 110.46 ng/ml  
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