
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_O\Data\PO062023\
  Data File : PO095839.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 21 Jun 2023  11:41
  Operator  : YP/AJ
  Sample    : AR1268ICC1000
  Misc      :  
  ALS Vial  : 26   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Jun 21 12:37:35 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_O\methods\PO062023.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Wed Jun 21 12:36:45 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.417     3.636   300.6E6  137.0E6  100.092    99.974  
 2) SA  Decachlor...   10.236     8.673   350.3E6  190.9E6   96.982    95.831  
 
   Target Compounds
41) L9  AR‐1268‐1       8.698     7.563   270.4E6  168.2E6  983.504   968.554  
42) L9  AR‐1268‐2       8.793     7.627   248.2E6  150.3E6  989.642   970.629  
43) L9  AR‐1268‐3       9.027     7.835   224.7E6  132.4E6  973.564   958.835  
44) L9  AR‐1268‐4       9.460     8.124  83057643 53692996  980.335   960.389  
45) L9  AR‐1268‐5       9.887     8.417   753.0E6  418.1E6  984.181   990.353  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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#1  Tetrachloro‐m‐xylene

      R.T.:    4.417 min
Delta R.T.:    0.000 min
  Response: 300633558
      Conc: 100.09 ng/ml  
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 4.416

+

#1  Tetrachloro‐m‐xylene

      R.T.:    3.636 min
Delta R.T.:    0.000 min
  Response: 137048460
      Conc:  99.97 ng/ml  
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+

#2  Decachlorobiphenyl

      R.T.:   10.236 min
Delta R.T.:    0.000 min
  Response: 350251803
      Conc:  96.98 ng/ml  
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+

#2  Decachlorobiphenyl

      R.T.:    8.673 min
Delta R.T.:    0.000 min
  Response: 190869524
      Conc:  95.83 ng/ml  
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#41  AR‐1268‐1

      R.T.:    8.698 min
Delta R.T.:    0.000 min
  Response: 270360946
      Conc: 983.50 ng/ml  
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+

#41  AR‐1268‐1

      R.T.:    7.563 min
Delta R.T.:    0.000 min
  Response: 168189013
      Conc: 968.55 ng/ml  
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+

#42  AR‐1268‐2

      R.T.:    8.793 min
Delta R.T.:    0.000 min
  Response: 248175749
      Conc: 989.64 ng/ml  
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#42  AR‐1268‐2

      R.T.:    7.627 min
Delta R.T.:    0.000 min
  Response: 150260675
      Conc: 970.63 ng/ml  
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#43  AR‐1268‐3

      R.T.:    9.027 min
Delta R.T.:    0.000 min
  Response: 224686025
      Conc: 973.56 ng/ml  
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#43  AR‐1268‐3

      R.T.:    7.835 min
Delta R.T.:    0.000 min
  Response: 132432371
      Conc: 958.83 ng/ml  
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#44  AR‐1268‐4

      R.T.:    9.460 min
Delta R.T.:    0.000 min
  Response:  83057643
      Conc: 980.33 ng/ml  
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#44  AR‐1268‐4

      R.T.:    8.124 min
Delta R.T.:    0.000 min
  Response:  53692996
      Conc: 960.39 ng/ml  
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#45  AR‐1268‐5

      R.T.:    9.887 min
Delta R.T.:    0.000 min
  Response: 752954299
      Conc: 984.18 ng/ml  
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#45  AR‐1268‐5

      R.T.:    8.417 min
Delta R.T.:    0.000 min
  Response: 418136575
      Conc: 990.35 ng/ml  
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