
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_O\Data\PO062023\
  Data File : PO095847.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 21 Jun 2023  13:56
  Operator  : YP/AJ
  Sample    : AR1254ICV500
  Misc      :  
  ALS Vial  : 34   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Jun 21 14:45:15 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_O\methods\PO062023.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Wed Jun 21 13:08:39 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.417     3.637   151.5E6 69468186   52.078    51.186  
 2) SA  Decachlor...   10.236     8.673   108.8E6 60596151   52.509    49.418  
 
   Target Compounds
26) L6  AR‐1254‐1       6.457     5.532  48252989 35024217  506.775   472.893  
27) L6  AR‐1254‐2       6.677     5.681  69756618 31819873  502.279   466.280  
28) L6  AR‐1254‐3       7.045     6.087  66935449 48533746  495.446   487.385  
29) L6  AR‐1254‐4       7.332     6.315  44093544 29083148  491.746   492.768  
30) L6  AR‐1254‐5       7.754     6.736  52455650 44201395  509.935   495.711  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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  Misc      :  
  ALS Vial  : 34   Sample Multiplier: 1

  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Jun 21 14:45:15 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_O\methods\PO062023.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Wed Jun 21 13:08:39 2023
  Response via : Initial Calibration
  Integrator: ChemStation

  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm

2.50 3.00 3.50 4.00 4.50 5.00 5.50 6.00 6.50 7.00 7.50 8.00 8.50 9.00 9.50 10.00 10.50 11.00 11.50 12.00 12.50

2000000

4000000

6000000

8000000

   1e+07

 1.2e+07

 1.4e+07

 1.6e+07

Time

Response_ Signal: PO095847.D\ECD1A.ch

 4
.4

16

 6
.4

56

 6
.6

77

 7
.0

45

 7
.3

32  7
.7

53

10
.2

36
D

ec
ac

hl
or

o

A
R

-1
25

4-
5

A
R

-1
25

4-
4

A
R

-1
25

4-
3

A
R

-1
25

4-
2

A
R

-1
25

4-
1

T
et

ra
ch

lo
r

2.50 3.00 3.50 4.00 4.50 5.00 5.50 6.00 6.50 7.00 7.50 8.00 8.50 9.00 9.50 10.00 10.50 11.00 11.50 12.00 12.50

0

1000000

2000000

3000000

4000000

5000000

6000000

7000000

8000000

9000000

Time

Response_ Signal: PO095847.D\ECD2B.ch

 3
.6

36

 5
.5

32
 5

.6
80

 6
.0

87

 6
.3

15  6
.7

35

 8
.6

73
D

ec
ac

hl
or

o

A
R

-1
25

4-
5 

A
R

-1
25

4-
4 

A
R

-1
25

4-
3 

A
R

-1
25

4-
2 

A
R

-1
25

4-
1 

T
et

ra
ch

lo
r

PO062023.M Wed Jun 21 16:51:02 2023                                                      Page: 2

Instrument :
ECD_O
ClientSampleId :
ICVPO062023AR1254

Instrument :
ECD_O
ClientSampleId :
ICVPO062023AR1254

Instrument :
ECD_O
ClientSampleId :
ICVPO062023AR1254



#1  Tetrachloro‐m‐xylene

      R.T.:    4.417 min
Delta R.T.:    0.002 min
  Response: 151521508
      Conc:  52.08 ng/ml  
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+

#1  Tetrachloro‐m‐xylene

      R.T.:    3.637 min
Delta R.T.:    0.001 min
  Response:  69468186
      Conc:  51.19 ng/ml  
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+

#2  Decachlorobiphenyl

      R.T.:   10.236 min
Delta R.T.:    0.009 min
  Response: 108784373
      Conc:  52.51 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    8.673 min
Delta R.T.:    0.003 min
  Response:  60596151
      Conc:  49.42 ng/ml  
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#26  AR‐1254‐1

      R.T.:    6.457 min
Delta R.T.:    0.003 min
  Response:  48252989
      Conc: 506.77 ng/ml  
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+

#26  AR‐1254‐1

      R.T.:    5.532 min
Delta R.T.:    0.002 min
  Response:  35024217
      Conc: 472.89 ng/ml  
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+

#27  AR‐1254‐2

      R.T.:    6.677 min
Delta R.T.:    0.003 min
  Response:  69756618
      Conc: 502.28 ng/ml  
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#27  AR‐1254‐2

      R.T.:    5.681 min
Delta R.T.:    0.002 min
  Response:  31819873
      Conc: 466.28 ng/ml  
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#28  AR‐1254‐3

      R.T.:    7.045 min
Delta R.T.:    0.003 min
  Response:  66935449
      Conc: 495.45 ng/ml  
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+

#28  AR‐1254‐3

      R.T.:    6.087 min
Delta R.T.:    0.003 min
  Response:  48533746
      Conc: 487.39 ng/ml  
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#29  AR‐1254‐4

      R.T.:    7.332 min
Delta R.T.:    0.003 min
  Response:  44093544
      Conc: 491.75 ng/ml  
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#29  AR‐1254‐4

      R.T.:    6.315 min
Delta R.T.:    0.002 min
  Response:  29083148
      Conc: 492.77 ng/ml  
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#30  AR‐1254‐5

      R.T.:    7.754 min
Delta R.T.:    0.003 min
  Response:  52455650
      Conc: 509.94 ng/ml  
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+

#30  AR‐1254‐5

      R.T.:    6.736 min
Delta R.T.:    0.002 min
  Response:  44201395
      Conc: 495.71 ng/ml  
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