
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_O\Data\PO082624\
  Data File : PO105881.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 27 Aug 2024  01:50
  Operator  : YP/AJ
  Sample    : PB162947BS
  Misc      :  
  ALS Vial  : 47   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Aug 27 07:24:07 2024
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_O\methods\PO082624.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Tue Aug 27 06:50:58 2024
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.452     3.720   175.7E6 59380289   19.260    21.978  
 2) SA  Decachlor...   10.193     8.755  94770504 35232621   17.463    16.139  
 
   Target Compounds
 3) L1  AR‐1016‐1       5.616     4.811   122.6E6 46982518  387.844   491.443 #
 4) L1  AR‐1016‐2       5.639     4.830   169.6E6 60969964  385.904   480.439  
 5) L1  AR‐1016‐3       5.701     5.008   103.6E6 32207487  385.341   460.403  
 6) L1  AR‐1016‐4       5.799     5.048  82195940 24423100  373.388   454.169  
 7) L1  AR‐1016‐5       6.093     5.263  70346701 30702861  330.650   446.191 #
31) L7  AR‐1260‐1       7.217     6.298   123.2E6 51069657  343.440   387.649  
32) L7  AR‐1260‐2       7.472     6.485   131.1E6 59556315  312.205   362.905  
33) L7  AR‐1260‐3       7.831     6.640  84713464 54932409  316.745   325.493  
34) L7  AR‐1260‐4       8.056     7.113   100.8E6 37294853  325.235   336.532  
35) L7  AR‐1260‐5       8.375     7.352   203.6E6 90738832  365.944   334.405  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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#1  Tetrachloro‐m‐xylene

      R.T.:    4.452 min
Delta R.T.:   ‐0.002 min
  Response: 175714703
      Conc:  19.26 ng/ml  
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+

#1  Tetrachloro‐m‐xylene

      R.T.:    3.720 min
Delta R.T.:   ‐0.002 min
  Response:  59380289
      Conc:  21.98 ng/ml  
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+

#2  Decachlorobiphenyl

      R.T.:   10.193 min
Delta R.T.:   ‐0.002 min
  Response:  94770504
      Conc:  17.46 ng/ml  

10.00 10.20 10.40

0

5000000

   1e+07

Time

Response_ Signal: PO105881.D\ECD1A.ch

10.192

+

#2  Decachlorobiphenyl

      R.T.:    8.755 min
Delta R.T.:   ‐0.002 min
  Response:  35232621
      Conc:  16.14 ng/ml  
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#3  AR‐1016‐1

      R.T.:    5.616 min
Delta R.T.:   ‐0.002 min
  Response: 122579112
      Conc: 387.84 ng/ml  
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+

#3  AR‐1016‐1

      R.T.:    4.811 min
Delta R.T.:   ‐0.002 min
  Response:  46982518
      Conc: 491.44 ng/ml  
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+

#4  AR‐1016‐2

      R.T.:    5.639 min
Delta R.T.:   ‐0.001 min
  Response: 169639214
      Conc: 385.90 ng/ml  
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#4  AR‐1016‐2

      R.T.:    4.830 min
Delta R.T.:   ‐0.002 min
  Response:  60969964
      Conc: 480.44 ng/ml  
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#5  AR‐1016‐3

      R.T.:    5.701 min
Delta R.T.:   ‐0.002 min
  Response: 103599091
      Conc: 385.34 ng/ml  
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#5  AR‐1016‐3

      R.T.:    5.008 min
Delta R.T.:   ‐0.002 min
  Response:  32207487
      Conc: 460.40 ng/ml  
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#6  AR‐1016‐4

      R.T.:    5.799 min
Delta R.T.:   ‐0.001 min
  Response:  82195940
      Conc: 373.39 ng/ml  
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#6  AR‐1016‐4

      R.T.:    5.048 min
Delta R.T.:   ‐0.001 min
  Response:  24423100
      Conc: 454.17 ng/ml  
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#7  AR‐1016‐5

      R.T.:    6.093 min
Delta R.T.:   ‐0.001 min
  Response:  70346701
      Conc: 330.65 ng/ml  
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#7  AR‐1016‐5

      R.T.:    5.263 min
Delta R.T.:   ‐0.002 min
  Response:  30702861
      Conc: 446.19 ng/ml  
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#31  AR‐1260‐1

      R.T.:    7.217 min
Delta R.T.:    0.000 min
  Response: 123246758
      Conc: 343.44 ng/ml  
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#31  AR‐1260‐1

      R.T.:    6.298 min
Delta R.T.:   ‐0.002 min
  Response:  51069657
      Conc: 387.65 ng/ml  
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#32  AR‐1260‐2

      R.T.:    7.472 min
Delta R.T.:   ‐0.002 min
  Response: 131147018
      Conc: 312.21 ng/ml  
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+

#32  AR‐1260‐2

      R.T.:    6.485 min
Delta R.T.:   ‐0.002 min
  Response:  59556315
      Conc: 362.91 ng/ml  
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#33  AR‐1260‐3

      R.T.:    7.831 min
Delta R.T.:   ‐0.001 min
  Response:  84713464
      Conc: 316.74 ng/ml  
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#33  AR‐1260‐3

      R.T.:    6.640 min
Delta R.T.:   ‐0.002 min
  Response:  54932409
      Conc: 325.49 ng/ml  
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#34  AR‐1260‐4

      R.T.:    8.056 min
Delta R.T.:   ‐0.002 min
  Response: 100827856
      Conc: 325.23 ng/ml  
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#34  AR‐1260‐4

      R.T.:    7.113 min
Delta R.T.:   ‐0.002 min
  Response:  37294853
      Conc: 336.53 ng/ml  
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+

#35  AR‐1260‐5

      R.T.:    8.375 min
Delta R.T.:    0.000 min
  Response: 203584981
      Conc: 365.94 ng/ml  
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#35  AR‐1260‐5

      R.T.:    7.352 min
Delta R.T.:   ‐0.002 min
  Response:  90738832
      Conc: 334.40 ng/ml  
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